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Figure A5.C (a) Impedance and (b) phase plots of the 4B-PBA hydrogel 
tattoo electrodes over time to monitor stability. 
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Abstract 
Keana Erika A. De Guzman 
Epidermal Sensors for Monitoring Skin Physiology 
Wearable sensors are revolutionizing personalised healthcare and have continuously 
progressed over the years in both research and commercialization. However, most efforts on 
wearable sensors have been focused on tracking movement, spatial position and continuous 
monitoring of vital signs such as heart rate or respiration rate. Recently, there is a demand to 
obtain biochemical information from the body using wearables. This demand stems from an 
individuals’ desire for improved personal health awareness as well as the drive for doctors to 
continuously obtain medical information for a patients’ disease management. Epidermal 
sensors are a sub-class of wearable sensors that can intimately integrate with skin and have the 
potential for monitoring physical changes as well as detecting biomarkers within skin that can 
be related to human health. The holy grail for these types of sensors is to achieve continuous 
real-time monitoring of the state of an individual and the development of these sensors are 
paving the way towards personalised healthcare. However, skin is highly anisotropic which 
makes it challenging to keep epidermal sensors in consistent contact with skin. It is important 
that these sensors remain in contact with skin in order to measure its electrical properties and 
acquire high fidelity signals.  
The key objective of this thesis is to develop thin conformable, stretchable epidermal sensors 
for tracking changes in skin physiology. The initial iteration of the screen printed epidermal 
sensor comprised of a flexible silver film. Impedance spectroscopy was used to understand the 
electrical signals generated on skin and it was used to measure relative changes due to varying 
water content. However, this iteration was more suited for single use. The next chapters explore 
different ink formulations and adherence methodologies to enhance the epidermal sensors 
adherence to skin. Impedance spectroscopy was used to characterise the electrical signals from 
these different epidermal sensor iterations, while tensile testing and on-body assessment was 
used to characterise its mechanical properties. The final chapter focused on investigating the 
use of phenyl boronic acid (PBA) functionalized hydrogels to modify the epidermal sensor 
with responsive hydrogel materials to enable chemical sensing of analytes relevant to skin 
physiology. Impedance spectroscopy was used to characterise and understand the electrical 
signals generated by the binding interaction of the PBA and analytes using the sensor. Overall, 
the work demonstrates the challenges of developing these epidermal sensors as well as 
presenting their potential for continuous monitoring of human skin in the future.
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Chapter 1 
Recent Developments in Epidermal Sensing 
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1.1 Wearable devices  
Wearable sensing technology has recently and rapidly moved towards the development of a 
wide array of consumer and medical products. This growth of wearable sensors can be 
attributed to several factors, such as affordability and ergonomics provided by advances in 
miniaturized electronics, the proliferation of smart-phones and connected devices, and the 
growing interest for personalised healthcare [1].  
Currently most wearable sensing devices focus on physical measurements such as heart rate, 
respiration rate or quality of sleep and are geared towards monitoring an individual’s physical 
fitness [1]. A popular wearable physical activity monitor available in the consumer market is 
the Fitbit®, a wireless activity tracker that helps individuals obtain information such as amount 
of steps taken and distance travelled [2], [3]. This type of wearable technology helps promote 
the importance of physical activity with the aim of reducing or preventing conditions such as 
obesity by allowing individuals to track their progress and establish physical activity goals [4], 
[5]. However, these physical activity measurements give a limited insight into an individuals’ 
health status. Therefore there has been increasing efforts towards developing wearable sensors 
that can monitor additional physiological parameters. The development of these types of 
wearable sensors can reduce the need for invasive blood sampling through non-invasive 
analysis of more accessible diagnostic fluids such as saliva [6], [7], tears [8], [9], and sweat 
[10].  
An interesting sub-class of wearable devices are epidermal sensors, which directly adhere onto 
skin. This has clear advantages in terms of close proximity for direct access to the skin organ 
[11]–[13]. The skin has become a commonly targeted area for wearable sensing given its 
important role in human physiology and epidermal sensors have been used to monitor 
physiological parameters such skin barrier integrity via electrical measurements [14]–[16], 
measure temperature [17], and track electrical activity, such as electromyography (EMG) [18]. 
Epidermal sensors that measure these types of physiological activity require intimate contact 
and robust adherence to skin. However, the human skin composition is complex, highly 
anisotropic [19] and its mechanical properties can change depending on the age, hydration state 
and location on the body [20], [21]. Therefore designing suitable robust skin-electrode 
interfaces are required to acquire reproducible signals from skin. This can be achieved by using 
thin, soft, flexible, stretchable conducting materials and clever electrode geometries. These 
type of parameters are typically considered for interfacing epidermal sensors to skin, where the 
aim would be to broadly match the stiffness and elasticity of the epidermal sensor closely to 
that of skin.  
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The stratum corneum (SC) of the epidermis is a region of high metabolic activity, rich with a 
variety of biomarkers and its biochemistry offers valuable insight into health as it can reflect 
both localized and systemic skin conditions [22]. Detecting and analysing the levels of 
biomarkers in skin matrices such as sweat [23] can also provide insights into human health. 
Diagnostic opportunities from the skin gives rise to the fabrication and development fo 
epidermal sensors. For example, a UV skin patch (Fig. 1.1a) which is a commercially deployed 
epidermal sensor was recently developed by Rogers along with L’Oreal (La Roche-Posay) [24]. 
This epidermal sensor monitors the external environment to track UV exposure of skin over 
time. It contains UV sensitive dyes that change colour upon exposure to UV radiation and uses 
optical detection to quantify the colour change before and after skin UV exposure [24]. Another 
recent example of an epidermal sensor is the My Skin Track pH, a prototype wearable pH 
sensor developed by the same research group (Fig. 1.1b). This skin pH patch is a thin flexible 
epidermal sensor that uses intricate microfluidic channels to collect sweat from skin and also 
uses optical detection via image capturing software to measure the pH of skin. 
 
 
Figure 1.1 Images of the (a) Skin UV patch showing its sensor components for each layer, 
reproduced from [24] and (b) My Skin Track pH and its individual sensor layers, reproduced 
from [25]. 
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Depending on the mode of epidermal sensor being developed, there are many challenges that 
need to be overcome. In the case of targeting biomarkers in skin matrices such as sweat or ISF, 
the sensor must be able to target analytes selectively and with short response times [1]. One of 
the biggest challenges for wearable sensors that analyse sweat or ISF is the reproducible 
extraction of fluid from skin in a facile and robust manner. Another factor to consider is how 
representative these fluids are with respect to blood, which is the gold standard diagnostic fluid. 
Current epidermal sensors require a defined sampling interval to allow ample time to pre-
concentrate or extract a sufficient volume of fluid. There is also a requirement for the epidermal 
sensor to be highly sensitive as concentration ranges found in the skin and sweat tend to be 
lower than blood. Despite these challenges, epidermal sensors are beginning to show great 
potential towards providing comprehensive continuous monitoring of an individuals’ health 
status. 
 
1.2 The skin organ 
The human skin is a complex organ that is composed of three main layers: epidermis, dermis 
and subcutaneous tissue (Fig. 1.2) and its functions include the protection of the body from the 
external environment, thermoregulation, and sensation [26]–[28]. The epidermis is the 
outermost layer of skin and it can be divided into four main layers depending on the state of 
keratinocyte differentiation and its main function is to act as a protective barrier from the 
external environment [26]. The dermis is the layer found between the epidermis and 
subcutaneous tissue and is composed of interstitial components such as collagen fibres and 
cellular components such as fibroblasts as well as blood vessels [26]. Due to the presence of 
collagen fibres, the dermis’ role is to give the skin its flexibility. The subcutaneous layer is the 
inner most layer of skin and is primarily composed of lipocytes (fatty tissue) [26]. This is the 
insulation layer which helps regulate body temperature and act as a protective layer for muscles 
and bones. 
The human skin has different properties and conditions which can be influenced by numerous 
body dependent factors such as age, skin type, gender and lifestyle [29]. These body dependent 
factors can influence human skin characteristics such as thickness, elasticity or hydration which 
also have an effect on the penetration of microbes and active cosmetic or topical treatments 
[29].  It also contains a plethora of biomarkers such as lipids, structural proteins and 
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inflammatory mediators that can serve as a “window” into the metabolic processes within the 
body [30]. 
 
Figure 1.2 Diagram of the skin showing the three main layers: epidermis, dermis and subcutis. 
Magnification (top right) shows the different layers of the epidermis from the stratum corneum 
to the basement membrane, reproduced from [31].  
 
Disease pathologies are also known to alter the molecular composition of skin and manifest 
itself as either a localised disease (i.e. atopic dermatitis, melanoma) or a systemic disease (i.e. 
diabetes) [30]. Such alterations in skin chemistry can offer valuable insight towards 
understanding human health. Researchers have gained interest in monitoring and 
understanding skin chemistry by using minimally or non-invasive approaches to sample and 
analyse skin, for example via its electrical properties or via matrices within the skin. 
 
1.2.1 The Stratum Corneum (SC) 
The stratum corneum (SC), the outermost layer of the epidermis is the first line of defence and 
is a region of high metabolic activity that is easily accessible for sampling. Both exogenous 
(i.e. environmental) and endogenous (i.e. genetic or hormonal) factors can compromise the 
protective nature of this skin barrier and cause both physical and chemical alterations in skin. 
These alterations in skin chemistry can have an impact on the structure and function of the skin 
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organ. The next sections will discuss the importance of skin barrier function and the different 
parameters that can be used to monitor skin barrier integrity. 
The SC layer is composed of layers of corneocytes in a lipid matrix and is commonly described 
as the ‘brick and mortar’ layer of skin. The corneocytes are flattened layers or ‘brick’ layers 
filled with keratin while the ‘mortar’ layer is a complex mixture of extracellular lipids such as 
ceramides, cholesterol and free fatty acids that provide permeability to the barrier [27]. 
Depending on the anatomical site, the depth of the SC in human skin can vary between 8-40 
µm [32].  
Proper development and maintenance of the SC is key to defending the body against chemical 
and microbiological attack as well as maintaining skin hydration [33]. Skin barrier impairment 
is the breakdown of the SC barrier allowing the penetration of irritants, allergens and microbes 
into the skin (Fig. 1.3).  
 
 
Figure 1.3 Schematic diagram of normal skin barrier function versus disrupted skin barrier 
function of the stratum corneum. 
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Skin conditions such as atopic dermatitis (AD), manifests itself as a skin barrier impairment 
and is one of the most prevalent skin conditions that affect adults and children [34]–[36]. It 
exhibits itself as a highly pruritic skin condition that commonly affects the face and flexural 
areas of the body and its histology has been described as a decrease in cornification and lipids 
[37]. This particular form of dermatitis has been related to different factors such as gene 
regulation and mutations [38] such as mutations in the filaggrin (FLG) gene [39], [40]. An 
individual with AD, has a damaged skin barrier that can easily allow for irritants or microbes 
to penetrate, which further induces dryness and inflammation or in worse cases infection in 
skin. Topical treatments such as moisturisers and emollients have been used specifically as a 
way of treating irritation and impairment of the skin barrier (Fig. 1.4)  [41]. However, the most 
common treatment for AD would be the use of topical corticosteroids in order to manage flare-
ups [42] which only provides temporary relief to patients. Therefore, monitoring the skin for 
early warning signs would be advantageous to individuals who suffer from these skin 
conditions. This has led to a significant interest in studying the skin barrier and different 
research groups have used commercial skin probes to monitor the water content and pH of the 
skin of patients with AD with the goal of deepening the understanding of the skin condition. 
 
 
Figure 1.4 Example of (a) dermatitis on the inner forearm due to lanolin before treatment and 
(b) after treatment, reproduced from [43]. 
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1.2.1.1 Skin impedance  
As discussed previously, the SC is the first line of defence and serves as a protective barrier 
against water loss. The effectiveness of this barrier and its permeability has been extensively 
tested using a approaches such as skin biopsies [44]–[46] and tape-stripping [47]–[49]. One of 
the most common methods used to characterise skin is through the use of impedance. 
Impedance is the measure of a materials opposition to the flow of alternating electric currents 
over a frequency range. Impedance is a complex number, which consists of a real and an 
imaginary part: 
Z =  𝑅 + 𝑗𝑋                     Equation 1.1 
where Z is the complex impedance and the real part (R) represents resistance, while the 
imaginary part (X) represents reactance and j is the imaginary number. In impedance 
spectrscopy, Nyquist and Bode plots are the two most common methods of displaying the 
generated data. The Nyquist plot shows the data as real (Z’) versus imaginary (Z’’), with every 
point providing the characteristics of the complex impedance per frequency. However, the 
primary disadvantage with this plot is that the frequency is not explicitly shown. In comparison, 
the Bode plot shows the phase and total impedance over the frequency range analysed. 
Resistance in a circuit dissipates power as heat, while reactance stores energy in the form of an 
electric or magnetic field. The impedance of skin can be modelled using circuit elements that 
consist of parallel and series combinations of resistors, capacitors and constant phase elements 
[1]. The skin is typically modelled by either making a distinction between the different 
microanatomical structures of skin, for example lipids would be modelled as capacitors and 
electrolytes as resistors, while another way of modelling skin would focus on structures of the 
skin that make the largest contributions to the electrical properties [50]. However, producing 
an electrical model of skin to fully mimic all the electrical processes in tissue using only simple 
circuit elements can be quite challenging. A commonly used circuit model for skin typically 
uses a resistor and capacitor or constant phase element (CPE) in parallel to represent the SC or 
the epidermis, while the underlying viable tissue or dermis is considered to be more conductive 
than the epidermis and is then typically modelled as a resistor in series [1]. Another 
consideration in modelling would be the mode of electrode contact because the impedance 
measured from skin depends on the contact or adherence quality of the electrodes on skin. 
Another consideration would be the frequency range used to measure the skin. The frequency 
range measured represents a mixture of different skin layers and different dispersion 
mechanisms. These dispersion mechanisms reflect the various components of biological tissue 
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and have been divided into three regions: alpha (α), beta (β) and gamma (γ) dispersions. 
Schwan was the first to identify these dispersions, indicating that the α-dispersion is found in 
the frequency region between mHz up to a few kHz which reflects the surface admittance of 
the membrane surface [51]. The β-dispersion is found in the frequency region between a few 
kHz to a few MHz and was related to the polarization effects and structural changes of the cell 
membranes while the γ-dispersions is found in the frequency region of a few hundred MHz to 
GHz and was related to the polarization of water molecules [51]–[53]. In order to fully under 
these dispersion mechanisms parameters such as electrode materials (contact and adherence), 
electrode configuration, frequency range used and depth of measurement penetration into skin 
should be considered and related back to these mechanisms as these parameters would have an 
effect on the skin impedance measured. 
The use of electrical impedance as a means to interrogate skin is a powerful technique to 
characterise the different layers of skin as well as detecting tissue alterations. Birgersson 
postulated that normal and abnormal tissue differ in electrical properties due to their cell 
structures, size and orientation and through the use and understanding of electrical skin 
impedance, different tissues can potentially be distinguished from each other [54]. It has been 
proven to be a technique of interest to monitor tissue water content [14], [15], [55], [56], 
investigate skin barrier integrity before and after chemical and mechanical damage [57], [58] 
as well as characterise and differentiate skin lesions [16], [59]–[61]. For example, the 
Nevisense (SciBase) is a diagnostic tool used to collect impedance data on skin lesions in order 
to differentiate between benign and malignant skin lesions [16], [59]. This device uses 
microneedle pins covered in gold to penetrate through the SC and adhere onto skin [16]. It  uses 
a high frequency (1.0 kHz to 2.5 MHz) to propagate the electrical impedance signal through 
tissue [59]. Helen at el., have demonstrated the development of a hypodermic needle integrated 
with an impedance sensor on the needle tip to detect changes in phantom tissue substances 
[61]. The performance of the needle was analysed by penetrating different tissue mimic layers 
(lard and conducting gel) while recording impedance at real time using a single frequency (10 
kHz). A lag in the measured impedance was observed as the needle passed through the 
boundary between the layer, the research group has attributed this to the impedance analyser 
[61]. However, their results show that this impedance sensor is capable of differentiating 
between fatty tissue mimic (lard) and conductive gel tissue mimic, where high impedances 
were recorded in the lipid layers and low impedances for the conductive gel tissue due to the 
present of ions in the gel mimic. This group demonstrates a minimally invasive approach for 
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detecting changes in internal tissue during clinical procedures in the future. Further 
investigation using the needle tip impedance sensor should consider testing on real skin tissue, 
which would give more valuable information as these layers are much more complex compared 
to simplified skin-tissue models. Overall, this group has shown that impedance is a promising 
technique that can be used to detect alterations in tissue which can potentially be used to 
differentiate normal and cancerous tissue using a minimally invasive method. Impedance has 
also been used for early detection of pressure ulcers. Swisher et al., have demonstrated the 
fabrication of a flexible device that can non-invasively map pressure induced damage [62]. 
Pressure ulcers develop when pressure is applied to a localised area in the body when an 
individual lies in the same position for a long period of time or if an individual has limited 
mobility. This flexible sensor array was composed of gold inkjet printed electrodes printed on 
a polyethylene naphthalate substrate and a conducting gel was used to reduce the influence of 
the highly resistive SC layer and improve adherence to skin. These flexible arrays were 
mounted on to skin and a frequency sweep of 100 Hz to 1 MHz was used to detect pressure 
induced tissue damage in-vivo on a rat model [62]. Using impedance spectroscopy across these 
flexible electrode arrays, the group observed that pressure damaged tissue had lower impedance 
compared to healthy or undamaged tissue. This decrease in impedance was attributed to the 
loss of cell membrane integrity. Their results demonstrates the feasibility of using impedance 
as a non-invasive method for the early detection of pressure ulcers. 
Skin impedance is dominated by the high impedance of the SC layer, which comprises of 
compressed, keratinised flattened cells, and its influence decreases when the frequency range 
increases [63], [64]. Martinsen et al. found by means of finite element calculations, that viable 
skin represented about 10% of the measured impedance at 1 kHz and represented about 90% 
of impedance at 100 kHz, concluding that the SC dominates the lower frequency region [65]. 
Heikenfeld et al. also showed that for measurement frequencies between 1 Hz to 10 kHz, the 
SC dominates the overall impedance of the electrode skin contact [1]. However, what has not 
been thoroughly considered is that the measured impedance can vary depending on the activity 
and density of sweat glands which can form conductive ionic pathways as well as the thickness 
and anatomical position of the SC layer can change the electrical properties of skin [66], [67]. 
Yamamoto et al. were first to investigate and elucidate the electrical properties of the SC using 
impedance spectroscopy via tape stripping studies and demonstrated the difference in electrical 
contributions of the SC from the viable skin [68]. It was found that the SC had a high resistance, 
which reduced upon the removal of the barrier. This trend was also observed by Aberg (Fig. 
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1.5) where high resistances were observed before stripping and a gradual decrease in resistance 
leading to the formation of a semi-circle in the Nyquist plot was seen after 90 tape strips, 
implying that the status of the SC dominates until viable skin was exposed [63].  
 
 
Figure 1.5 Nyquist plots depicting the influence of the barrier status of the SC before and after 
tape stripping, as the outermost layers of skin were removed a decrease in impedance was 
observed, reproduced from [63]. 
  
The hydration state of the SC has been well-researched, and stems from early work by Blank 
[69], [70]. According to Blank, the SC will be flexible as long as it contains 10-20% water but 
if it drops below 10% it could lead to skin barrier impairment [70]. An adequate amount of 
water present in the SC allows the skin barrier to remain intact giving the skin better elasticity 
and firmness. Electrical impedance has recently been used to monitor tissue water content of 
the skin barrier. Leveque et al. have explained that the keratin present in the SC is a medium 
of weak electrical conduction when it is dry [71]. Introducing water to the tightly bound keratin 
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chains allows the inter-chain spacing to expand as all water-binding sites of the keratin 
becomes occupied [72], [73]. From this, the water content and water-holding capacity of 
keratinized tissue in the SC governs the electrical impedance of the human tissue which can be 
used towards understanding skin barrier function. Therefore, skin tissue water content has been 
a parameter of interest for monitoring SC barrier function. In skin research, both transepidermal 
water loss (TEWL) and tissue water content have been used together to understand skin barrier 
function. Skin probes such as the Tewameter® and VapoMeter (Fig. 1.6a) have been used in 
clinical research studies to measure TEWL [74]. Skin tissue water content can be measured 
with commercial electrical skin probes such as the Corneometer® [75], [76], GPSkin Barrier® 
[76] and the Moisture MeterD (MMD) probes (Fig. 1.6b) [15]. These types of probes have been 
used in clinical research for quantitative evaluation of different parameters related to skin 
barrier function.  
 
 
Figure 1.6 Images of (a) sensing tip of GPSkin Barrier® probe, reproduced from [76] and (b) 
Delfin Moisture MeterD skin probes, reproduced from [77]. 
 
TEWL is the rate at which water vapour is lost from the body across the skin and it has been 
used to determine the efficiency of the skin barrier function [78]. When the skin barrier has 
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been compromised by a skin condition or by physical or chemical irritants, the barrier function 
is altered and an increase in TEWL is observed. TEWL can be calculated by measuring the 
water vapour pressure gradient of the skin surface, the measured vapour pressure is based on 
the relative humidity and saturated vapour pressure which are dependent on temperature. In 
this case, relative humidity is measured using a capacitive sensor while temperature is 
measured by thermoresistors which are located within the chamber of the skin probe. Different 
chamber approaches have been used to measure TEWL, the open chamber method and closed 
chamber method. Open-chambers are open to the surrounding atmosphere and thus are easily 
influenced by external air convection therefore a draft shield is used to reduce air convection, 
while closed chamber methods are a more recent design in which the measuring chamber is 
enclosed from the surrounding atmosphere and measurements are thus not influenced by 
external air convection [79], [80]. De Paepe et al., have conducted a study to compare open-
chamber (Tewameter®) and closed-chamber (VapoMeter) TEWL probes via in-vivo 
measurements of the human forearm [74]. It was noted that correct handling of the probes and 
standard ambient room conditions were important to achieve reproducible measurements 
because these have an effect on TEWL values measured [74]. Based on their tape-stripping 
study, it was observed that the VapoMeter gave significantly lower TEWL readings compared 
to the Tewameter® which could be a drawback for the closed chamber system. This lower 
reading was attributed to the fact that an open chamber system records stabilized TEWL values 
whereas the closed chamber system requires a few minutes to compute TEWL values based on 
the increasing rate of humidity within the chamber [74]. Despite this lower reading, both 
TEWL probes are still considered reliable for measuring TEWL as long as application pressure, 
humidity and temperature are kept consistent and a standardised protocol has been put in place. 
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Table 1.1 Measurement principles and measurement specifications for commercial skin probes 
that measure tissue water content. 
Skin probe Measurement 
Principle 
Frequency Stated 
Measurement 
Depth 
Ref. 
Corneometer® 
(Model 820 & 
Model 825) 
Capacitance 40-75 kHz 
(Model 820) 
0.9 to 1.2 
MHz (Model 
825) 
30 - 45 µm 
(Model 820) 
< 15 µm 
(Model 825) 
[76], [81], [82] 
GPSkin Barrier® Impedance 1 kHz - [76] 
Skicon®  
(Model 100 & 
Model 200EX) 
Conductance 3.5 MHz < 15 µm [81], [83] 
Delfin MMD Tissue 
Dielectric 
Constant 
300 MHz 0.5 - 5.0 mm [84] 
Nova DPM 
(Model 900 & 
Model 9003) 
Impedance up to 1 MHz 40-60 µm [81], [82] 
 
Some skin probes have been designed to assess the tissue water content of skin. The use of 
these devices to evaluate tissue water content of skin has been documented in both normal and 
diseased skin [47], [76], [85], [86]. They are regularly used to monitor the skin water content 
of individuals that suffer from AD [87]. However, many factors may influence these skin 
measurements which can impact the final interpretation of results. These probes use electrical 
methods for assessing skin tissue water content which are based on measuring impedance or 
conductance, as a function of one or more different stimulating frequencies [82] as tabulated 
in Table 1.1. Both impedance and conductance are frequency-dependent and deriving physical 
parameters such as resistance, reactance and capacitance can be complicated. Measurement 
from the skin probes typically use two electrodes to apply an electric field, where in impedance 
it measures the opposition to the flow of electric current through the skin and depends upon 
resistance and reactance, while capacitance is the ability of a system to store charge which is 
calculated from reactance only. A range of frequencies and different electrode geometries are 
used to measure tissue water content. The electric field distribution depends on the complex 
permittivity of the tissue, which depends on the distribution of polar materials (i.e. water or 
ions) with depth through the various skin layers [82] which can potentially be influenced by 
electrode geometry and frequency range. The Corneometer® (Model CM 825) consists of an 
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interdigitated array of gold electrodes that are 75 µm wide with an interdigitated spacing of 75 
µm [88], covered by a low dielectric vitrified material of 20 µm thickness that acts as the 
capacitive layer [75], [76]. Depending on the Corneometer® model, its stated measurement 
depth into skin varies between < 15 µm up to 45 µm, which is considered as a skin surface 
measurement. In contrast, the MMD probe uses concentric electrode configurations to measure 
deeper into the skin whereby the spacing between these concentric electrodes govern the 
effective measurement depth (0.5 to 5.0 mm depth) (Fig. 1.6b) [84]. Interdigitated electrodes 
compared to a concentric configuration reduce the contribution from the viable skin due to the 
close spacing between the electrodes [89]. This suggests that electrode geometry and electrode 
spacing of skin probes have an effect on the penetration depth measured.  
The Corneometer® (Model CM 825) uses a frequency range of 0.9 - 1.2 MHz for its 
measurement [75], [76]. Literature surrounding the Corneometer® claims a measurement depth 
of < 15 µm [81] so it can measure tissue water content of the SC layer, which was previously 
mentioned to be 8 – 40 µm depending on various factors. In contrast, the MMD probe measures 
tissue dielectric constant (TDC), a measure of the localised skin tissue water content and its 
changes. This probe employs a frequency of 300 MHz and uses a concentric electrode 
configuration to measure deeper into the skin [84]. At this high frequency the electromagnetic 
wave reflected by the probe can measure both free and bound water in the tissue [84]. This is 
assuming that at this high frequency the charge between the electrodes causes an electric field, 
where the dipoles of free and bound water in tissue align themselves with the generated field 
in order to measure water content. This suggests that measurements from the various 
commercial skin probes are calculated based on the permittivity of the tissue, the penetration 
depth based on the frequency range and geometry used. These parameters should be taken into 
account when comparing studies that use these commercial skin probes. Other factors such as 
device application pressure, anatomical site and environmental conditions should also be 
considered when comparing studies conducted by different researcher groups since there is no 
standardised protocol for measuring skin tissue water content. Another factor that can affect 
skin probes would be interference on the skin surface. Substances present between the 
electrodes and the skin such as oil and dirt may affect the readings. Despite these factors, skin 
probes are useful tools for evaluating water content and water loss which have been related to 
skin barrier function. For example, Angelova-Fischer et al. investigated tissue water content 
and TEWL to assess the skin barrier function of AD sufferers [87]. They observed lower tissue 
water content for AD sufferers, which increased steadily as the flare-up subsided indicating 
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that the skin barrier was repairing itself [87]. An increase in TEWL was also observed for AD 
sufferers, indicating that the damaged barrier was allowing water to evaporate at a high rate 
from skin, while TEWL rates were lower in uninvolved (control) sites [87].  
Another parameter that is important in skin barrier function is pH. The skin is known as the 
“acid mantle” due to its acidic pH which contributes to its optimal barrier function and has 
been broadly measured to be between pH 4.2 and 6.0 [90]. Research into pH and factors that 
affect it depend on both the external and internal influences [91]. Changes in pH has 
implications for the skin microbiome and enzymatic activity and elevations in pH can indicate 
dysregulation of the skin barrier function [92], [93]. Luebberding et al. showed skin pH ranges 
between 4.58 ± 0.29 and 5.12 ± 0.35 in healthy adult males and females, respectively [94]. 
However, disruption of the skin barrier function increases skin pH (pH > 6), and impairs 
healing by allowing bacteria or fungi to thrive [95], [96]. As such, dramatic alterations in skin 
pH can play a role in the pathogenesis of skin conditions.  
pH is typically measured using a flat head potentiometric pH probe [93], [94], [97]. These pH 
probes consist of a flat-topped glass electrode for full skin contact. It is connected to a voltmeter 
that can measure the electrical potential due to the activity of hydrogen ions surrounding the 
glass membrane at the top of the probe [94]. The glass electrode response is governed by the 
Nernst equation, which is the relationship between the potential of the electrode and the 
concentration of the hydrogen species in a redox reaction. By using the Nernst equation, it can 
predict the cell potential of reactions that depend on pH and it predicts that for 1 unit change 
in pH, the potential will change by about 60 mV. Thus the voltage generated by the probe 
depends on the hydrogen ion concentration of skin. The measured skin pH is based on the 
extraction of water-soluble components of the SC as well as secretions from sebaceous and 
sweat glands [98], which reflects the skins barrier function. Another method to detect pH is 
through colorimetric optical detection using pH sensitive dyes [99], [100]. In this case, pH 
sensitive dye changes colour when it comes into contact with skin or sweat. The measured 
colour change can be compared to a reference colour range which can be used to determine the 
pH. Recently, Rogers and L’Oreal launched a prototype epidermal pH sensor based on pH 
sensitive dyes. The platform harvests sweat from the skin surface and uses colorimetric pH 
senstive dyes to optically measure pH. Their epidermal pH tracker uses a smart phone for 
imaging the colorimetric dyes and an algorithm processes the colour change before and after 
exposure to sweat is used to estimate pH [99]. This technique relies on a visual comparison of 
the colour measured against a colour reference scale which would be advantageous and user-
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friendly when used in a wearable format for continuous monitoring. However, colour image 
processing can be a challenge because lighting and image capturing methods can influence the 
measured pH. 
 
1.2.2 Skin matrices and their diagnostic opportunities for monitoring health  
1.2.2.1 Sweat 
Sweat is a matrix of analytical interest because of its accessibility as it can be easily generated 
through exercise or it can be induced using the drug, Pilocarpine. There are three glands present 
in skin: eccrine, apocrine and sebaceous glands. Gland distribution at the skin surface varies 
across the body. Eccrine glands are distributed across the skin and have their functions in 
excretion and thermoregulation by secreting water and electrolytes [101]. Apocrine glands 
secrete proteins and odour precursors and are distributed on the axillae, areola of nipple, and 
genital areas [102]. Sebaceous glands mainly secrete sebum which lubricates the skin and have 
also been associated in the development of acne [103]. In this case, sweat is produced mainly 
from the eccrine and apocrine glands [104], [105]. Sweat is composed mainly of water with 
electrolytes, such as sodium and potassium, analytes such as urea and lactate as well as amines, 
amino acids and metal ions [104]. Monitoring the change in analyte concentrations can 
potentially act as indicators for clinical conditions or hydration status in athletes [11]. For 
example, Cystic fibrosis (CF) is a disease that has been related to changes in the transport of 
sodium and chloride resulting in the formation of mucus in organs such as lungs and intestines 
[105]. It is clinically diagnosed through sweat chloride testing using pilocarpine iontophoresis 
to stimulate sweat, which is then quantitatively analysed for chloride using a chloridometer 
[106]. Other methods have been used to monitor this disease through sweat, such as the use of 
a calix[4]arene based sodium ionophore to selectively detect Na+ in sweat in the form of a 
sweat sensor belt [107]. Participants wore this sensor during exercise to generate sweat and 
used a patch of polyimide/lycra® blend to wick fresh sweat into the sensor platform where the 
sodium ionophore selectively detected Na+ from sweat. It was observed that participants 
suffering from CF had high levels of sodium [107]. This indicates that the sensor belt can 
potentially be used to monitor sodium levels of individuals who suffer from CF. The use of 
enzymes is another method to detect analytes from sweat. Analyte information such as lactate 
from sweat can be detected using an enzyme-based approach. For example, an epidermal sensor 
has been developed to selectively detect lactate in sweat using lactate oxidase (LOx) which 
monitored lactate levels to evaluate anaerobic/aerobic status and assess physical fitness of an 
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individual [23]. Wang’s group fabricated a screen printed epidermal sensor that utilises a 3-
electrode system, where the working electrode was functionalised with LOx and the resulting 
sensor was used to record sweat lactate profiles during prolonged exercise via amperometric 
methods [23]. Using this epidermal approach, dynamic changes in sweat lactate levels were 
observed. Sweat has also been used to monitor pH change by utilising universal indicator dyes 
such as bromothymol blue, methyl red and phenolphthalein as these dyes yield colorimetric 
responses over the relevant range (pH 5.0 to 7.0) [99]. Rogers’ group have developed a 
wearable microfluidic patch that used optical detection by recording the colour change before 
and after exposure to sweat [108]. The research carried out developing this microfluidic pH 
patch has led towards the optimisation and production of the My Skin Track pH which will be 
discussed further in the section discussing epidermal sensors in this thesis. Overall, this 
demonstrates that sweat is a matrix that can be easily accessed because sweat glands are present 
all over the body and it can be used to detect analytes relevant to health. However, the main 
limitation of using sweat as a diagnostic matrix is sweat volume generation. Individuals have 
limited control in the amount and rate of sweat produced for sampling and analysis. Therefore 
techniques such as pilocarpine delivery or exercise are typically employed to generate large 
volumes of sweat.  
 
1.2.2.2 Interstitial fluid (ISF) 
The ISF is an attractive source of biomarkers. It is an extracellular fluid that surrounds tissue 
cells and has become a promising alternative source of biomarkers that can also be found in 
blood [109]. Analytes and small molecules found in blood and the surrounding vascularised 
tissue, such as glucose [110] and lactate [111] are readily exchanged by diffusion into the ISF 
[109]. As a result, the ISF is a good analytical skin matrix that can be used as a proxy for blood 
sampling, offering valuable information about an individuals’ health. However, accessing this 
fluid still requires minimally invasive methods such as reverse iontophoresis and microneedles. 
One of the first commercially available electrochemical sensors was the GlucoWatch®. This 
sampled the ISF using reverse iontophoresis and an enzyme to selectively detect for glucose. 
It used reverse iontophoresis to extract glucose from skin, whereby current is passed over the 
skin to drive glucose from the ISF towards the skin surface. A hydrogel disc containing glucose 
oxidase (GOx) selectively catalyse glucose molecules [110]. However, the production of the 
GlucoWatch® was later discontinued due to errors in reading and skin damage due to multiple 
hours of reverse iontophoresis [1]. Another method of sampling ISF is through the use of 
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microneedles. Microneedles can be classified as solid, dissolvable or hollow and materials such 
as metals and polymers have been used to produce microneedles [112]. However, the choice 
in materials for microneedle fabrication is an important consideration because it should have 
sufficient mechanical strength to penetrate the skin but it cannot be too fragile that the needle 
might break in the skin. Microneedle lengths can vary between 250 to 2000 µm [113]–[115] 
which penetrate and create pathways through the SC layer of the epidermis. Hollow 
microneedles are a sub-class of microneedles. It contains a hollow bore in the centre of the 
needle whereby when inserted into the skin it produces a channel in the skin layers that can be 
used for drug delivery or extract fluids [114], [116], [117]. One example used a silicone-based 
hollow microneedle array that consists of 200–350 µm tall needle shafts which was supported 
by a glass substrate [117]. This hollow microneedle array was applied onto the earlobe used to 
extract ISF and detect glucose using a commercial glucose testing strip placed in contact with 
the reservoirs of the microneedle array. This type of microneedle was fabricated using a rigid 
silicone material which can elicit a foreign body response if the microneedle tip breaks in skin. 
Although, other alternative approaches for extracting ISF using microneedles have been 
reported using soft polymer materials such as a swellable hydrogel microneedle platform based 
on methacrylated hyaluronic acid [118]. In this type of microneedle, the biocompatible 
hydrogel swells to extract ISF that contains the target metabolites such as glucose and 
cholesterol. An efficient recovery method of these analytes from the hydrogel patch post the 
extraction was critical for subsequent glucose and cholesterol analysis [118]. Despite being a 
promising diagnostic fluid, reliable sampling of ISF is still a challenge and is a minimally 
invasive technique. As well as this, microneedles damage the skin and thus induce 
immunological responses that can cause localised skin irritation. However, a recent innovation 
in microneedle sampling is the Abbott Freestyle® Libre™, a commercial wearable device that 
extracts ISF for glucose monitoring and has been intended to replace blood glucose 
measurements. This wearable sensor is discussed in more detail in section 1.3.3. 
 
1.2.2.3 Skin volatile emissions 
The human body emits hundreds of volatile organic compounds (VOCs) via the skin derived 
from glandular excretions [22]. VOCs have currently attracted considerable scientific interest 
as this matrix offers a promising non-invasive route towards monitoring and understanding 
human physiology. These VOCs can reflect the metabolic conditions of an individual and can 
be used to target disease-specific VOCs [119]. VOCs are emitted from the three skin glands: 
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eccrine, apocrine and sebaceous glands which were previously mentioned in the section that 
discussed sweat. Emitted VOCs are comprised of a variety of compound classes such as 
alkanes, acids, alcohols, ketones and aldehydes that can be from both exogenous and 
endogenous sources [47], [120]. It has been reported that using these volatile profiles can 
potentially differentiate between healthy and diseased groups, such as melanoma [121]. To 
sample VOCs from skin the volatile emissions are typically absorbed into porous materials 
such as gauze [122] or polymer matrices [47] in a head space format. The collected VOC 
samples are analysed via gas chromatography-mass spectrometry (GC-MS). However, due to 
their low concentrations a suitable sampling method such as a pre-concentration step is 
typically employed to enrich the target VOCs [123].  Head space, solid phase microextraction 
(HS-SPME) pre-concentration is a sensitive, non-invasive, solvent free and easily performed 
method for VOC sampling [22]. Skin VOCs sampling has been used to investigate volatile 
emissions before and after SC barrier disruption [47] as well as unique volatile metabolic 
profiles of melanoma [121]. It has also been used to establish predictors for malaria infection 
[124] and has recently been studied for specific volatile emissions relating to Parkinsons 
disease [122].  
 
1.3 Current state of the art in wearable and epidermal sensing 
Wearable sensors are dominated by commercial wrist watch sensors such as the Fitbit®. This 
type of wearable physical activity monitor has become widely used to allow individuals to 
monitor their physical activity. Recent research are moving beyond this by developing 
innovative epidermal sensors that are leading to personalised health care. As previously 
mentioned, the skin surface and other matrices can serve as “windows” into the metabolic 
processes of the body. Translating this into wearable sensors can leverage this opportunity, 
however the fabrication and development of these sensors comes with challenges. For example, 
these type of sensors require soft flexible materials for mechanical stability when worn on the 
body to achieve the goal of continuous real-time monitoring. Reliable sampling methodologies 
are also important to consider in order to accurately detect and analyse the target biomarkers 
from skin as well as the use of biocompatible materials with skin. 
As mentioned earlier, the GlucoWatch® was one of the first wearable biochemical sensors that 
was commercially deployed. This wearable device utilised hydrogel pads containing glucose 
enzymes to selectively detect glucose extracted from ISF via reverse iontophoresis [110]. The 
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glucose response was measured amperometrically by direct detection of H2O2 generated by the 
GOx catalysed reaction on the surface of a Pt-graphite working electrode. However, the 
GlucoWatch® ultimately failed as a product due to the repeated need for calibration and in 
some cases an unusual tingling sensation or skin damage after multiple hours of reverse 
iontophoresis [1], [110]. This demonstrates the challenges faced in the development of 
wearable chemical sensors compared to physical wearable sensors. The next sections will 
discuss the current innovations in wearable and epidermal sensing technology. 
The emerging field of epidermal sensors presents an exciting opportunity to move away from 
invasive sampling as well as have wearable sensors that more integrated to the body compared 
to bulky wearable devices. Epidermal sensors are a sub-class of wearable sensors that are 
directly adhered to skin. The research field of epidermal sensors have been dominated by 
groups of Wang and Rogers among others. Interestingly, Wang and Rogers recently described 
the SC as an information barrier from the point of view of epidermal sensing [1]. The skin and 
other externally facing tissue surfaces are by design barriers to chemicals that can be used as 
diagnostic biomarkers and therefore access to chemical analytes is only possible by measuring 
fluids secreted from the body such sweat, tears and saliva [1]. Their groups have demonstrated 
that epidermal sensing can be achieved by using methods such as reverse iontophoresis or 
pilocarpine iontophoresis to extract these fluids from skin to detect target analytes [125]–[128]. 
However, other approaches for epidermal sensing has been achieved and other research groups 
have shown that tracking the electrical changes of the SC can determine its effectiveness and 
permeability as a protective barrier which is also important for health monitoring [14], [15], 
[129], [130]. Another sensing approach using epidermal sensors track electrical activity such 
as electromyography (EMG) or electrocardiography (ECG) [131]–[133]. 
Wang’s research group have reported several tattoo-based epidermal sensors that employs 
screen-printing as a method of choice for fabrication. By directly screen-printing on to a 
temporary transfer tattoo paper substrate, they create epidermal sensors that directly adhere 
onto skin [134]. This group have developed screen-printable inks modified either for example 
by dispersing carbon fiber segments within the inks to enhance tensile strength [134] or by 
incorporating elastomeric materials such as polyurethane binders to induce stretchability [135]. 
These sensors rely methods such as defining electrode areas between the tattoo and skin to 
facilitate the flux of fresh perspiration over the sensor [23] or hydrogel coatings (i.e. agarose 
gel) on the electrode to contact the electrodes to skin to deliver the extracted fluid to the sensor 
[127]. They have shown that these screen-printed electrochemical sensors have the potential 
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for monitoring skin biomarkers such as ammonium in sweat [136] as well as glucose [127] and 
alcohol from skin ISF [137]  
Rogers’ research group has been another leading group in epidermal sensors. Their group has 
spent time understanding and exploiting the characteristics of soft materials to design skin 
conformal electronics and sensors. Their group uses lithography and etching techniques to 
design thin, low-modulus and stretchable epidermal sensors using materials such as polyimide 
and polymethyl methacrylate [14], [129], [138]. Innovative electrode geometries using 
serpentine and fractal designs have also been used to enhance stretchability of the epidermal 
sensors as well as encapsulation of these electrodes within soft polymer matrices to enhance 
robustness [14], [55], [138], [139]. Their developments in electronics integrated with soft 
materials for epidermal sensing have led to the deployment of two different epidermal sensors 
into market, the UV skin patch (Fig. 1.1a) [24] and more recently My Skin Track pH (Fig. 
1.1b) [25] co-developed with L’Oreal (La Roche-Posay). 
Both of these research groups have fabricated and optimised epidermal sensors to focus on 
changes in skin chemistry, such as using enzymes to target analytes from sweat as well as 
tracking its concentration change [127], monitoring changes in skin pH [100] as well as 
tracking alterations in the skins electrical properties due to hydration changes [15], [129]. These 
epidermal sensors and their sensing techniques among others will be discussed in detail in the 
next few sections. 
 
1.3.1 Physiological monitoring via the SC 
As previously discussed, the SC is a protective barrier against water loss. However, a damaged 
skin barrier typically seen in skin conditions such as AD allows for water loss and penetration 
of microbes and irritants. This causes excessive dryness and irritation of skin, therefore 
monitoring the water content of this barrier is a parameter of interest for these skin conditions. 
It can potentially predict and prevent flare-ups from manifesting or conditions worsening. 
Several commercial skin probes are employed in clinical research to understand and 
quantitatively evaluate the tissue water content of skin. However, currently these commercial 
skin probes are expensive and not accessible to the individual. Therefore, researchers are 
currently developing various epidermal platforms that can non-invasively monitor the skin 
barrier function via its tissue water content to help personalise this type of measurement. Tissue 
water content is typically characterized using skin impedance [14], [15], [55], [56], [140], 
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thermal conductivity [140], [141] and raman spectroscopy [142], [143]. Impedance, represents 
one of the most established forms of assessing skin barrier function as well as giving reliable 
and direct measurements, due to the strong influence of water content on conductivity and 
permittivity of the skin [55]. Commercial probes have demonstrated the use of impedance for 
measuring tissue water content and now this approach is being used by epidermal sensors to 
monitor skin tissue water content. 
Rogers’ research group was the first to develop a truly conformable epidermal sensor that 
utilises impedance to track electrical changes in skin that correlate to tissue water content. The 
group uses lithography and reactive ion etching to fabricate an array of gold concentric 
serpentine electrodes (Fig. 1.7a, top left, inset) coated in a thin polymer matrix (approx. 5 µm), 
where both the serpentine design and polymer encapsulation was used to accommodate for the 
mechanical strain put on the platform when worn on the body (Fig. 1.7a, top left) [14]. This 
group have performed extensive studies using different patterns of stretchable periodic 
serpentine or fractal geometries for conducting tracks to determine its impact on mechanical 
strain. They have shown that different repeated line and loop patterns of conducting tracks can 
achieve mechanical strain limits suitable for epidermal sensor use [138]. In particular, the 
serpentine pattern commonly used as a conducting track in their epidermal platforms can 
achieve elastic stretchabilities between 6 - 61%, which depends on the arc angle of the 
serpentine patterns and application of the overall sensor platform [138]. Their group has used 
this platform to perform impedance to determine tissue water content in skin using a frequency 
range between 15 - 95 kHz, where they observed that their platform had the highest sensitivity 
at low frequencies [14]. The impedances measured for the inner forearm ranged between 25 
and 50 kΩ, where an increase in impedance correlates to a decreased water content, which was 
related to a decrease in electrical conductivity of the keratinized tissue (Fig. 1.7a, bottom left). 
A MoistureMeterSC Compact (Delfin Technologies) was used to validate the epidermal sensor. 
Shanshan et al. also fabricated an epidermal hydration sensor (Fig. 1.7b, top right). This 
platform utilises an interdigitated electrode design based on soft conducting materials [15]. The 
finger lengths of the electrodes were 20 mm with 2 mm spacing fabricated using a 
polydimethylsiloxane (PDMS) mask. Silver nanowires dispersed in ethanol (average length, 
10 µm and diameter, 90 nm) were drop-cast into the area defined by the mask and was heated 
to evaporate the ethanol [15]. This was then coated with another layer of PDMS to act as a 
support for the electrodes and a self-adhesive substrate was used to attach the sensor to skin. 
This platform utilises an interdigitated design, whereby the 90˚ bends would be considered 
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points of fracture. The overall thickness of the device was not reported. In Rogers’ approach 
the concentric electrodes had smooth edges and curves with a substrate thickness of approx. 5 
µm, both of which were considered key to reduce mechanical strain endured by the platform. 
Despite the geometry, when this interdigitated silver nanowires/PDMS was used as a strain 
sensor and it was able to record capacitive change as a function of tensile strain up to 100% 
which is far beyond that of a traditional thin film strain sensor [15]. This platform was also 
used to measure skin tissue water content. It was capable of measuring impedances approx. 
between 1 to 3 kΩ on the inner forearm at 100 kHz (Fig. 1.7b, bottom right) [15]. These 
impedance values were lower compared to measurements by Rogers’ serpentine gold hydration 
platform, which was likely due to the differences in frequency range, electrode materials, and 
geometries. Despite these differences in impedance values recorded, the relative change 
observed for increasing and decreasing water content were the same.  
 
 
Figure 1.7 (a) Image of Rogers epidermal wearable based on concentric electrodes,  
reproduced from [14] and Shanshan et al. epidermal wearable based on interdigitated 
electrodes, reproduced from [15] and its corresponding data tracking electrical changes due 
to changing tissue water content overtime. 
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Another example of an innovative epidermal sensor is the UV skin patch co-developed by 
Rogers with La Roche-Posay. The patch is an ultra-thin (approx. 600 µm) breathable sensor 
that contains UV sensitive dyes that change colour upon exposure to UV radiation. UV 
radiation is comprised of UVA and UVB rays, where UVA rays penetrate deep into the dermis 
layers of skin and UVB rays superficially penetrate into the epidermis [144]. However, UVA 
rays are typically higher than UVB rays and literature data indicates that UVA rays potentially 
contribute to skin ageing and skin cancer [145], [146]. Rogers’ group have proposed the use of 
colorimetric chemistries for UV detection in their epidermal UV patch. The chemistry for the 
UV detection involves a combination of a photoacid generator such as (4-
phenoxyphenyl)diphenylsulfonium triflate (PPDPS-TF) and colour changeable dyes such as 
crystal violet lactone and Congo red for UVA and UVB detection [147]. The absorption of UV 
photons by the photosensitive activator generates an activated species that induces a change in 
the colour of the dye [147]. The photoacid generator is the PPDPS-TF, when it absorbs light it 
becomes more acidic which is detected by the pH sensitive dyes and induces the colour change 
in the UV patch, in this case the dyes change from colourless to bright colours with decreasing 
pH [147]. The UV patch was fabricated by roller printing the reference colours on a permeable 
polyurethane (PU) film (16 µm), the UV ink and blockers are screen-printed on top. Below the 
PU film a near field communications antenna was incorporated for wireless detection. This 
ultra-thin UV patch uses an adhesive patch to adhere to skin and its elastic properties allow for 
conformal contact with skin for continuous wear for up to 5 days. Optical imaging of the dyes 
were done before and after UV exposure and the change in colour is quantified with regards to 
the reference dyes. The application algorithm used was designed to determine the user’s UV 
exposure by colour quantification as well as perform lighting correction [24]. It was validated 
against UV dosimeters and their analysis show strong correlation between the commercial 
dosimeters and UV epidermal patch picture analysis [24]. This UV skin patch was the first of 
its kind to be used in a large population to investigate skin UV exposure across a range of 
geographical locations. 
Epidermal sensors have also been designed to intimately contact the skin to measure electrical 
activity such as electromyography (EMG), electroencephalography (EEG) and 
electrocardiography (ECG) [18], [131], [132], [148]. When monitoring electrical activity in the 
body via the skin, understanding the electrode-skin interface is crucial as this can determine 
the quality of the signal [149], [150]. Typically wet or semi-wet electrodes are used for these 
applications, however it would be more ideal to develop a wholly dry electrode system for this 
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application, given the deleterious drying effects over time for wet electrodes [15], [150]. For 
example, Greco et al. demonstrated the fabrication of conductive nanosheets by inkjet printing 
poly(3,4-ethylenedioxythiophene) polystyrene sulfonate (PEDOT:PSS) as temporary tattoo 
electrodes [131], [132]. The PEDOT:PSS tattoo electrodes had an overall thickness between 
600-1200 nm and were capable of intimately contacting the rough skin surface, maximising 
the sensing area (Fig. 1.8a, top left) [132]. When the platform was subject to mechanical stress, 
the first stretch applied to the epidermal tattoo caused an irreversible change in resistance and 
an incomplete recovery to resistance was observed after 10% strain [131]. Although the sub-
micrometre thickness of the tattoo nanosheets allowed for ultra-conformability to the complex 
surface of the skin, its functionality is limited by the amount of mechanical stress endured. 
These tattoo electrodes were used for surface electromyography (sEMG) and the recorded 
signals were compared with those recorded by state-of-the-art pre-gelled Ag/AgCl electrodes. 
Time domain and spectrograms of the EMG signals recorded during three series of grasping at 
different pressures (2, 3, 5 psi) (Fig. 1.8a, bottom left) and the measurements for both tattoo 
EMG electrodes and standard gel electrodes matched well at all contraction levels [131]. 
Another example of measuring electricity activity via the skin was demonstrated by Ren et al. 
where magneto-rheological lithography was used to fabricate microneedle array electrodes 
(MAE) [148]. These microneedle arrays were connected to conducting serpentine patterns 
directly printed on a 25 µm thick polyethylene terephthalate (PET) film to form the electrode 
platform (Fig.  1.8b, top right). Utilising the serpentine design with a thin substrate enhances 
the mechanical deformability and prevents fracture by decreasing the induced strain [148]. This 
epidermal wearable platform used 500 µm length needles to overcome the resistance of the SC 
barrier and reduced motion effects ensuring reliable monitoring of bio-signals. The electrode-
skin interface impedance was monitored between 20 Hz and 10 kHz and its performance 
measuring different electrical signals were evaluated. The flexible MAE was able to record 
ECG, EMG and EEG signals. However, the dynamic ECG signal recorded by the flexible 
epidermal microneedle array was the most distinguishable and introduced the least signal noise 
(Fig.  1.8b, bottom right) [148]. This demonstrates the potential of a wearable microneedle 
arrays for ECG monitoring. However, as discussed earlier microneedles are a minimally 
invasive approach of contacting skin that have the potential to elicit an immune response which 
is not ideal. 
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Figure 1.8 (a) Image of the PEDOT:PSS based epidermal sensor on forearm and comparison 
of the EMG signals recorded by the epidermal sensor versus standard gel electrodes during a 
series of different contraction levels, reproduced from [131] and (b) image of the epidermal 
microneedle array during flexing and adhered on the forearm as well as the comparison of 
electrical signals recorded by the epidermal sensor against standard wet and dry electrodes, 
reproduced from [148]. 
 
1.3.2 Biomarker analysis in sweat 
As previously discussed, sweat is a sampling matrix that is easily accessible and can be 
conveniently sampled from different locations of the body. Epidermal sensors have exploited 
this which has led towards innovative sweat sampling approaches and in-situ analyte detection. 
Wang’s research group has used iontophoresis to deliver a sweat inducing drug and subsequent 
enzyme-based detection for alcohol monitoring in sweat [126]. This tattoo platform consists of 
iontophoretic electrodes and a 3-electrode electrochemical cell, whereby the electrode system 
consisted Ag/ AgCl reference electrode while the counter and working electrode were printed 
with conductive carbon [126]. Alcohol oxidase (AOx) was then enzyme used to selectively 
detect ethanol from sweat. It was immobilized on the working electrode by drop-casting with 
bovine serum albumin (BSA) and chitosan, which was covered with agarose gel containing 
phosphate buffer saline (PBS) to provide consistent and stable electrolyte level. This enzyme-
based detection relies on a Prussian-Blue mediator to detect changes in current due to the 
production of H2O2 generated from the AOx enzymatic reaction based on alcohol content of 
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the skin. Initially, calibration plots were obtained using 3 mM increments of the ethanol 
concentration, up to 36 mM in the buffer solution which corresponded to ethanol levels in sweat 
[126]. On-body alcohol monitoring with participants using this epidermal sensor was validated 
against a commercial breathalyser and has shown that it was capable of detecting changes in 
current related to alcohol consumption. However, it was noted that even though the participants 
consumed the same amount of alcohol, the blood alcohol content measured by the breathalyser 
varied which was attributed to their different alcohol metabolisms. Overall, this group has 
shown proof of concept of an epidermal sensor that monitors alcohol levels from sweat using 
enzyme-based detection which can potentially be used for continuous monitoring to warn 
individuals when they have consumed their alcohol limit. 
A non-enzymatic approach for sweat analysis was demonstrated by Zaryanov et al. by 
modifying a commercial screen-printed sensor to selectively detect lactate [128]. The 
commercial screen-printed sensor has a carbon working electrode and carbon counter 
electrode. The working electrode was modified by electropolymerization of 3-
aminophenylboronic acid (3-APBA) on to the electrode surface [128]. Phenylboronic acids 
(PBA) have been known to selectively bind to compounds with 1,2- and 1,3- diol 
functionalities, such as sugars and α-hydroxls such as lactate [151]. In order to reduce the 
influence of interference and further improve affinity to lactate, molecular imprinting (MIP) of 
lactate was also utilised. In MIP, 3-dimensional cavities are created within a polymer matrix 
complementary to size, shape, and functional group orientation of the target molecule [128], 
[152]. The size and shape of these cavities allow the target molecule to occupy the space for 
selective detection. By using PBA and MIP, the group has modified the sensor to selectively 
detect lactate in sweat. This modified sensor uses impedance to measure the response of the 
electrodes and an equivalent circuit was used to extract the resistance value attributed to lactate. 
It was observed that relative resistance decreased, as lactate concentration increased and lactate 
detection using the modified sensor is possible in the range from 3 to 100 mM, which 
corresponds to its concentration in human sweat [128]. However, this modified sensor was not 
subjected to in-vivo testing. The sweat was collected from participants using a Macroduct 
Sweat Collector, which uses pilocarpine to induce sweat production. This sensor was validated 
against a biosensor that uses enzyme-based detection and it was observed that the lactate 
concentration in sweat obtained by the modified sensor was in good correlation with the values 
obtained by the reference method. This demonstrates that a modified sensor that utilises PBA 
and MIP was valid for selective lactate detection in human sweat. 
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Another example of sweat analysis was through the use of ion-selective electrodes (ISE) 
integrated into a wearable platform. Glennon and co-workers have used a sodium ionophore  
to selectively detect Na+ ions potentiometrically in sweat (Fig. 1.9a) [10]. Their prototype 
epidermal platform uses a microfluidic chip that contained an absorbent material to wick sweat 
from skin and across modified screen printed carbon electrodes. This microfluidic chip was 
housed in a pod-shaped platform so it can be worn on the body similar to wearing a watch. In 
their study, the ISE and reference polymer membranes were prepared by drop-casting these 
onto screen printed carbon electrodes before being placed in the housing unit [10]. During on-
body trials, the platforms were pre-primed before use with 10-4 M NaCl to provide full contact 
with the electrodes and skin as well as establish a stable baseline to enable the arrival of sweat 
to be observed as a rapid increase in signal. The detection of sweat was observed as an increase 
in potential as Na+ concentration increases. This wearable platform relies on an adjustable strap 
tightly wrapped around the limb to keep the device from losing contact with the skin and to 
ensure a steady flow of sweat was wicked towards the electrodes for detection. In order to 
generate high volumes of sweat, the participants were required to perform high intensity 
exercise with the wearable device strapped to their limb. This group has shown a novel 
wearable approach using a housed microfluidic chip that enables real-time potentiometric 
detection of Na+ concentrations in sweat.  
 
 
Figure 1.9  Images of the (a) components for SWEATCH, a sodium detection platform and how 
it is worn on the arm, reproduced from [10] and (b) epidermal sensor that uses a detachable 
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microfluidic system and a phone system for wireless communication and acquisition to detect 
various analytes in sweat, reproduced from [108]. 
 
Epidermal sensors have also been developed to detect sweat pH. The pH of sweat ranges from 
pH 5-6 and becomes more acidic with evaporation which is controlled by lactic acid and its 
volatile derivatives such as acetic and propionic acid, while sweat becomes alkaline due to 
ammonia build up linked to bacterial action [91]. Wang’s group have developed an epidermal 
platform for real-time potentiometric monitoring of pH in sweat [153]. This epidermal sensor 
uses a polyaniline-based solid-contact ISE on screen printed electrodes printed on temporary 
tattoo paper to fabricate a pH sensitive wearable. For proper contact between the two electrodes 
and analyte solution, a rectangular-shaped region was defined around the reference and ISE 
electrodes. Polyaniline, a conducting polymer can be used to detect pH through its electrical 
response. The pH-sensitive conductivity of polyaniline is due to the reversible protonation 
process between the emeraldine salt and base forms [154]. The resulting platform showed rapid 
and near-instantaneous potentiometric responses to pH changes between pH 3-7 during in-vitro 
testing, which encompasses the pH range of human sweat [153]. Real-time pH sensing using 
this platform was carried out on a participant on a stationary bike and has shown that 10 min 
of cycling was required before a response was generated by the tattoo platform indicating that 
a high sweat flow was required to establish a stable pH reading [153]. However, once a high 
rate of sweat was generated, this platform was capable of detecting sweat pH that correlated 
with a glass pH electrode. 
Sweat pH monitoring has also been integrated with Ca2+ detection. Ca2+ levels in sweat are 
dependent on pH [155], [156] and low levels of Ca2+ has been linked with hypocalcemia [157]. 
Nyein and co-workers have used an electrode array for their epidermal sensor which was 
patterned on PET using photolithography and then coated in an insulation layer. The electrode 
areas for Ca2+ detection and pH detection were defined using photolithography. This research 
group also used polyaniline for detecting pH changes, while a calcium ionophore-based sensor 
was used to selectively detect Ca2+ in the same platform [155]. Real-time on body trials using 
this epidermal platform required the subjects to cycle for 10 min to generate enough sweat for 
analysis. It was observed that the measured potential on the Ca+ electrode decreased as Ca2+ 
concentrations decreased and potential increased on the pH electrode as pH decreased. Real-
time on-body analysis shows that concentrations of Ca2+ decreased with increasing pH which 
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was consistent with inductively coupled plasma - mass spectrometry (ICP-MS) and pH probe 
measurements [155], [157]. These on-body results affirm the potential of epidermal sensors in 
personal healthcare and in this instance real-time continuous analysis can alert the wearer 
regarding excessive loss or rise of electrolytes. 
Rogers and co-workers have also recently developed a sophisticated epidermal wearable 
devices for sweat sampling and analysis. Their wearable chemical device was fabricated using 
lithography techniques as well as utilise thin, soft silicone materials such as PDMS to form the 
microfluidic system that samples and analyses sweat [99], [108]. This epidermal sensor was 
capable of sensing multiple parameters in sweat such as total sweat loss, pH, lactate, chloride, 
and glucose [99], [108]. Their first iteration of the microfluidic platform had the colorimetric 
sensor embedded in the device. Designated reservoirs contained the colorimetric assays to 
detect pH, chloride glucose, and lactate. A universal pH indicator that includes dyes such as 
bromothymol blue to produce a colorimetric response for pH detection, while colorimetric 
detection of chloride involved competitive binding between Hg2+ and Fe2+ with 2,4,6-tris(2-
pyridyl)-s-triazine (TPTZ) [99]. In the presence of chloride ions, iron ions (Fe2+) bind with 
TPTZ, whereas Hg2+ participates as HgCl2, thereby inducing a change in colour. Glucose and 
lactate concentrations were analysed by enzymatic reaction and the colour change induced by 
these reactions was used to correlate the concentration of the analytes to the relevant 
concentration in sweat. However, this platform was limited to single use and it did not afford 
real-time tracking of changes in analyte concentration because the reservoirs containing the 
colorimetric assays were embedded in the platform [99]. This issue was since resolved by 
developing a disposable microfluidic system that can attach/re-attach to and from the platform 
using small magnets (Fig. 1.9b) [108]. The microfluidic layer containing the colorimetric 
reagents and enzymes can be detached from the layer containing the electronic components via 
small magnets. In this new iteration, the platform detects glucose and lactate based on the 
generated electrical signals proportional to their concentration in a manner similar to the 
operation of a biofuel cell where the catalysis or enzymatic activity is used for energy 
production [108]. This eliminates the need for a potentiostat. The lactate sensor for example, 
uses an anode that consists of carbon nanotube (CNT) paper to provide a conductive, high–
surface area substrate to immobilize LOx enzyme for selectively catalysing lactate oxidation 
and the redox mediator, tetrathiafulvalene for shuttling electrons between enzyme active sites 
and the underlying CNT paper [108]. Chitosan and polyvinyl chloride membrane coating was 
used to minimize leaching of the enzyme and the mediator from the electrode. A similar 
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approach was used for the glucose sensor, however GOx enzyme was directly dispersed in 
Nafion to ensure rapid interaction of glucose with the enzyme due to high ionic conductivity. 
The voltage generated across these biofuel cell–based sensors was proportional to the 
concentration of the glucose or lactate present. The colorimetric aspect of the epidermal device 
utilises silver chloranilate, which complexes with chloride ions to generate a species with a 
distinct purple colour when intensity is proportional to the chloride concentration and pH-
sensitive dyes was used for determining pH. The change in colour was compared to colour 
reference markers, lightness values for the chloride assay and the R value from a red, green, 
blue (RGB) colour model for the pH assay. The resulting epidermal platform combines the use 
of an electronic and microfluidic functionality in one platform that simultaneously monitors 
multiple parameters which is highly advantageous and has culminated in the commercial 
development of the wearable pH sensor, My Skin Track pH (Fig. 1.1b).  
 
1.3.3 Biomarker analysis in ISF 
ISF is a matrix that is a rich source of biomarkers because it fills extracellular space in tissues, 
which means that ISF biomarkers can provide systemic information due to their origins in 
blood [158]. There are limited techniques for ISF sampling, including reverse iontophoresis 
[110], [159], suction blisters [160], [161], and microneedle patches [111], [114], [158], [162], 
[163]. As previously discussed, the GlucoWatch® was an example of a wearable sensor for 
extracting ISF using reverse iontophoresis. However, this sensor was discontinued because 
long periods of reverse iontophoresis caused skin damage. Suction blistering is another 
approach to extracting ISF, a vacuum is applied to a skin area. The suction separates the dermis 
and epidermis, and fluid from the surrounding tissues fills the gap, creating a blister and the 
blister fluid is extracted with a needle. This approach is time consuming because a vacuum has 
to be achieved in order to form the blister. It is also uncomfortable because it forms a pocket 
of fluid that could burst and become infected.  
Recently, innovations in microfabrication and materials have progressed the development of 
microneedles into diagnostic sensors that can access ISF. For example, Bollella et al. have 
demonstrated the fabrication of a microneedle array for simultaneous monitoring of lactate and 
glucose in ISF [111]. This microneedle array was comprised of polycarbonate and consisted of 
64 microneedles arranged as 4 x 4 arrays. Three of the arrays have been metallized in gold by 
electro-deposition of Au-multiwalled carbon nanotubes, while one array was metallized in 
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silver [111]. The gold electrodes were further modified by electropolymerization of methylene 
blue which functions as a mediator for the LOx and FAD-Glucose dehydrogenase enzymes. 
The LOx and FAD-Glucose dehydrogenase enzyme were drop-cast on separate microneedle 
arrays. To electrochemically characterise the microneedles, the modified microneedle arrays 
were tested on chitosan/agarose hydrogel embedded with artificial ISF. Amperometry was used 
to detect the enzymatic reactions from the surface of the microneedles. The lactate working 
electrode was capable of detecting linear ranges between 10 – 100 µM, while the glucose 
working electrode detected a linear range between 0.05 – 5 mM  [111]. Their work has 
demonstrated the potential of However, these tests were carried out on artificial ISF in hydrogel 
skin mimics therefore further tests are required to evaluate the biocompatibility of these 
microneedle arrays in vivo. 
As previously mentioned, hollow microneedles are a sub-class of microneedles that contains a 
hollow bore in the centre of the needle whereby when inserted into the skin it produces a 
channel in the skin layers. This class of microneedle has been used for drug/therapeutic delivery 
[164], [165] and extraction of fluids [114], [117], [166]. Recently, hollow microneedles have 
been modified by integrating responsive materials or miniaturised sensing systems within the 
hollow bore of the microneedle. For example, Miller et al. developed a hollow microneedle 
sensor where each bore had been filled with a modified carbon paste material that was tailored 
to detect pH, glucose, or lactate [167]. Flat flexible cable assemblies were used to prepare the 
sensor devices and laser ablation was used to create openings in the polyester insulating layer 
to the tin-plated copper conductors. These openings were filled with the modified carbon 
pastes. One of the modified pastes was a glucose oxidase paste that consisted of GOx mixed 
with polyethyleneimine, rhodium on carbon and mineral oil, similar materials were also used 
to fabricate the lactate oxidase paste but LOx was used for selective detection of glucose [167]. 
The pH paste consisted of graphite, mineral oil and a Fast Blue RR salt. The hollow 
microneedles were comprised of an acrylate-based polymer and the hollow microneedle pattern 
was fabricated using a lithography approach. These hollow microneedles were aligned and 
adhered on top of these openings with double-sided tape. This was tested in a 3-electrode 
chemical cell against Ag/AgCl reference and Pt counter electrodes. Glucose and lactate were 
detected based on enzymatic reactions and this sensor was capable of detecting concentrations 
between 2 to 12 mM for both analytes. For detecting alterations in pH, a pH range of  5 to 8 
and the response was measured by evaluating the shift of the anodic peak potential position of 
the quinone moiety on the immobilized Fast Blue RR salt [167]. Many implantable continuous 
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monitoring systems succumb to biofouling when adhered to skin, therefore a coating material 
was investigated. Lipidure®, a copolymer of butyl methacrylate and 2-methacryloyloxyethyl 
phosphorylcholine, was chosen as the coating material. Uncoated and Lipidure® microneedles 
were tested and it was observed that there was uniform macrophage coverage on the uncoated 
materials; on the other hand, the coated materials displayed little to no biofouling [167]. This 
group demonstrated the fabrication of a hollow microneedle-based sensor that was capable of 
detecting multiple analytes in physiologically relevant tissue environments as well as reduce 
biofouling by using a biocompatible polymer coating. This microneedle array can potentially 
be used as an epidermal sensor for multiple analyte detection in ISF but further studies would 
be required to determine its sensing capabilities in-vivo. 
Ribet et al. developed another interesting example of a hollow microneedle integrated with an 
electrochemical sensor for glucose monitoring [162]. This hollow microneedle patch consists 
of a miniaturized electrochemical sensing probe and a single silicon-based needle (700 µm, 
length). The developed sensor is a 3-electrode electrochemical enzymatic- based glucose 
sensor, where platinum electrode deposition was employed to fabricate the 3 electrodes, while 
GOx and BSA was used to functionalise the working electrode. To crosslink the enzymatic 
membrane, glutaraldehyde was used. This modified electrode was slotted into the hollow 
needle and by facing the sensing electrodes on the tip of the hollow needle towards the dermal 
space of skin, real-time measurements can potentially be performed. As a proof of concept, 
amperometric in-vivo performance of the electrode was tested on a human forearm. It was 
observed that this microneedle sensor had a similar trend with the blood glucose data collected 
via finger prick method, with only approximately 10 min of lag time between their microneedle 
sensor and commercial glucometer [162]. These research groups have shown the potential of 
microneedle platforms for the extraction and analysis of ISF using innovative designs and 
materials. However, their studies did not fully address the issue of safety and the possibility of 
pain or discomfort caused by insertions into skin.  
A less invasive approach of extracting ISF was through the use of reverse iontophoresis to 
extract ISF by passing a current over the surface of the skin. Wang’s research group have 
presented an enzyme-based epidermal tattoo platform that combines reverse iontophoretic 
extraction of glucose from ISF and amperometry to detect changes in current due to glucose 
levels [127]. Similar to their epidermal alcohol sweat sensor, this epidermal glucose sensor also 
uses an enzyme, GOx and Prussian-Blue mediator. It was important to ensure proper contact 
between the skin and the platform during reverse iontophoresis for efficient glucose extraction 
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and to avoid skin irritation. Therefore additional Ag/AgCl reverse iontophoresis electrodes and 
hydrogel coatings were incorporated for efficient extraction and delivery of ISF to the 
electrodes [127]. This epidermal sensor was able to linearly respond to glucose between 10 - 
100 µM, which is broadly within range of blood glucose levels (3-8 mM healthy people and 2-
40 mM in diabetics [168]). As proof of concept, the epidermal glucose sensor was used for on-
body trials where glucose levels were monitored before and after food consumption and was 
found to be capable of detecting spikes in glucose levels due to food consumption. However, a 
delayed sensor response was observed due to the low current density (0.2 mA/cm2) used to 
extract the ISF which slowed down extraction causing a lag in the observed glucose response 
[127]. Glucose levels in the ISF closely follow blood glucose, albeit with a slight time delay 
which has been estimated to be between 5-10 minutes [169]. Wang’s research group had to 
compensate for this sensor lag by asking the participants during on-body trials to fast, followed 
by food consumption to detect the spike in glucose levels.  
Wang’s research group has further modified an epidermal platform for simultaneous detection 
of analytes in sweat and ISF using a single epidermal platform. This epidermal platform 
demonstrates induction of sweat via transdermal pilocarpine delivery, alongside extraction of 
the ISF [125]. The dual iontophoretic system combining two iontophoretic operations was 
demonstrated, for the first time, with iontophoretic ISF extraction at the cathode compartment 
and iontophoretic delivery of the sweat-inducing pilocarpine agent at the anode compartment 
(Fig. 1.10). This iontophoretic-based sensor was based on two mechanisms, electrorepulsion 
and electro-osmosis. The epidermal sensor delivers the positively charged pilocarpine drug at 
the anode by electrorepulsion (iontophoretic delivery), allowing the delivered drug to generate 
sweat, which was localized at the pilocarpine loaded gel in the anode compartment [125]. 
Simultaneously, cationic electro-osmotic flux toward the cathode was due to the overall 
negative charge of human skin, leading to the migration of positive ions and of neutral 
molecules, such as glucose [125]. 
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Figure 1.10 Schematic representation of the iontophoretic set-up of the epidermal platform for 
simultaneous monitoring of alcohol in sweat and glucose in ISF from skin, reproduced from 
[125]. 
 
This dual measurement epidermal sensor incorporated an amperometric biosensor at the anode 
to measure alcohol in generated sweat, while the another biosensor at the cathode detected the 
extracted ISF glucose [125]. Both electrodes were composed of a screen-printed 
electrochemical cell using Prussian blue mediator, the corresponding enzyme bioreceptors 
(GOx for glucose and AOx for alcohol), and chitosan for enzyme immobilization. On-body 
tests involved the consumption of food and alcoholic beverages to induce spikes in blood 
glucose and alcohol levels. The subjects showed an increased response in blood glucose and 
alcohol levels. Although, this prototype was demonstrated on healthy subjects, future efforts 
using this glucose-alcohol sensor will focus on larger population studies for monitoring glucose 
and related alcohol effects in diabetes and pre-diabetes subjects. This new hybrid platform 
shows the potential of a dual fluid sampling and analysis platform.  
Abbott have recently launched a wearable glucose monitoring system called the Freestyle® 
Libre™ [170]. This device (35 mm x 5 mm) houses a thin microneedle which can be inserted 
into skin to access the ISF and can wirelessly monitor glucose levels over 14 days [170], [171]. 
This wearable glucose monitoring system uses enzyme-based electrochemical detection using 
a screen printed platform. This wearable system is worn on the upper arm and a hand-held 
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reader is used to scan the sensor to receive a glucose result along with historic results with a 
15-min frequency for up to 8 h [170]. The device has been evaluated against blood glucose 
measurements and has shown that the Freestyle® Libre™ has an overall accuracy similar to 
continuous blood glucose monitoring [170], [172], with a mean lag time of  4.5 - 4.8 min 
between the Freestyle® Libre™ and reference blood glucose meter [170].This was a 
considerably shorter lag time compared to the previously discussed epidermal platforms that 
extracted and compared ISF to a glucometer. The accuracy of the results was demonstrated 
against capillary blood glucose reference values and the overall mean absolute relative 
difference was 11.4% [170]. This device used a single needle inserted into the skin which can 
cause irritation overtime and an adhesive layer to adhere the device on to the skin surface to 
keep it in place. This commercial wearable sensor is an example of a realised epidermal 
platform for continuous glucose monitoring which reduces the need to sample blood using the 
“finger-prick” approach. 
 
1.3.4 Sampling and analysis of skin volatile emissions 
As discussed previously, a promising approach for monitoring the physiological state can be 
through the detection and analysis of volatile organic compounds (VOCs).  However, due to 
their low rates of emission, careful consideration is required to develop VOCs sampling 
approaches. Jiang et al. devloped a non-invasive wearable VOC sampler that uses a PDMS 
membrane sandwiched between stainless steel mesh [173]. The PDMS membrane used the 
mesh as a spacer which was placed on skin covered by aluminium foil and was kept in place 
by tape (Fig. 1.11a). The membrane varied in sizes: 6, 11, and 17 mm diameter and these were 
left on skin for 60 min to absorb VOCs before being placed into the desorption unit of the GC-
MS. Analytes were desorbed from the membrane and a custom library was used to analyse the 
spectra and identify the emitted compounds. The group observed that for most compounds, the 
extraction amount was linearly proportional to the size of the membrane and the larger 
membrane size provided better sensitivity [173]. This wearable PDMS membrane was used to 
monitor ethanol, before and after drinking one shot of whiskey. The maximum peak for ethanol 
release was around 50 min after drinking whiskey and was shown to have good agreement with 
blood alcohol concentration [173]. However, this sampling method has difficulty detecting 
semi- and low-volatility compounds such as 1-tetradecanol and 1-octadecanol indicating that 
the sampling time was not sufficient to reach extraction equilibrium for these low volatile 
compounds [173]. Duffy et al. have also devised a sampling method that uses a solid phase 
 38 
 
micro extraction (SPME) fibre to directly adsorb volatiles from the skin without contacting the 
skin [47]. A wearable format for enclosed headspace sampling of skin was used, where the 
SPME fibre was comprised of 50/30 μm divinylbenzene/ carboxen/polydimethylsiloxane 
Stableflex (2 cm length)  and was placed in a glass funnel (Fig. 1.11b) [47]. The individual 
wears the glass funnel with the SPME fibre for 15 min to allow volatiles from skin to absorb 
into the fibre and reach equilibrium with the headspace. GC-MS was used to separate and 
identify the volatile metabolites after desorbtion from the fibre. A total of 37 compounds were 
identified such as hexanal, nonanoic acid, squalane and squalene [47]. Our group also 
investigated alterations in skin VOC emissions before and after SC barrier disruption which 
was simulated via a tape-stripping method. Principle component analysis (PCA) was performed 
on the total ion chromatogram data collected, to categorise the skin volatile profiles before and 
after barrier disruption. From our analysis, downregulation of squalane was observed which 
may be attributed to the removal of sebaceous components and oxidation products from the 
skin surface after tape stripping. The upregulation of glycine was also observed, which may 
indicate a perturbation to the skin’s natural moisturising factor production [47]. This wearable 
VOC sampler uses a rigid glass housing for head space sampling, which contradicts the 
epidermal platform approaches discussed earlier whereby soft, stretchable materials have been 
central to their development. Despite this limitation in housing, this wearable sampler approach 
provides valuable information towards understanding the variation in the skin volatile profiles 
of individuals with a compromised skin barrier.  
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Figure 1.11 Images of the (a) PDMS membrane sandwich for skin VOC sampling, reproduced 
from [173] and (b) wearable head space sampler integrating SPME fibre for skin VOC 
sampling, reproduced from [47]. 
 
Recently researchers have devised other approaches to sample VOCs, reducing the use of rigid 
materials used for wearable sampling and are currently developing new soft conformable 
materials for wearable sensing. Jin et al. have reported as proof of concept, a sophisticated self-
healing wearable material for VOCs detection [174]. This wearable sensor is based on three 
parts: a self-healable polymer substrate made from self-healing disulfide-crosslinked PU, a 
self-healing silver polymer composite made of silver and PU diol and functionalised gold 
nanoparticle (GNP) solutions [174]. GNPs were functionalized with 3-ethoxythio-phenol, 
benzylmercaptan, tert-dodec- anethiol, hexanethiol or decanethiol were dispersed in toluene 
and sodium borohydride was used as a reducing agent to produce the thiol capped GNPs [174]. 
The molecularly functionalised GNP were drop-casted on to the silver polymer. This wearable 
sensor uses chemiresistive transduction where the signal response from the sensing material 
functionalised with GNP interacts with the target volatile emission and its electrical resistance 
changes in response to the volatile emission. This group used 11 standard VOCs found in 
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healthy human skin, to characterise this sensor array [174]. The array measured electrical 
changes in resistance before and after exposure to the standard VOCs. The group monitored 
VOCs between 0.5 – 20 ppm to investigate the differences in response signals which were 
analysed using PCA. The spatial distance between each VOC represents the discrimination 
capability of the sensor array (i.e. large space suggests desirable discrimination) [174]. The 
self-healing capability of this sensor array was a desirable feature for wearable sensors due to 
its ability to heal in damaged areas which would prove useful during strenuous movements. 
The self-healing mechanism was based on reformation of hydrogen and disulfide bonds 
between the polymer chains. This mechanical reinforcement allows this wearable sensor to be 
more durable against damage. However, it was shown that overtime mechanical damage affects 
the functionality of the sensor array making the sensor less sensitive to VOCs [174]. This self-
healing sensor requires healing time, the rearrangement of the GNP films govern the healing 
efficiency and to achieve a fully healed sensing platform with low signal-to-noise ratio, 24 h 
was required [174]. It should be noted that this sensor was a proof of concept and has not been 
in used in a participant studies, therefore the materials biocompatibillty to skin and the effect 
of skin humidity should be carefully considered. Despite this, the reported self-healable VOCs 
sensor would be expected to play a significant role in smart wearable technology once issues 
with sensor sensitivity are further optimised.  
Another interesting approach for detecting and differentiating volatiles was through the use of 
chemo-responsive dyes. Rakow et al. reported the development of an optical-chemical sensing 
method that utilises colour change induced by an array of metalloporphyrin dyes[175], [176]. 
Metalloporphyrin dyes were chosen for detecting volatile compounds because of their open 
coordination sites for axial ligation, their large spectral shifts upon binding and their intense 
colour [175]. The array of dyes were stamped onto a flexible thin PET film and dried under 
nitrogen before exposure to the volatile compounds. This colorimetric array was imaged before 
and after exposure to different commercial coffees A difference map (i.e. red minus red, green 
minus green, blue minus blue) was generated for each analysis, and the resulting colour 
difference profiles can be used to obtain a fingerprint specific to the volatile compound for 
each coffee aroma [176]. This colorimetric approach was recently adapted by our research 
group to investigate VOCs from skin. The wearable sensor array is a prototype that uses 
chemically responsive dyes such as pH sensitive, solvatochromic and porphyrins which are 
immobilised in a porous sol-gel matrix and drop-casted onto flexible thin layer chromatography 
(TLC) plates. The dyes use a range of intermolecular interactions such as Lewis/Brønsted acid-
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base, hydrogen bonding and metal-ion coordination for detecting different volatiles. This 
wearable sensor array can potentially be used for detecting specific volatile compounds such 
as ammonia which is a known biomarker found in breath for individuals that suffer from kidney 
disease or failure [177], [178]. This demonstrates a simple colorimetric approach has the 
potential for non-invasively detecting and analysing volatile compounds that may be helpful 
for skin diagnosis and health management in the future. 
This discussion has demonstrated innovative ways to sample and sense skin VOCs. The 
importance of an effective representative sampling approach in collecting VOCs is important 
for the understanding of this matrix. Their work has shown that monitoring skin VOC profiles 
have the potential to differentiate between healthy and diseased states, however a library of the 
volatile compounds emitted from the skin need to be constantly updated for comprehensive 
skin volatile analysis. 
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1.4 Conclusion 
The expanding field of epidermal sensors haves opened up new prospects for real-time health 
monitoring and personalised healthcare. On-going research in the development of these 
epidermal sensors shows constant improvements in electronics and strategies for electrical and 
biochemical sensing as well as innovative smart responsive materials. The use of expensive 
commercial probes and invasive sampling methods such as the “finger-prick” method will be 
reduced in future due to the rise in epidermal sensors. The use of these epidermal sensors 
employ less intrusive sensing and analysis methods by sampling from more accessible matrices 
compared to sampling blood. Skin ISF and sweat are the most commonly used skin matrices 
for sensing and analysis using these epidermal wearables due to their rich chemistry and 
accessibility. These matrices have shown the most promising results for tracking a wide array 
of analytes that correlated well with the validation approaches used, such as measuring glucose 
in ISF and comparing it against a standard glucometer. Thorough understanding of these skin 
matrices and innovations in materials and sensor fabrications have led to the development of 
the Abbott Freestyle® Libre™ and My Skin Track pH, epidermal sensors that have been recently 
launched into market. These epidermal sensors have shown that real-time monitoring can be 
achieved and a more comprehensive understanding of an individuals’ health can be provided 
to them and their clinicians.  
Particular challenges still need to be addressed by researchers, ideally these epidermal sensors 
should be capable of withstanding rigorous bodily movements without affecting significantly 
affecting sensor performance as well as reliably monitor target analytes or electrical signals. . 
It would be ideal for the epidermal sensor to be worn for long periods of time to enable 
continuous long-term monitoring of an individual. However this would require thin, low-
modulus materials that are stretchable and flexible in order to mechanically match the 
properties skin. Epidermal sensors that rely on chemical or biological sensing must be able to 
detect target chemicals rapidly as well as be able to discriminate between the target analyte and 
co-existing interfering components. This requires a good extraction or collection method of the 
biofluids that contain the target analyte because it is possible for these fluids to be dilute or 
secreted in miniscule volumes, while a selective membrane can ensure that only target analytes 
are detected. Electrode stability overtime should also be considered because the electrode 
response should remain constant overtime. However, continuous exposure to biofluids may 
lead to biofouling or irreversible non-specific adsorption on the transducer surface which can 
interfere with the measurements. Despite these challenges, epidermal sensors have shown their 
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potential for personal health monitoring. Continued optimisation in fabrication methods, 
materials and sensing modes will further progress epidermal sensors so they can be applied to 
a broader range of biomedical and fitness applications and provide a low-cost solution to 
personalised healthcare.  
In this thesis, the development of an epidermal sensor using a tattoo platform will be shown. 
The main challenges addressed in this body of work is fabricating a robust wearable tattoo 
platform that is also capable of reliably measuring the electrical properties of skin related to 
changes in water content. It also investigates the impact of adherence methods using 
conducting and non-conducting adhesives to enhance adherence of the tattoo platform on skin. 
A reliable adherence method is required for epidermal sensors to allow the electrodes to be 
continuously adhered to skin in order to reliably measure its electrical properties but also allow 
the platform to withstand mechanical deformation over time.  
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1.5 Thesis outline 
The purpose of this work is to develop a new epidermal platform approach for monitoring 
physiological activity related to skin barrier function as well as biomarker analysis in skin. The 
thesis proposes a planar concentric electrode design based on soft and flexible materials that 
can be adhered directly to skin as a wearable tattoo-type platform. The transduction method of 
choice for this research is non-faradaic impedance spectroscopy.  
Chapter 2 reports on the first prototype of the screen-printed silver-based electrodes. This 
screen-printed platform is utilised to track changes in water content in a hydrogel skin mimic, 
porcine skin and human skin using impedance spectroscopy. Equivalent circuit models for each 
system are proposed. The initial results of this prototype demonstrates its potential as an 
epidermal sensor for the non-invasive assessment of the skin barrier. Though this prototype 
comprised of flexible materials, it did not fully conform to skin and is more suited for single 
use measurements.  
Chapter 3 focuses on improving the durability and adherence of the epidermal sensor to skin. 
This research investigates two approaches for enhancing adherence by way of electrode ink 
formulation as well as the use of conducting adhesive (CA) films. It is shown that the presence 
of an elastomer in the ink formulation has a positive impact on the mechanical properties of 
the epidermal sensor. The CA film is incorporated into the platform as a means of improving 
its adherence to skin. Although the CA improves the mechanical robustness of the epidermal 
platform, it is shown that the CA had deleterious effects on its electrical properties due to the 
CAs high resistance. 
Chapter 4 attempts to overcome the issues in Chapter 3 by proposing an alternative adherence 
strategy to skin. This research investigates the use of a thinner non-conducting adhesive layer 
whereby pores are machined into the adhesive film to allow for electrical contact as well as 
incorporate good mechanical properties into the epidermal sensor. The viable tissue resistance 
values measured by this platform are shown to correlate with tissue dielectric constant 
measurements from a commercial probe in a participant study. Chapters 2-4 demonstrates that 
selection of ink formulation and adherence methodologies are important considerations in the 
fabrication and performance of epidermal sensors.  
Chapter 5 seeks to adapt the tattoo platform to facilitate biomarker analysis through the use of 
responsive materials. This research investigates the use of phenyl boronic acid (PBA) 
functionalized hydrogels for chemical sensing ultimately for application in epidermal sensing. 
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PBA functionalized hydrogels are a promising smart material for the detection of 
monosaccharides such as glucose and α-hydroxyls such as lactate. The PBA hydrogels in this 
study use a quaternised nitrogen atom along the monomer chain attached to the phenyl group. 
The electrical responses of these PBA hydrogel systems are investigated under different pH 
conditions and its applicability for detecting different analytes such as glucose, lactate and 
ascorbic acid are also examined to understand its potential as an epidermal chemical sensing 
interface. 
Chapter 6 discusses conclusions and recommendations for future work arising from this thesis. 
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Chapter 2 
Fabrication and Characterisation of Tattoo Sensor for 
the Non-Invasive Assessment of the Skin Barrier 
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2.1 Introduction 
The human skin barrier is the interface between the complex physiology of the body and the 
influences of external environment, and this main barrier of protection is provided by the SC 
layer found in the epidermis [1], [2]. The primary role of the SC is to maintain the hydration 
gradient of the skin by keeping the skin hydrated and preventing transepidermal water loss. An 
alteration in the skin barrier is often described as a reduced barrier function due to altered lipid 
composition and organisation within the SC [3], [4] . This alteration in skin barrier function 
manifests as skin dryness and/or inflammation commonly seen in patients with skin 
disorders/diseases such as atopic dermatitis [5], [6]. Development of devices that can be used 
for early diagnosis or continuous monitoring of the skin barrier can help manage or prevent the 
progression of an individuals’ skin disorder/disease. 
Wearable sensors such as, epidermal sensors have received considerable notice recently for their 
potential in continuous on-body monitoring. As mentioned in Chapter 1, Epidermal sensors are 
a type of skin-based Fwearable platform that are ‘worn’ directly on the skin and are a promising 
means of non-invasively assessing the health status of an individual. Fabrication of these sensors 
and devices require materials and fabrication methodologies that allow electrically conducting 
materials conform and flow with the mechanics of skin as well as deliver good electrical 
performance. 
In this chapter the development and characterisation of a screen-printed tattoo sensor for the 
non-invasive assessment of the skin barrier is presented. Impedance spectroscopy was the 
transduction method used to non-invasively interrogate the skin with the screen printed 
electrode. The screen-printed silver tattoo sensor comprising two concentric circle electrodes 
was applied and characterised initially on a hydrogel. It was shown that the tattoo was capable 
of tracking changes in water content in the hydrogel using impedance spectroscopy. The tattoo 
sensors were then applied to porcine and human skin and impedance spectroscopy was again 
used to interrogate the skin at the outer stratum corneum (SC). As mentioned earlier, the SC is 
a layer of great interest from a dermatological point of view since it plays a critical role in the 
barrier function of the skin by protecting underlying tissue from infection, dehydration, 
chemical irritants and mechanical stress. Hydration changes were tracked in the skin using the 
impedance approach and validated against a tissue dielectric constant (TDC) measurement taken 
with the MoistureMeterD (MMD, Delfin Technologies). Using the tattoo sensors the 
impedimetric results obtained were modelled into a proposed circuit model representative of the 
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systems measured. From this study, the potential of using wearable tattoo electrodes combined 
with impedance spectroscopy as a transduction technique to investigate skin barrier hydration 
status offers considerable promise towards the monitoring of and self-management of skin 
health. 
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2.2 Materials and methods 
2.2.1 Materials 
Acheson Electrodag PF-410 silver conductive ink was purchased from Nor-Cote International 
Ltd. Temporary transfer tattoo paper substrate was from Sports Ink™ (Dublin, Ireland). Strip 
boards were purchased from Maplin Electronics. Mill Max spring loaded contacts (Gold plated 
copper alloy, 0906-4-15-20-75-14-11-0) were purchased from Farnell Components (Ireland). 
Poly (ethylene glycol) diglycidyl ether (PEDGE, average Mn 500, 475696) was purchased from 
Sigma-Aldrich. Jeffamine® EDR-148 polyetheramine was donated from Huntsman Chemical 
Company (US).  The human skin equivalent (Labskin) (Batch 170105) was obtained from 
Innoven UK Ltd. (www.innovenn.co.uk/labskin, York, England, UK). 
 
2.2.2 Tattoo sensor design, fabrication and application 
A two-concentric circle design was utilised for the tattoo sensor (Fig. 2.1a) and are screen-
printed from silver ink. The tattoo has an overall diameter of 20 mm with the inner and outer 
electrodes separated by a distance of 3 mm. The electrical signal propagation of the tattoo 
electrodes into skin displayed in Fig. 2.1c.  
 
 
Figure 2. 1 (a) Tattoo sensor schematic and dimensions, (b) Tattoo electrodes as applied on the 
inner forearm imaged using a Nikon D3300 and (c) side-profile schematic of the electrical 
signal from the tattoo electrodes on the skin. 
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Screen printing was the fabrication technique used to print the tattoo electrodes because it is a 
simple low-cost fabrication method that is capable of mass printing electrodes. This fabrication 
technique produces thick films compared to thin films produced by inkjet printing. Initial thin 
film electrodes printed via inkjet printing produced fragile films that could not be properly 
contacted to the potentiostat using thin wires and pins as they became damaged easily. 
Therefore, screen printing was chosen to fabricate the tattoo electrodes. Screen printing of the 
tattoo electrodes were performed using a DEK screen printer. A screen containing the desired 
configuration pattern, in this case a repeating two concentric circle pattern (Fig. 2.2d) was 
mounted on a frame in the printer. A metal flood blade and rubber squeegee was utilised to pass 
ink at 40 mm/s over the screen and transfer the image onto the temporary tattoo substrate placed 
underneath. The PF410 silver ink patterns were then cured at 120 oC for 5 min.  
 
 
Figure 2.2 Schematic of screen printed tattoo electrodes: (a) two concentric design for tattoo 
electrodes, (b) clear thin ethyl cellulose (EC) transfer layer, (c) tattoo paper with starch-dextrin 
water release layer and (d) image of the screen printed tattoo electrodes.  
 
The process to transfer the tattoo onto skin has been previously reported by Windmiller et al. 
[7]. The tattoo electrodes were applied onto the desired substrate by directly placing it onto the 
hydrogel or skin (Fig. 2.3a), dabbing the backing paper with water for 1 min (Fig. 2.3b) to 
release the backing paper (Fig. 2.3c) from the tattoo design. The tattoo electrode is then held 
down by the EC layer on the hydrogel or skin. Filter paper was used to wick away excess water.  
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Figure 2.3 Schematic of tattoo electrodes application: (a) Tattoo is flipped and then positioned 
onto desired area, (b) backing paper is wetted for approximately one minute while holding the 
tattoo steady on the area and (c) tattoo electrode pattern is released on the target substrate. 
 
2.2.3 Impedance analysis 
Two gold pins (7 mm apart) were soldered on to a strip board and used to contact with the inner 
and outer tattoo electrodes and connect to the potentiostat. Impedance spectroscopy was 
performed using an Autolab PGSTAT128N workstation. The frequency range scanned was 
from 0.1 Hz to 1 MHz with an amplitude of 0.01 V, unless stated otherwise. All spectra collected 
on hydrogel were recorded at 0 V set potential. The same frequency range was used for the 
porcine and human skin experiments with an amplitude of 0.03 V and set potential of 0.1 V.  
 
2.2.4 Delfin MoistureMeterD (MMD) analysis 
Tissue dielectric constant (TDC) measurements were made with the MoistureMeterD 
(MMD,Delfin Technologies, Finland) probes. This device measures skin and the skin-to-fat 
TDC at a frequency of 300 MHz by placing the small hand held probe to the skin for 10 s. 
Different MMD probes can be used with outer diameters from 10 to 55 mm, for an effective 
measurement depth of 0.5 to 5 mm respectively. Effective measurement depth is defined as the 
depth at which the 300 MHz electric field decreases to 1/e of its surface field [8], [9]. 
Measurements were done on hydrogel, porcine skin and human skin in a similar manner where 
the 1.5 mm effective measurement depth probe was used for the hydrogel and the 0.5 mm 
effective depth probe was used for porcine and human skin.  
 
2.2.5 Hydrogel preparation 
Poly(ethylene glycol)diglycidyl ether (PEDGE) –Jeffamine® hydrogels of approx. 10 mm depth 
were used in all experiments. These were prepared using a protocol previously reported [10]. 
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This was prepared by weighing out and mixing 9.426 g PEDGE, 14.923 g DIW and 2.651g 
Jeffamine® EDR-148 and stirred for 5 min to get a homogenous mixture. This mixture was 
poured into a small crystallizing dish and placed in the refrigerator (4 ˚C) overnight to cure.  
Hydrogels were synthesized with varying amine-epoxy networks (1:1, 1:1.2 and 1:2 
amine:epoxy) to determine if the tattoo electrodes can determine the effect different crosslinking 
parameters. To synthesise the hydrogels with different crosslinking parameters a method 
previously reported by Mac Kenna et al. was used [10].  Similar tattoo application from Section 
2.2.2 and dehydration and hydration procedures from Section 2.2.6 were followed. 
 
2.2.6 Hydrogel dehydration and hydration 
Before analysis, hydrogels were removed from the fridge and left to acclimatize to room 
temperature for at least 1 h.  
To monitor water loss, tattoo electrodes were applied to the surface of the hydrogels, (according 
to Section 2.2.2) and an impedance spectrum taken at hourly intervals using the tattoo electrodes 
by way of contacting the two gold pins to the inner and outer electrodes. 
To monitor water uptake, an impedance measurement of the hydrogel in its initial state was first 
taken using a tattoo. Following this, the tattoo was removed and the hydrogel was submerged in 
DIW for different time intervals (1, 3, 5, 10 and 15 min). Each time the hydrogel was removed 
from water, a fresh tattoo sensor was applied, and an impedance spectrum taken again. This 
analysis was validated against TDC measurements taken with the MMD probe (1.5 mm 
effective measurement depth). 
 
2.2.7 Skin dehydration and hydration 
Porcine skin was purchased from the local butcher and was cut into 6 cm x 6 cm pieces and 
allowed to soak in DIW for 24 hr. To monitor porcine skin dehydration, the porcine skin was 
removed from the water and patted dry gently and kept at room temperature. A tattoo sensor 
was applied to the porcine skin as described in Section 2.2.2 and impedance measurements taken 
every h for 4 h using the same tattoo throughout. 
 
To monitor porcine skin hydration, a tattoo sensor was placed on dry porcine skin and an 
impedance spectrum was collected using the tattoo electrodes. The tattoo was removed and a 
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piece of cotton wool was soaked with DIW and applied to the porcine skin for 1 min. An 
impedance measurement was then taken using a fresh tattoo. The tattoo was removed and the 
process of topically applying water to the skin was repeated. A fresh tattoo was used for the 
impedance measurement after each application of water. A TDC measurement with the MMD 
probe (0.5 mm effective depth) was also taken after each topical water application.  
 
To monitor human skin dehydration, an area of the inner forearm was first pre-treated with a 
piece of cotton wool saturated with 1 mL DIW. A tattoo sensor was then applied on this area of 
the inner forearm and impedance spectra were taken at defined intervals. The measurements 
were validated by taking a TDC measurement with the MMD probe (0.5 mm effective depth). 
One volunteer was used and informed consent was obtained. To characterise the human skin 
equivalent (Labskin), the tattoo was applied on to the surface of the skin and an impedance 
spectra was taken. The human skin equivalent has a robust structure owing to the use of fibrin 
in constructing a synthetic dermal matrix, which contains primary human fibroblasts. All living 
skin equivalents were incubated in a regulated environment at 37 ◦C in 5% (v/v) carbon dioxide 
and air. The impedimetric results were compared to human skin measurements of participants 
using the tattoo and MMD probe [11]. Informed consent was received from all participants (aged 
22-28). 
 
2.2.8 Optical microscopy  
A Nikon D3300 AF-P 18-55 VR camera was used to image the tattoo electrodes applied on the 
hydrogel and porcine skin. A Keyence Digital Inspection Microscope (3D VHX-2000) was used 
to take high resolution images of surface adherence of the tattoo electrodes on different target 
substrates. A VH-ZOOR lens was used and images were taken at x30. 
 
2.2.9 Varying electrode configuration 
Schematic designs of the tattoo with varying areas and distances are displayed in Fig. 2.4. All 
tattoo electrodes were applied on the hydrogel according to Section 2.2.2 and measured with 
gold pin contacts (5 mm apart). Using the method in Section 2.2.6, the hydrogels were measured 
using impedance spectroscopy. 
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Figure 2.4 Dimensions of tattoo electrodes with varying distances between the inner and outer 
electrode: (a) 1mm, (b) 2.5 mm, (c) 3 mm and 3.5 mm distance. 
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2.3 Results and discussion 
2.3.1 Physical characterisation of the tattoo electrodes 
The tattoo sensor design consists of two concentric circle electrodes similar to the MMD. This 
design was based on coaxial transmission lines, where two concentric circle electrodes were 
made of a conducting material, in this case silver ink screen printed onto tattoo paper. The 3 mm 
distance between the electrodes represents the signal propagation distance into the medium that 
is being investigated. According to Hamed et al., the advantage of having concentric electrodes 
is that the signal radiates from all directions as it passes through the medium investigated and 
that the propagating signal doesn’t suffer any leakage compared to a different geometry [12].  
The tattoo electrodes were applied on different surfaces to assess their conformability and 
adherence. In the first instance, they were applied onto hydrogels which was used as a physical 
mimic of soft tissue (Fig. 2.5a). It was observed that the silver electrodes adhere well to its flat, 
smooth surface. The EC layer can be observed in the image (Fig. 2.5b) as a transparent overlay 
which serves to hold the electrodes in position. This thin EC layer is released during the transfer 
process on the target substrate and is laminated to the surface based on van der Waal interactions 
[13], [14]. 
 
Figure 2.5 Silver tattoo electrodes applied on (a)–(b) hydrogel and (c)–(d) porcine skin. 
Magnified images of the electrodes on (b) hydrogel and (d) porcine skin. 
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The tattoo electrodes were also applied to and imaged on porcine skin (Fig. 2.5c). Porcine skin 
is well-known to have similarities to the human skin in many ways including in structure, 
thickness and hair follicle content [15]. From the magnified image in Fig. 2.2d, it can be seen 
that the tattoo adheres to the porcine skin, whereby the electrodes lie over the surface and rely 
on the more intimate contact of the transparent EC layer with the skin to hold it in place. Using 
a hand-held micrometre, the thickness of the printed electrodes was measured to be 10 ± 0.002 
µm. Given that the skin roughness is reported as approx. 30 µm, it has been calculated that 
layers thicker than about 4 µm will not achieve conformal contact with skin [16]. Thus, due to 
their thickness, these screen-printed tattoo electrodes cannot have conformal contact with skin. 
The overlaying EC layer has a critical role in holding the electrodes in place given its ability to 
conformally contact with the skin surface because of its thinner (4 ± 0.002 µm) and more flexible 
form. 
 
2.3.2 Characterisation of silver tattoo platform on hydrogel 
Impedance measurements on hydrogels were first taken using tattoo electrodes which were 
applied according to Section 2.2.2. The Nyquist plot show the relationship between the real and 
imaginary components of complex impedance of the hydrogel when measured by the tattoo 
(Fig. 2.6). The spectrum suggests that two well-defined regions were observed by the tattoo 
electrodes whereby 2 distinct regions are observed: a time constant formed at the higher 
frequency range (semi-circular arc) while a second feature potentially including a second time 
constant was observed at the lower frequency range. The higher frequency range time constant 
was attributed to the bulk hydrogel. The lower frequency range includes a second possible time 
constant forming, which would be attributed to the tattoo electrode-hydrogel interface. It is 
possible that other contributions, such as, polarization of the electrode-hydrogel interface or 
diffusional properties were present in the lower frequency region [17], [18]. Another potential 
contribution at the lower frequency range would be changes in adherence over time. The tattoo 
electrodes are flexible, however the change at hydrogel surface could cause the tattoo electrodes 
to buckle or over stretch over time which could affect the electrical signal measured. These 
different contributions at the lower frequency make it challenging to model the electrode-
hydrogel interface. 
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Figure 2.6. (a) Nyquist plot of PEDGE-Jeffamine hydrogel measured by the screen printed 
electrodes. Inset (top left) shows magnification of the plot at the higher frequency range and the 
inset (bottom right) shows the proposed circuit and (b) fitted impedance spectra, data points 
are in blue, interconnected with a red line, and the fits are shown in green).  
 
Impedance spectroscopy can distinguish the individual contributions by modelling the data with 
a proposed circuit model. The circuit contains components that are representative of the system 
that is being studied. In this study the proposed circuit comprises of a constant phase element 
(CPE1) in parallel with a resistor (Rgel) representing the bulk hydrogel matrix, connected in 
series to a CPE (CPE2) and resistor (Relec-inter) representing the tattoo electrode-hydrogel 
interface for the formation of the second time constant. The CPE component is typically used 
in circuits reflecting real cells that do not behave as ideal capacitors, which has been associated 
with surface roughness or non-uniform current distribution [20]. The corresponding Bode plot 
fitting can be seen in, Appendix, Fig. A2.A. The water content of the hydrogels was then varied 
over time via drying and immersion in water according to Section 2.2.6. The resulting Nyquist 
plots are shown in Fig. 2.7a & 2.7b. On varying the water content of the hydrogels, it was 
observed that the diameter of the high frequency semi-circular arc varied. In Fig. 2.7a, it can be 
seen that over time under drying conditions, the diameter of the arc increases across the real axis 
(Z’). It was also observed that there a trend of decreased overall impedance at the low frequency 
range and it was also observed that there was variation at these frequencies over time as the gel 
dehydrated. This suggests that there could potentially be changes in electrode adherence over 
time between the tattoo electrodes and the hydrogel surface. This change in adherence over time 
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due to dehydration of the hydrogel surface could affect the electrical signal generated by the 
tattoo electrodes. This indicates that consistent electrode contact and adherence over time on the 
target substrate are important considerations if the tattoo electrodes were to be used over a long 
period of time. However in this study, the bulk hydrogel matrix comprising of the polymer 
network interacting with both free and bound water [19] in the higher frequency range was the 
region of interest. 
 
 
 
 Figure 2.7 Representative Nyquist plots to show the magnification at the high frequency range 
PEDGE-Jeffamine hydrogels measured by the screen printed electrodes (a) dehydration and 
(b) hydration over time and corresponding representative (c) Impedance and (d) phase plots 
(n=3). 
 
This result is attributed to the reduction of free water inside the polymer network [21] which 
leads to a collapse of the network due to a compressive stress induced as water evaporates. Fig. 
2.77b shows the Nyquist plots during a hydration experiment. It can be seen that the opposite 
Log Freq. (Hz)
0 2 4 6
L
o
g
 Z
 (
O
h
m
)
3.0
3.5
4.0
4.5
5.0
5.5
6.0
6.5
0 min
1 min
3 min
5 min
10 min
15 min
Log Freq. (Hz)
0 2 4 6
L
o
g
 Z
 (
O
h
m
)
3.0
3.5
4.0
4.5
5.0
5.5
6.0
0 min
60 min
120 min
180 min
240 min
300 min
Z' / Ohm
0 2000 4000 6000 8000 10000
- 
Z
'' 
/ 
O
h
m
0
2000
4000
6000
8000
10000
0 min
60 min
120 min
180 min
240 min
300 min
Z' / Ohm
0 5000 10000 15000 20000 25000 30000
- 
Z
'' 
/ 
O
h
m
0
5000
10000
15000
20000
25000
30000 0 min
1 min
3 min
5 min
10 min
15 min
Time
Time
(a) (b)
Log Freq. (Hz)
3.0 3.5 4.0 4.5 5.0
L
o
g
 Z
 (
O
h
m
)
3.6
3.7
3.8
3.9
4.0
4.1
4.2
Time
Time
(c) (d)
78 
 
effect occurs here whereby the diameter of the high frequency semi-circular arc decreases over 
time on the real axis (Z’). This decrease in diameter can be attributed to a diffusionally-
controlled water uptake in the polymer. This uptake causes the hydration of the polymer chains 
which causes expansion. Over time, the polymer network relaxes and reaches equilibrium with 
the water. Using the proposed circuit in Fig. 2.6, values for Rgel were plotted against time. It can 
be seen that the value for Rgel increases linearly with time (Fig. 2.8a), reflecting the increase in 
hydrogel resistance as free water is lost from the network. This was validated by the MMD 
probe where a decrease in TDC was observed which indicates a decrease in water content (Fig. 
2.8b).   
 
Figure 2.8 (a) Extracted Rgel values for hydrogel dehydration measured by the tattoo electrodes. 
Inset top left shows error bars and equation of the line. (b) TDC data taken by MMD probe on 
hydrogels plotted against time and inset top right shows error bars and equation of the line 
(n=3). 
 
For the hydration experiment, the value for Rgel decreases exponentially as water is absorbed 
into the gel over time (Fig. 2.9a). This was further validated by the MMD probe where an 
increase in TDC was observed which indicates an increase in water content (Fig. 2.9b). As 
expected, different kinetics are observed for the dehydration and hydration experiments (Fig. 
2.8 and 2.9). In the case of dehydration, the rate of change is observed as constant over the 
timescale of this experiment (300 min). The dominant kinetics in this experiment are likely to 
be evaporation-related. This surface-confined evaporation process is competing with a 
diffusional process from the bulk to the surface of the hydrogel, driven by the water 
concentration gradient generated via surface evaporation. In contrast, in the hydration 
experiment, the rate of change is much more rapid and is not constant. Equilibrium swelling is 
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reached within 6 min (Fig. 2.9a). It is important to note that the tattoo and MMD probe 
measurements have relatively shallow penetration depths relative to the depth of the hydrogel 
(10 mm).  
 
 
Figure 2.9 (a) Extracted Rgel values for hydrogel hydration measured by the tattoo electrodes 
and (b) TDC data taken by MMD probe on hydrogels plotted against time (n=3). 
 
Thus, it is likely that this equilibrium state reached within this time is surface-localised. The 
graph displayed in Fig. 2.10 supports this conclusion as it shows the kinetics using gravimetric 
data taken during the hydration experiment. It was observed that the dehydration of the hydrogel 
is linear indicating that dehydration is a slow process, while the hydration of the hydrogel is not 
linear because the hydrogel absorbs water rapidly. The kinetics represented by the gravimetric 
data are different to the kinetics observed in the electrical data. This is because the gravimetric 
data represents the combined kinetics processes related to the bulk and surface of the gel, 
whereas the impedance and TDC data are surface confined measurements and hence only track 
changes within the surface layers. 
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Figure 2.10 Gravimetric measurements of bulk hydrogel during (a) dehydration and (b) 
hydration of the hydrogel (n=3). 
 
2.3.3 Effect of varying electrode configuration 
Silver tattoos with varying configurations were investigated using impedance on hydrogels to 
determine how electrode configuration might influence the penetration depth of the tattoo. The 
distances were varied between 1mm, 2.5 mm, 3.0 mm and 3.5 mm distances between the inner 
and outer electrodes. The 3.0 mm tattoo electrode has an overall diameter of 20 mm while 1 
mm, 2.5 mm and 3.5 mm have an overall diameter of 14 mm, therefore there is also a change in 
electrode area of the  outer electrode that will be in contact with the hydrogel. The results were 
labelled based on the distance between the inner and outer electrode, while the area for each 
electrode configuration has been tabulated in Table 2.1. The Nyquist plots representing the 
different configurations can be seen in Figure 2.11. The resulting Nyquist plots observed show 
the formation of a semi-circular arc in the higher frequency range which was associated to the 
bulk hydrogel matrix and the formation of a second semi-circular arc associated with the tattoo 
electrode interface as mentioned early in Section 2.3.2. 
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Figure 2.11 (a) Representative Nyquist plots of the PEDGE:Jeffamine hydrogels measured with 
screen printed electrodes varying in electrode configuration. (b) Magnification of the high 
frequency region and corresponding representative (c) Impedance and (d) phase plots (n=3). 
 
The resulting Nyquist plots were fitted into the proposed equivalent circuit to compare the Rgel 
and Relec-inter values. The extracted Rgel values displayed in Fig. 2.12 show an increase in 
impedance as the distance between the inner and outer electrodes increases. It was expected that 
a change in electrode distance and electrode configuration would affect the measured 
impedance. The increasing trend seen for Rgel values is a result of the change in electrode 
distance but not area in contact with the hydrogel (n=3) (Table 2.1). It was expected that the 
electrode with a largest outer electrode area would have the lowest impedance as it is the largest 
contact with the hydrogel but the inner electrode area was kept constant which possibly made 
the electrode distance a dominant factor compared to outer electrode area. R. Ahmed et al., has 
provided studies demonstrating that impedance of an electrochemical cell is affected by a 
change in electrode geometry [22]. Further understanding is required in order to understand the 
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influence and implications of changing these dimensions on the impedance measured for a 
wearable sensor which can become more complicated. This suggests that electrode design and 
configuration are parameters that can be used in future development of the electrodes but for the 
purpose of this study, the electrode with a 3.0 mm distance between the inner and outer electrode 
was chosen to be used for the study. 
 
Table 2.1. Dimensions of the varying electrode configurations. 
Distance between inner 
and outer electrodes 
Area of inner electrode Area of outer electrode 
1.0 mm 7.07 mm2 134.31 mm2 
2.5 mm 7.07 mm2 109.76 mm2 
3.0 mm 7.07 mm2 250.54 mm2 
3.5 mm 7.07 mm2 67.35 mm2 
 
 
Figure 2.12 Extracted Rgel values for PEDGE: Jeffamine hydrogels measured with screen 
printed electrodes with varying electrode configurations (n=3). 
 
2.3.4 Effect of hydrogel crosslinking ratios on hydration measurements 
A series of hydrogels were prepared in which the molar ratio of the Jeffamine®:PEDGE 
(amine:epoxide) was adjusted according to the hydrogels synthesised by Mac Kenna et al. [10]. 
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The relationship between the amine:epoxide molar ratios (1:1, 1:1.2 and 1:2 amine:epoxy and 
dehydration behaviour of the hydrogel were investigated impedimetrically. Different 
amine:epoxide ratios were used to mimic different skin types as an initial study before 
proceeding to porcine skin for that reason the tattoo electrodes were used to take once off 
measurements of the hydrogels over time. The tattoo electrodes were used to measure the 
changes in water content and corresponding gravimetric and hydration measurements using the 
MMD probe were also taken (n=1). The resulting Nyquist plots observed show the formation of 
a semi-circular arc in the higher frequency range which was associated to the bulk hydrogel 
matrix and the formation of a second semi-circular arc associated with the tattoo electrode 
interface as mentioned early in Section 2.3.2. The water content of the hydrogels were varied 
over time via drying and immersion in water according to Section 2.2.6. It was evident in the 
Nyquist plots (not shown) that varying the water affected the semi-circular arc attributed to the 
bulk hydrogel matrix, as discussed previously. Using the proposed circuit for the hydrogel 
system, values for Rgel were plotted against time and compared to TDC values from the MMD 
probe as seen in Fig. 2.13. Hydrogel ratios of 1.0:1.0 and 1.2:1.0 PEDGE:Jeffamine network 
showed  similar slow dehydration profiles during the 300 min . As mentioned before this 
increasing trend in resistance is due to the compression of the hydrogel network over time as 
the water is lost. The polymer network containing the 2.0:1.0 PEDGE:Jeffamine network 
showed the largest change in Rgel after 180 min (Fig. 2.13a), suggesting that the higher epoxide 
content causes the polymer network to become denser at a faster rate as water evaporates from 
the surface compared to the hydrogels with lower epoxide ratios.  
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Figure 2.13 Different hydrogel crosslinking ratios measured using the tattoo electrodes during 
(a) dehydration and (b) hydration. Corresponding TDC measurements during (c) dehydration 
and (d) hydration (n=1). 
 
This indicates that the properties of the crosslinked hydrogels depend on their crosslinking 
density, namely the ratio of moles of crosslinker to the moles of polymer units [23] which will 
affect the swelling property of the hydrogels. It is evident in the hydration experiments in Fig. 
2.12 b that the 1.0:1.0 and 1.2:1.0 PEDGE :Jeffamine network produced the lower hydration 
response as it shows the lowest Rgel values while 2.0:1.0 PEDGE:Jeffamine network yielded the 
poorest response to water which is also supported by the TDC measurements (Fig. 2.13 (c) and 
(d).) and gravimetric data (Fig. 2.14)). This could be attributed to the probability of defects in 
the hydrogen bond network as increased cross-linking restricts the water uptake into the polymer 
network [24]. Mac Kenna et al. has attributed the poor swelling response to high crosslinking 
and poor ionisation whereby the network structure of the hydrogel becomes tighter, impairing 
the ionisation by electrostatic effects exerted by adjacent ionised amines [10]. This study was 
Time (min)
0 50 100 150 200 250 300 350
T
D
C
 (
a
.u
.)
0
10
20
30
40
50
60
Time (min)
0 50 100 150 200 250 300 350
G
e
l 
R
e
s
is
ta
n
c
e
 (
R
g
e
l)
 /
 
4000
6000
8000
10000
12000
14000
16000
18000
20000
1.0 : 1.0 (Amine:Epoxy)
1.0 : 1.2 (Amine:Epoxy)
1.0 : 2.0 (Amine:Epoxy)
(a)
Time (min)
0 2 4 6 8 10 12 14 16
T
D
C
 (
a
.u
.)
0
20
40
60
80
Time (min)
0 2 4 6 8 10 12 14 16
G
e
l 
R
e
s
is
ta
n
c
e
 (
R
g
e
l)
 /
 
2000
4000
6000
8000
10000
12000
14000
16000
18000
20000(b)
(c) (d)
85 
 
able to verify that the tattoo electrodes were capable of tracking the surface changes in water 
content but also distinguish the different swelling responses of the different hydrogel networks. 
 
 
Figure 2.14 Gravimetric measurements of bulk hydrogels with varying PEDGE:Jeffamine 
crosslinking ratios (a) dehydration and (b) hydration (n=1). 
 
2.3.5 Impedance analysis of porcine skin  
Tattoo electrodes were applied to porcine skin and impedance measurements were taken in order 
to assess its performance. Porcine skin has been increasingly used as a mimic for human skin as 
it has anatomical and physiological similarities. Porcine skin has an SC thickness of 
approximately. 20-30 µm, which is comparable to that in humans [25], [26]. The human and 
porcine SC contains keratin protein in corneocytes and it is the hydration state of the keratinized 
tissue that can be important for its barrier function.  
Initially, the tattoo electrodes were applied to porcine skin (according to Section 2.2.2.) that had 
been immersed in water for 24 hr. The resulting Nyquist plot can be seen in Fig. 2.15. The plot 
presents two well-defined regions: a semi-circle at high frequencies and the opening of a second 
semi-circle at lower frequencies. The semi-circle at high frequency range represents the time 
constant for the skin, whereas the opening of the semi-circle at lower frequency range can be 
attributed to the electrode-skin interface. Several equivalent circuits for skin have been proposed 
in literature [27]–[29]  and a circuit commonly cited has been modified and used here [30]–
[32].The circuit consists of ohmic resistance of the deeper viable tissue of the epidermis (Rvt) in 
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series with two parallel combinations of resistors and CPEs. The first parallel combination 
represents the resistance associated with the SC (Rsc) in combination with a related CPE (CPE1). 
Overall, this time constant represents the impedance associated with the ion conductive 
pathways of the intra- and extra-cellular compartments of the SC [30]–[32]. The second 
combination of resistor (Relec/inter) and CPE (CPE2) represents the electrode-skin interface. The 
corresponding Bode plot fitting can be seen in, Appendix, Fig. A2.B. 
 
 
Figure 2.15 (a) Nyquist plot of porcine skin after 24 hr in DIW measured by the screen printed 
electrodes. Inset (bottom right) shows magnification of the plot at the higher frequency range 
and the inset (top left) shows the proposed circuit and (b) fitted impedance spectra, data points 
are in blue, interconnected with a red line, and the fits are shown in green). 
 
Using a similar approach to the hydrogel study, the water content of the SC of porcine skin 
(according to Section 2.2.7) was varied via dehydration (via drying) and hydration (via topical 
water application). The resulting Nyquist plots are shown in Fig. 2.16a & b. It can be seen that 
both upon drying and exposure to water, the diameter of the high frequency semi-circular arc, 
representing the time constant for the SC varied. In Fig. 2.16a, it can be seen that over time 
under drying conditions the diameter of the semi-circular arc at high frequencies increased. This 
result is attributed to changes in the electrical conductivity of the keratinized tissue of the SC 
[32]. The water loss in the SC causes the inter-chain packing of the keratin to become dense 
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which results in an increased SC resistance [33]. Fig. 2.16b, shows the Nyquist plots after a 
number of topical applications of water. The semi-circular arc diameter at high frequency 
decreases as the number of topical applications of water increases. This decrease in diameter is 
attributed to the uptake of water by the SC whereby the packing of the keratin expands with 
larger inter-chain spacing, as a result reducing the impedance of the SC. As such, the water 
content of the SC can be understood as a hydration state of the keratin protein.  
 
 
Figure 2.16 Representative Nyquist plots of porcine skin magnified at the high frequency range 
(a) dehydration and (b) hydration and corresponding representative (c) Impedance and (d) 
phase plots (n=3). 
 
At low hydration levels, the keratin structures are densely packed. While fully hydrated 
structures have expanded corneocytes and wide inter-chain spacing whereby all water binding 
sites within the keratin are occupied. This hydrophilic property of the keratin can impart the 
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observed varying electrical behaviours to the SC upon hydration and dehydration. Using the 
proposed circuit, extracted values for the Rsc were plotted for the dehydration and hydration 
experiments. It can be seen that for the dehydration of porcine skin, the value of Rsc increases 
linearly with time (Fig. 2.17a). It is interesting to note that the corresponding plot for the TDC 
values shows a different kinetic profile whereby a minimum TDC value is reached after 120 
min, indicating that an equilibrium state was being reached. The differences could be due to the 
different electric field penetration depths for the tattoo and the MMD probe.  
 
 
Figure 2.17 Dehydration and hydration results observed for the porcine skin using (a)-(b) 
extracted resistance measurements (Rsc) from the tattoo electrodes and (c)-(d) TDC 
measurements taken by the MMD probe (n=3). 
 
The effective depth of the MMD probe was 0.5 mm which is significantly deeper than the depth 
of the SC (20-30 µm). Thus, the measurements taken by the MMD probe are likely to be 
measuring the water content from the outer surface down to a depth of approximately 0.5 mm. 
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The tattoo on the other hand, will likely have a much shallower depth of penetration, which is 
not likely to exceed the depth of SC given the frequency range used (up to 1 MHz). In the same 
manner as observed for the hydration of the hydrogel, the value of Rsc decreases rapidly as the 
water is imbibed by diffusion into the SC (Fig. 2.17b), before reaching equilibrium. This 
suggests the keratin sites of the SC became fully swollen after just 2 topical water applications. 
The kinetics observed for the tattoo-based measurements are in broad agreement with those 
observed the MMD probe (Fig. 2.17c and d). 
 
2.3.6 Impedance analysis of human skin and its challenges 
As a proof of concept, a human skin equivalent (HSE) was characterised and compared against 
human skin. These skin equivalents are available as full thickness living skin equivalent models, 
consisting of a dermal equivalent of polymerized fibrin containing primary adult human 
fibroblasts and a well differentiated, air-exposed epidermis [34]. The tattoo electrodes were 
applied on the HSE and an impedance measurement was taken. It was observed that there were 
two distinct regions, a semi-circle at the low frequency range potentially attributed to the HSE 
and a semi-circle at the high frequency range attributed to the skin-electrode interface (Fig. 
2.18a). The tattoo electrodes were also applied on to human skin and an impedance measurement 
was taken, a single semi-circle was observed (Fig. 2.18b). It can been seen that HSE has a lower 
resistance compared to human skin, indicating that the HSE is less resistive than human skin. 
This trend was also observed in the Bode plots seen in the Appendix, Fig. A2.C where the HSE 
had a lower overall impedance compared to human skin. This result was validated by TDC 
measurements conducted by E. Duffy et al. which showed the HSE to have a higher TDC (56.3 
± 5.7) than human skin (Male TDC: 36.0 ± 4.0 female TDC: 29.9 ± 2.1) [11]. This could be due 
to the HSE being kept in a regulated environment compared to human skin where it is exposed 
to a constantly changing environment. It was also observed that the tattoo measurements 
indicate that the impedance measured for male skin had a smaller semi-circle while the measured 
impedance for women had a larger semi-circle. This suggest that there is potential for epidermal 
sensors to differentiate between parameters such as gender, age or skin type based on the 
electrical signal measured. Dabrowska et al., has discussed that skin properties can vary among 
individuals of different age, gender, ethnicity and skin types [35]. The hydration levels and 
permeability of skin can change due to age, environment, nutrition and disease which in turn 
can have an effect on elasticity, skin roughness and susceptibility of microbes penetrating the 
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skin barrier [35]. However, further investigation of a larger population using the tattoo 
electrodes would be required in order to fully understand these electrical signals from skin and 
its relationship between gender, age, anatomical site and skin type.  
 
 
Figure 2.18 Nyquist plots of (a) human skin equivalent (n=3), bottom right inset image of 
labskin with tattoo electrodes and (b) human skin (n=8) measured using the tattoo sensor. 
 
Nguyen et al. demonstrated that the contact impedance in the more invasive case such as having 
electrodes under the skin were significantly lower than the non-invasive case [36]. The issue 
with using an invasive or implantable sensor would be irritation, discomfort and possibly 
infection. This opens up an opportunity for non-invasive wearable sensors. As another proof of 
concept, the tattoo electrodes were applied to human skin in order to determine if impedance 
spectra could be taken on live tissue using this tattoo. In this case, a wearable tattoo-based sensor 
was applied to the inner forearm of the skin after pre-treatment and an impedance measurement 
was taken. A tattoo was then applied and 4 impedance spectra were taken sequentially using the 
same tattoo. Unlike the porcine skin pieces which were fully immersed in water before the 
dehydration experiment, the human skin was topically treated with water. The resulting Nyquist 
plots can be seen in Fig. 2.19, whereby the Nyquist plot at t=0 shows a single semi-circular arc 
that doesn’t fully close. It can be seen by the scale of the real axis, that the resistances associated 
with human skin are significantly greater than those of porcine skin. Overtime, as water within 
the SC is lost, the diameter of the semi-circular arc increases. A similar trend was observed in 
the Bode plots where an increase in impedance was observed when there was a decrease in water 
content. The corresponding Bode plots are shown in the Appendix, Fig. A2.D.  
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Figure 2.19 Nyquist plots showing impedance measurements of skin drying over time using the 
screen printed silver platform. Corresponding Bode plots can be found in Appendix, Fig. A2.D. 
 
It is important to note that these Nyquist plots likely contain convoluted data relating to both the 
SC as well as the electrode-skin interface. Non-invasive impedance measurements of skin are 
dependent on the measuring frequency where higher frequency measurements reflect the deeper, 
viable layer while low frequency measurements are dominated by the SC [37], [38]. It was also 
observed that there was noise at the lower frequency (approx. 100 Hz) indicating that there could 
be potentially issues with skin adherence of the tattoo electrodes over time. For a two concentric 
electrode system, Martinsen et al. found by means of finite element calculations, that viable skin 
represented about 10% of the measured impedance at 1 kHz and represented about 90% of 
impedance at 100 kHz. Therefore the SC dominates in the lower frequencies below approx. 1 
kHz [37] in human skin. It is possible that effects from the SC and viable skin can be observed 
between 1 kHz and 1 MHz, while lower frequencies represent possibly be a combination of 
effects from the SC-electrode interface. Total impedance values taken at 1 kHz were plotted 
against time (Fig. 2.20). A trend of increasing impedance was observed, which could be 
attributed to the change in the hydration levels of the skin over time. These measurements 
correlate with decreasing TDC values as measured by the MMD probe (Fig. 2.20). This trend is 
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consistent with decreasing electrical conductivity with decreasing hydration. A similar trend of 
increased impedance and decreased hydration levels from another epidermal sensor platform 
and hydration probe were observed when Huang et al. monitored hydration states of skin 
impedimetrically [39]. In this instance, the epidermal sensors were coupled with epidermal 
electronics and the devices were fabrications using lithographic procedures. This was repeated 
for a longer period of time (data shown in Appendix, Fig. A2.E), a similar trend was observed 
were impedance was low when there is high water content and impedance was high when there 
is low water content. However, it was observed that the tattoo electrodes were slowly buckling 
over time which indicates that this platform might not be suitable for long term measurement.  
 
 
Figure 2.20 Isolated Z values taken from impedance spectra using the tattoo electrodes on 
human skin during dehydration and corresponding TDC measurements (n=3). 
 
 Overall, the screen-printed tattoo electrodes reported here were capable of detecting electrical 
changes in the SC which were related to hydration levels and were validated by the MMD probe. 
Impedance as a technique is highly sensitive and non-invasive and here, when combined with 
an epidermal tattoo platform has the potential to be used to interrogate and track human skin 
barrier hydration status.  
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2.4 Conclusion 
The purpose of this study was to fabricate and characterise a low-cost, non-invasive screen-
printed tattoo sensor to monitor skin barrier quality for the future application in health 
monitoring. The work demonstrated that a tattoo sensor comprising two concentric electrodes 
can be easily fabricated at large-scale using a screen-printing method. The tattoo sensor was 
shown to be able to impedimetrically track changes in hydration state of a soft tissue mimic and 
porcine skin which were then validated by TDC measurement. It was observed that there was 
an increase in impedance when water content was low, while a decrease in impedance indicated 
an increased water content. Preliminary results on a human skin equivalent indicate that it had 
a lower skin resistance compared to human skin. This could be due to the regulated environment 
where the HSE was kept compared to human skin which is constantly exposed to a changing 
environment. However, the HSE can potentially be employed as an early testing system for in 
vivo experiments using the tattoo sensors. It can potentially be used to test materials that haven’t 
been used before on human skin as well investigations that would not be suitable on humans 
such microbial studies or new skin moisturising formulations. However, these HSEs can be 
expensive and require a constantly regulated environment because it can become contaminated 
when exposed to a non-regulated environment. Initial results on human skin were also presented 
and show promise for the non-invasive assessment of skin barrier status through impedance 
measurements. It was observed that the changes in water content can be tracked using the tattoo 
sensor. However, there are issues with skin adherence over time indicating that this platform is 
more suited for single measurements. Developing epidermal sensors that can move and flow 
with the skin is an on-going challenge in this research area. Thus, part of our future effort will 
be aimed at developing materials whereby thinner and more conformal conducting materials 
can be fabricated in to tattoos to enhance electrode-skin contact, adherence and mechanical 
stability under stress. This will open up new opportunities for the innovative approaches in 
material science that can address issues such as durability and long-term use of the tattoo-based 
sensor. Future efforts can also be focussed on tracking changes in skin barrier function using 
epidermal sensors. Tracking acute changes to the skin barrier using a wearable such as this could 
aid in diagnosis and management of diseases such as atopic dermatitis and psoriasis. Other skin 
properties, such as skin pH and TEWL will be considered as sensing targets. The tattoo-based 
sensor approach reported here has promise in health diagnostics as well as potential in human 
performance applications. In summary, this tattoo sensor is a step towards a simple and low-
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cost, non-invasive wearable capable of measuring the impedance of skin and changes related to 
skin barrier function. 
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Chapter 3 
Approaches to Enhance Skin Adherence of Tattoo Sensor 
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3.1 Introduction 
In Chapter 2, a tattoo sensor platform using a flexible commercial ink was fabricated and 
characterised as a wearable sensor to impedimetrically measure the electrical characteristics of 
skin. This initial platform showed promise for the non-invasive assessment of the skin barrier and 
it allowed for good electrical contact with skin for single measurements. However, it did not 
possess the appropriate mechanical properties for longer-term wear. Therefore strategies to allow 
for improved mechanical stability and electrical contact are required to improve the wearability in 
terms of robustness and to develop this wearable sensor for long-term monitoring. 
Across the development of skin-based wearable sensors, it is clear that these sensors need to adhere 
well to the complex three dimensional curvature of the human body [1]. In order for these sensors 
to remain consistently adhered to skin overtime and during motion, different strategies have been 
employed. For example the use of adhesives to adhere onto skin as well as the development of 
stretchable materials to allow for the wearable device to stretch and move when worn on the body 
are being developed.  Medical grade adhesives can be used to mount a planar sensor directly on to 
the skin and ensure consistent adherence to skin [2], [3]. The main purpose of the adhesive is to 
reduce delamination of the wearable device keeping it in place. Importantly, adhesives are 
typically resistive in nature, resulting in the physical and electrical isolation of the sensor from the 
skin [2], [4], which in many cases is ideal. Some wearable devices that use microfluidic channels 
to transport sweat from the skin to the sensor rely on adhesives to mount the sensor as well as 
defining the channel or sampling area dimensions. For example Wang’s research group uses 
adhesives in their wearable sensors. They have reported the fabrication of a screen printed 
potentiometric tattoo sensor for monitoring ammonium in sweat and used adhesives to help mount 
the sensor onto skin [4]. Two strips made of Kapton® adhesive were placed on both sides of the 
tattoo to create a pathway where sweat is able to flow through, keeping electrical contact between 
the electrodes and skin [4] Their platform was capable of working in a range between 10-4 - 0.1 M 
ammonium in sweat however, during on-body testing had issues regarding delamination and 
therefore additional strips of Kapton® adhesive was used to hold the wearable sensor in place [4]. 
The group used a similar approach where the adhesive provided attachment of the epidermal 
microfluidic device onto skin as well as using it to define a sampling area for sweat collection [2]. 
This adhesive layer included 4 x 2 mm diameter pores matching with four sweat collection inlets 
of the microfluidic device that captured sweat generated by a participant [2]. However, they 
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observed that the use of adhesives can occlude pores of skin which can possibly influence the 
sweat rate of the individual [2]. Overall adhesives are a simple and effective approach to mount 
sensors to skin.  
Another approach for skin adherence is through intermolecular forces such as, Van der Waals 
interactions where these forces alone have been used to adhere wearable epidermal devices without 
the need for adhesive fixtures [5]. These sensors require physical and mechanical properties that 
are well matched to the skin in order to adhere to the skin properly. The fabrication of these 
wearable devices involve thin-film substrates with good stretchability as well as a low effective 
moduli in order to minimise the deformation induced by delamination and buckling of a sensor 
[5]. Huang et al. reported the fabrication of an epidermal hydration sensor that has mechanical 
properties that enable its integration with skin by Van der Waals interactions [6]. The fabrication 
method uses lithography techniques, ultra-thin silicone substrates and serpentine electrode 
configurations to integrate with the skin which can allow for good adherence and compliant 
movement with the skin [6]. Ameri et al. reported the fabrication of an ultra-thin graphene 
electronic tattoo with a thickness of 463 ± 30 nm fabricated via a “wet-transfer, dry patterning 
method” [7]. Due to its ultra-thin composition it can be directly laminated onto skin via Van der 
Waals forces for several hours. However issues of consistent adherence remains an issue with this 
platform. In order for their electronic tattoo to remain functional on skin a liquid bandage (silicone 
acrylate polymer) was required to keep the electrodes adhered to skin. The use of Van der Waals 
interactions to adhere to skin has the potential for adhering sensors to skin if the sensors are thin 
and light-weight, however these forces are weak and prove to be a potential issue if the sensors 
delaminate over time or during strenuous movement of the body.   
Another interesting new approach for skin adherence of sensors is through stronger interfacial 
bonds between a sensing system and skin. Hydrogel materials, having a versatile chemistry have 
been used to demonstrate this concept. Hydrogels are three-dimensional polymer networks capable 
of holding large amounts of water, which can also be tailored to have a similar structure to 
biological soft tissue and mimic natural tissues properties [8]. Hydrogels (as will be demonstrated 
in Chapter 5) can also be designed as sensor transducers that can be tailored to respond to their 
environment or target stimuli. Research groups are currently exploiting hydrogels by developing 
bio-inspired skin adhesive materials. For example, Han et al. have designed a polydopamine–
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polyacrylamide (PDA–PAM) based hydrogel that possesses stretchability, self-healing capabilities 
and tissue adhesiveness [9]. Polydopamine (PDA) was utilised due to its structural similarities to 
the adhesive protein of mussels [10] and has also been used to prepare self-healable hydrogels 
because of its catechol groups [11]. The innovation in their hydrogel design is the prevention of 
over oxidation of PDA during hydrogel synthesis in order to maintain enough free catechol groups 
in the hydrogel [9]. The free catechol groups in PDA could interact with amine or thiol groups to 
form cation–π or π–π interactions with various surfaces, in this case skin [9]. The group were able 
to demonstrate that this hydrogel could endure mechanical strain of over 3000 % and the 
adhesiveness of the hydrogel has allowed it to conform readily to the dynamic skin surface [9]. 
However, it is critical that there was enough free catechol groups present within the PDA-PAM 
hydrogel because its adhesion relies on the interaction between the free catechols to interact with 
thiols or amines for robust skin adhesion [9]. Another research group has studied the use of ionic 
hydrogels as a promising material for robust adhesion in wearable devices. This group explores 
the use of a zwitterionic hydrogel crosslinked with polyvinyl alcohol [12]. In this case, zwitterionic 
(poly[2- (methacryloyloxy)ethyl]dimethyl-(3-sulfopropyl), PSBMA) chains were used to provide 
ionic conductivity to enhance sensitivity to strains, whereas the PVA matrix provides support [12]. 
Adhesion of this hydrogel system relies on the zwitterionic chains on the surface of hydrogels to 
provide electrostatic or dipole–dipole interactions with the skin [12]. Their robust adhesion on skin 
has allowed for strains between 0-300 %  and allows for reliable detection of joints bending as 
well as monitoring wrist pulse before and after exercise [12]. However, this hydrogel system 
becomes rigid and loses its adhesion property overtime therefore had a short wearable life where 
adhesion strength to porcine skin remained almost constant after four cycles via shear testing [12]. 
The use of interfacial bonds to create tissue adhesion between a hydrogel system and skin is a 
promising novel material of directly attaching wearable sensors to skin. 
Wearable sensors require mechanical properties that are well matched to the skin in order to 
maintain consistent and reliable contact as well as adherence during measurements on skin. 
Research groups have explored the use of polymer materials to induce flexibility and stretchability 
into wearable sensors in order to move and stretch with the body. For example several research 
groups have encapsulated their non-printed skin-based sensors using soft materials such as, poly 
(dimethyl siloxane) (PDMS) [13], [14] or polyimide combined with ecoflex [15], [16] to best 
match the Young’s modulus of the epidermis which is approximately 0.14 - 0.6 MPa [5]. For 
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example, Roger’s group uses lithography techniques to fabricate their wearable sensors. Their 
group has employed fractal or serpentine electrode designs and used soft, polymer encapsulation 
methods to induce stretchability into the wearable sensor. Although this approach allows for 
improved stretchability, it does require complex and expensive techniques in order to fabricate the 
wearable device. 
Another strategy for fabricating flexible and stretchable materials for wearable sensors is by use 
of new printable metal ink formulations. These inks can be tailored to have desirable properties 
for wearable sensors [17], [18]. They can be printed using conventional printing methods such as 
screen- or ink-jet printing. Screen-printing is commonly used for printing electrodes because it is 
a simple low-cost method for mass production of electrodes. Screen-printable ink formulations 
typically comprise of fillers, binders, solvents and additives. Fillers are the conductive component 
of ink and depending on the application, these conductive fillers could be silver or carbon particles 
or a combination of both [19], [20]. The different combinations of binders and fillers have opened 
up an avenue in the development of functional ink formulations depending on the application of 
the wearable sensor. For example, carbon fiber segments have been dispersed within ink matrices 
to increase the tensile strength of the printed electrode [21], while the elastomeric properties of 
polyurethane (PU) have been used as a binder to realize highly stretchable printed sensors [18]. 
Another example of a screen-printable formulation uses a stretchable elastic conductor ink 
comprised of silver flakes and fluorine rubber and reported an unimpaired functionality when 
stretched to 110 % [17]. This elastic conductor ink used fluorine rubber to enhance the 
stretchability of the polymer matrix while the use of fluorine surfactant increases the affinity 
between the fluorine copolymer and conductive Ag flakes to allow for high conductivity and 
demonstrated its potential as a wearable textile electromyogram sensor [17]. Bandodkar et al. have 
also presented an example of a screen-printable stretchable ink comprising of carbon nanotubes 
(CNTs) dispersed in mineral oil and PU for electrochemical sensing [18].  The group also use 
Ag/AgCl (dispersed in Ecoflex) printed in a serpentine pattern to incorporate a second degree of 
stretchability [18]. These inks were used to print serpentine electrodes with two contact pads for 
connection. These electrodes were characterised to determine the effect of applied strain on the 
resistance of the different iterations of the printed electrodes. It was observed that the non-
stretchable (No CNT dispersed in PU) Ag/AgCl not dispersed in Ecoflex printed electrode could 
be stretched up to 200 % due to its serpentine design but additional stress led to fracturing. 
104 
 
However in the case for the Ag/AgCl/ CNT printed electrode it could be stretched by 500 % due 
to the presence of the CNT dispersed in PU and Ag/AgCl dispersed in Ecoflex [18]. They 
employed two degrees of stretchability into the Ag/AgCl/CNT printed electrode by using a 
combination of serpentine patterning to allow the electrodes to unwind and stretch and the PU 
binder which offered increased stretchability for the wearable platform. This innovative stretchable 
material showed promise as a glucose sensor when the CNT-based device was functionalized with 
GOx and displayed a linear response to glucose levels (0 – 10 mM) [18]. The development of these 
ink formulations have helped towards enhancing the stretchability of wearable platforms, which 
in turn helps towards improving adherence of these platforms to skin when subjected to mechanical 
stresses. These developments in ink formulation have been used as a means of inducing mechanical 
stability in wearables. This improvement in mechanical stability and adherence can help reduce 
motion induced noise from body movements or bending effects that can affect the response 
acquired by the skin-based wearables. Mechanical stability and good skin-electrode adherence 
methods are crucial in the development of skin-based wearable devices. In the case of wearable 
devices as a whole, each platform should be optimised for its specific application and the method 
of contact should be fit for purpose and the mechanical properties that relate to it.  
This chapter assesses different approaches to enhance skin adherence of a wearable platform that 
can track electrical properties of skin. Firstly, it assesses the impact of elastomer in a silver ink 
formulation in terms of its influence on the electrical and mechanical characteristics of a screen-
printed wearable platform. The mechanical and electrical properties the silver and silver-elastomer 
films were evaluated from a wearable perspective. Furthermore, this chapter investigates the 
incorporation of a conducting adhesive (CA) layer into the platform to induce consistent skin 
adherence while maintain electrical contact between the skin and the electrodes. The electrical and 
mechanical characteristics of this wearable platform after integrating the CA material were again 
evaluated. Finally, the functionality of the platform with the integrated CA material was evaluated 
by tracking the skin barrier condition of an individual after exposure to different irritants. A 
participant study was conducted to determine if this new platform correlated to Tissue Dielectric 
Constant (TDC) measurements from a commercial skin probe. 
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3.2 Materials and methods  
3.2.1 Materials 
Acheson Electrodag PF410 silver ink was purchased from Nor-Cote International Ltd, referred to 
as silver ink here. AG520 EI silver ink was purchased from Chimet® S.p.A. (Tuscany, Italy), 
referred to as silver-elastomer ink here. ARcare® 8881 electrically conductive adhesive was 
supplied by Adhesives Research Ireland Ltd.  Temporary transfer tattoo paper substrates were 
purchased from Sports Ink™ (Dublin, Ireland). Strips boards were purchased from Maplin 
Electronics. Mill Max spring loaded contacts (Part. No. 0906-4-15-20-75-14-11-0) were purchased 
from Farnell Components (Ireland). 2.0 mm thick PMMA acrylic sheets and 1.5 mm diameter flat 
head probe tips (261-5109) were purchased from Radionics Ltd. (Ireland). Poly (ethylene glycol) 
diglycidyl ether (PEDGE, Avg. Mn 500) was purchased from Sigma-Aldrich. Acetone and ethanol 
were purchased from Brenntag UK Ltd. Jeffamine® EDR-148 polyetheramine was donated from 
Huntsman Chemical Company. Sodium lauryl sulfate (SLS) micropellets were purchased from 
Fischer BioReagents. Polyvinyl chloride (PVC) cloth was purchased from Home Focus, Hickey 
& Co Ltd. (Ireland).  
 
3.2.2 Tattoo platform design, fabrication and application 
The tattoo platform design, fabrication and application to a substrate has been described previously 
in Chapter 2, Section 2.2.2. This platform is referred to as the Direct Contact (DC) mode in this 
chapter. 
 
3.2.3 Incorporation of Conducting Adhesive (CA)  
ARcare® 8881 is a non-woven material with an electrically conductive acrylic adhesive on both 
sides, used to adhere the silver concentric electrodes to the skin. A Graphtec CE 6000 was used to 
machine the CA film according to the same two concentric electrode geometry used for the silver 
electrodes. The machined CA film was aligned and adhered on top of the silver electrodes before 
applying it to skin. When applied, the silver electrodes were face-up while the CA adhered to skin 
(Fig. 3.1b & c). This platform is referred to as the Conducting Adhesive Contact (CAC) mode in 
this chapter. 
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Figure 3.1 Schematic diagrams of skin the electrode interface in platforms using (a) DC mode and 
(b) CAC mode.  
 
3.2.4 Physical characterisation of the tattoo platforms 
3.2.4.1 Isolation of silver filler 
The silver flake component of the inks were isolated via centrifugation. Approximately 1 g of ink 
was placed into a centrifuge tube and the ink was centrifuged at 7000 rpm for 1 h. This allowed 
for the silver particles to settle in the bottom of the centrifuge tube allowing the top layer of 
suspension to be removed. The remaining silver was washed with acetone (5 ml) and ethanol (2.5 
ml). The silver precipitate was placed in the fumehood to allow the solvents to evaporate overnight.  
 
3.2.4.2 Physical characterisation of printed electrode films 
Two point probe resistance measurements were carried out on the screen-printed electrodes after 
curing using a Keithley 2420-C 3A SourceMeter®.  The surface resistance of the silver films were 
measured by placing the probes 3 mm apart. The resistance of the CA was measured by placing 
the probes 10 mm apart. The Average Surface Height (ASH) of the materials were measured using 
a Bruker Dektak XT stylus profilometer. A Nikon D3300 camera was used for imaging during the 
on-body studies. A Keyence Digital Microscope (3D VHX-2000) was used to take high resolution 
images of the screen-printed electrodes to assess their conformability.  
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3.2.4.3 Mechanical characterisation 
Three tattoo platforms were assessed using tensile testing: silver (DC mode), silver-elastomer (DC 
mode) and silver-elastomer (CAC mode). These platforms were assessed under tensile load applied 
using a Zwick Z5 (Zwick Roell, Germany) fitted with a 5kN load cell. Two rectangular plastic 
plates (2.0 mm thick PMMA) were clamped into tensile grips within the Zwick machine to adhere 
the tattoo platforms onto during testing. For all tests a tensile load was applied at a speed of 1 
mm/min using the TestXpert software (Zwick Roell, Germany). These tattoo platforms were 
adhered to the plastic plates with a 2 mm starting displacement and tested to failure. The adhesive 
layers when assembled onto the electrodes, introduced a change in thickness and cross sectional 
area to the platforms. In order to calculate the cross-sectional area, the thickness used was 11.6 µm 
for the silver (DC mode) and silver-elastomer (DC mode) and 114.77 µm for silver-elastomer 
(CAC mode). 
 
3.2.4.4 Electrical characterisation 
Impedance spectroscopy was performed using an Autolab PGSTAT128N potentiostat. The 
frequency range scanned was 0.1 Hz to 1 MHz for all experiments, unless stated otherwise. Spectra 
collected on hydrogels were recorded at 0 V set potential and 0.01 V amplitude while spectra 
collected on skin were recorded at 0.1 V set potential and 0.03 V amplitude. Unless stated 
otherwise, skin was pre-treated with cotton wool soaked in deionised (DI) water for 1 min prior to 
application of tattoo platforms. 
 
3.2.5 Hydrogel preparation  
The hydrogels were prepared according to Section 2.2.5. Before impedimetric analysis the 
hydrogels were removed from the fridge and left to acclimatize to room temperature for 1 h. Tattoo 
platforms were applied to the surface of the hydrogels and an impedance spectra were recorded 
using the conditions in Section 3.2.4.4. 
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3.2.6 Participant study 
Healthy participants aged 23-31 were recruited and instructed not to apply perfumes or cosmetics 
on their arms on the days of sample collection. Participants were informed of the aim and purpose 
of the study and asked to provide written informed consent. An example of the Plain language 
statement, Informed consent form and Questionnaire can be found in the Appendix, Section A3.A. 
The local ethics committee (Dublin City University Ethics Committee) approved the study and the 
study was performed according to the Declaration of Helsinki. The tattoo in CAC mode was 
applied on to the inner forearm and an impedance spectra was collected according to Section 
3.2.4.4. The skin tissue dielectric constant (TDC) was taken on the inner forearm using a handheld 
Delfin MoistureMeterD probe (MMD) (Delfin Technologies, Finland). 
 
3.2.6.1 Flexion-extension 
Flexion-extension of the arm was performed by a single participant when wearing the tattoos in 
both DC and CAC modes. These were applied to the forearm of the participant and images of the 
platforms were taken with the arm extended and then again after flexing. This was repeated ten 
times in order to assess the mechanical stability and adherence of the platforms on the body. 
 
3.2.6.2 Barrier disruption 
DI water and 0.5% SDS in water were applied to two different, adjacent sites on the inner forearm 
of a single participant. Cotton wool soaked with the topical treatment were applied onto skin for 1 
min. After 1 min, the cotton wool was removed and tattoos in CAC mode were applied to the sites 
and an impedance spectra were collected using the conditions in Section 3.2.4.3. A TDC 
measurement was taken before and after topical treatment of the skin at each site also. 
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3.3 Results and discussions 
In the previous chapter, a tattoo platform based on a screen-printable, flexible silver ink was 
demonstrated to track electrical changes in skin. This platform allowed for good contact with the 
skin for single measurements, however it did not possess appropriate mechanical properties for 
continuous monitoring. In order to enhance the tattoo platforms’ mechanical properties, an 
alternate silver-elastomer ink formulation was assessed for its suitability as a wearable platform. 
Films comprising the silver and silver-elastomer inks were compared electrically and mechanically 
in order to understand the impact of elastomer in ink formulations on a wearable tattoo platform. 
For the wearable being developed in this thesis, an ink formulation that is capable of stretching 
and moving with the skin without impeding the electrical measurements was investigated. In this 
section, two different commercial silver inks were investigated, one without elastomer and one 
with elastomer. These ink formulations were screen printed onto a temporary tattoo substrate as 
before in order to fabricate a skin-based wearable platform. The resulting platforms were subjected 
to tensile testing to understand their mechanical character and were characterised impedimetrically 
in order to understand which ink formulation might be more suitable for wearable electrodes 
interfaced with the skin. 
 
3.3.1 Characterisation of inks for Direct Contact (DC) modes 
The % silver content of the silver- and silver-elastomer inks were assessed using the method 
described in Section 3.2.4.1. The % silver found was 53.42 ± 1.57 % for the silver ink and 61.23 
± 2.01 % for the silver-elastomer ink (n=3). This higher loading in the silver-elastomer ink 
formulation may have been used to compensate for the presence of the insulating elastomer resin 
component of the ink, which is a PU thermoplastic in this case. Two-point probe resistance for the 
films comprising silver ink was measured to be 0.13 ± 0.01 Ω/mm and for the silver-elastomer ink, 
it was measured to be 0.15 ± 0.01 Ω/mm (n=5). This higher resistance value measured for the 
silver-elastomer films is again likely due to the presence of elastomer. Overall the thickness of the 
silver ink platform was measured to be 11.64 ± 1.55 µm and the silver-elastomer ink platforms 
was 11.20 ± 1.63 µm (n=4). From this initial physical characterisation, the silver-elastomer ink 
had a higher resistance compared to the silver ink and had reasonably comparable thicknesses 
when screen-printed under equivalent conditions. 
110 
 
The conformability and adherence of the different inks in DC mode to skin were compared via 
imaging of the materials when applied to textured surfaces and using on-body flexion-extension 
movements. One of the challenges of wearable sensors is good adherence to the skin. As the skin 
is a non-planar, dynamic surface, the wearable skin-based platform should be able to conform with 
skin mechanics while remaining adhered to the skin. To assess the conformability of the screen 
printed platforms, the DC mode platforms were applied to a PVC cloth substrate and imaged. The 
PVC cloth was used to emulate the non-planar surface of the skin [22]. From Fig. 3.2, it can be 
seen that the both inks adhere well to PVC. It can be seen that the silver ink platform sits over the 
surface (Fig. 3.2a), while the silver-elastomer ink platform conformed much better to the surface 
topology (Fig. 3.2b), demonstrating that the elastomeric properties of the latter ink allows for 
enhanced conformability. 
 
 
Figure 3.2 DC mode tattoo platforms comprising of (a) silver and (b) silver-elastomer applied to 
PVC substrate were imaged using a Keyence Microscope (Mag x30). 
 
The platforms were applied to the skin of the forearm on a single participant to assess adherence 
to skin. The platforms were gently stretched to assess their durability under mechanical stress. The 
images in Fig. 3.3 shows that the DC mode platforms comprising the silver and silver-elastomer 
inks adhered well to skin (before stretching). However when mechanical stress in the form of 
stretching was applied, it was observed that the silver platform weakened to a point of fracture, 
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seen as in the image (Fig. 3.3, top right) on the outer electrode. On the other hand, the silver-
elastomer platform did not fracture upon stretching but partial buckling did occur which was likely 
due to weak adherence (Fig. 3.3, bottom right). Buckling during stretching was observed for both 
platforms suggesting that consistent and stronger adherence to skin was still an issue which needed 
to be addressed. Consistent interfacial electrode contact with skin is important for this application 
in order to get reliable electrical measurements of the skin while being worn. 
 
 
Figure 3.3 Images of silver DC mode and silver-elastomer DC mode platforms on skin before and 
after gentle stretching (tattoo electrode diameter: 20 mm). Images were taken using a Nikon 
D3300 camera.  
 
The adherence and mechanical stability of the DC mode platforms during flexion and extension of 
the forearm of a single participant was also studied. Silver and silver-elastomer platforms were 
applied again on to the forearm in its relaxed position and the forearm was flexed and extended. 
This movement was repeated ten times in order to assess the stability of the platforms under this 
mechanical stress. From Fig. 3.4, the silver and silver-elastomer platforms adhered well to the skin 
initially, as expected. It was observed that the silver platform underwent severe delamination and 
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fracturing after several flexion/extensions compared to the silver-elastomer platform where 
delamination or fracturing did not occur. However, buckling effects were again observed with the 
silver-elastomer platform after movement. Despite the buckling effect the silver-elastomer 
platform remained intact, consistent adherence to skin was still an issue.  
 
Figure 3.4 Images of the silver DC mode and silver-elastomer DC mode platforms on skin before 
and after flexion-extension movements of the forearm (tattoo electrode diameter: 20 mm). Images 
taken using a Nikon D3300 camera. 
 
3.3.1.1 Electrical characterisation of tattoo platform 
The silver and silver elastomer platforms were applied directly to the surface of bulk hydrogels 
and impedance spectra taken in order to compare the performance of the two different ink 
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formulations. Nyquist plots are displayed in Fig. 3.5 (a and b). The Nyquist plots for both inks 
show similar spectra with two well-defined regions: a semi-circle in the high frequency region and 
the opening of a larger second semi-circle at lower frequencies. The response in the higher 
frequency range is attributed to the bulk hydrogel while the response in the lower frequency range 
has been attributed to the highly capacitive electrode-hydrogel interface.  
 
Figure 3.5 (a) Nyquist plots of the silver and silver-elastomer platforms on a PEDGE-Jeffamine® 
hydrogel. (b) Magnification of the high frequency region of the Nyquist plots in (a). Corresponding 
Bode plots for (c) Impedance and (d) Phase are also shown (n=4). 
 
The spectra obtained for the silver and silver-elastomer platforms show similar consistent 
behaviours at high frequency, while the lower frequency range showed some differences (Fig. 
3.5a). The spectra for the silver-elastomer platform at the lower frequency region shows a slightly 
higher impedance than that of the silver platform which could be attributed to the elastomer present 
in the ink formulation. The diameter of the semi-circle found in the high frequency region is taken 
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as the measure of bulk hydrogel resistance (Rgel). The Impedance plots (Fig. 3.5 c & d) show 
similar consistent behaviour in the higher frequency range which is attributed to the bulk hydrogel 
while the lower frequency range shows response differences which can be attributed to the 
variability in the electrode-hydrogel interface. Rgel values for the semi-circles in the Nyquist plots 
were 6223 ± 382 Ω, 6 % (n=4) for the silver platforms and 6195 ± 203 Ω, 3 % (n=4) for the silver-
elastomer platforms showing that the measured Rgel values for the bulk hydrogel were equivalent 
using both platforms. 
The silver and silver-elastomer DC mode platforms were further characterised electrically on 
human skin. Both platforms were applied to the inner forearm of a single participant. The Nyquist 
plots of skin showed single semi-circles with large diameters (Fig. 3.6). Using the silver platform 
resulted in a smaller semi-circular diameter compared to that using the silver-elastomer platform 
(Fig. 3.6a). The corresponding Bode plots in Appendix, Fig. A3.A also shows that the overall 
impedance for the silver-elastomer platform had a higher impedance compared to the silver 
platform, but shows that both platforms have similar profiles for the electrical signal of skin. This 
is likely due to differences in skin- electrode interfacial contact for the different materials. Both 
spectra show a large semi-circle for skin measurements, the response at high frequency region is 
typically dominated by the deeper skin tissue, while the response at the lower frequency region are 
typically dominated by the electrodes in contact with the SC layer of the skin. As discussed in the 
previous chapter, this semi-circle is understood to contain unresolved contributions from both the 
skin and the electrode-skin interface. A simplified model was selected to model the electrical 
properties of skin in this work [23], [24]. The circuit model comprises of a resistor, attributed to 
the viable tissue resistance (Rvt) in series with a second resistor, attributed to electrode-skin 
interface resistance (Relec/skin) with a constant phase element (CPE) in parallel, attributed to 
capacitance of the electrode-skin interface. This simplified circuit model has been commonly used 
for modelling skin impedance data [14], [25]–[27].  
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Figure 3.6 (a) Representative Nyquist plots of the inner forearm as measured by the silver platform 
and silver-elastomer platform. Inset shows the equivalent circuit used to model the data. (b) 
Magnification of the high frequency region in (a). Corresponding Bode plots in Appendix Fig. 
A3.A. 
Using this circuit, the modelled contributions of the skin and the skin-electrode interface could be 
deconvoluted. The circuit element of interest was the resistance associated with the viable tissue 
(Rvt). Due to the presence of noise at frequencies below 100 Hz, circuit modelling was limited to 
the data collected between 1 MHz and 100 Hz. An example of the fitted spectra at the short 
frequency range can be seen in Fig. A3.D in the appendix. Based on this model, Rvt values were 
obtained for skin for both the silver and silver-elastomer platforms as paired repeated 
meaasurements (n=5) on a single participant. From the data, the silver platform had a lower 
average Rvt compared to that measured by the silver-elastomer platform. The measured Rvt for the 
silver platform was 455 ± 69 Ω, 15 % while the measured Rvt for the silver-elastomer platform 
was 518 ± 33 Ω, 6 %. Based on a paired t-test, a p-value of 0.07 (two-tailed) was returned indicating 
that there is no significant difference between the measured resistance data between the two 
platforms. However, it was observed that there was variability in the adherence of these electrodes 
on skin, it was noted that the silver platform partially buckles from the skin during meaurement, 
which is not ideal for a wearable sensor because this buckling would have an effect on the electrical 
signal measured from skin and could be a source of error during measurement. While the silver-
eleastomer also shows minimal buckling, which is still not ideal therefore an adherence method 
should be consisdered to keep the electrodes consistentantly adhered to skin. The mechanical 
properties of these platforms will be further discussed in the next section. 
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3.3.1.2 Mechanical assessment of tattoo platform 
The tensile strengths of the silver and silver-elastomer platforms were measured. The stress-strain 
curve gives information on the tensile properties of the silver and silver-elastomer DC mode 
platforms (Fig. 3.7). From tensile testing, the mechanical properties: Young’s modulus (MPa), 
yield strength (N/mm2) and yield strain (%) were measured and compared for each electrode 
platform (Table 3.1). 
 
Figure 3.7 Stress-strain responses of the silver and silver-elastomer DC mode platforms. 
 
Table 3.1 Comparison of the mechanical properties of the silver and silver-elastomer platforms 
(n=7). 
Platform 
(DC mode) 
Young’s Modulus 
(MPa) 
Yield Strength 
(N/mm2) 
Yield Strain (%) 
Silver  0.27 ± 0.10 1.44 ± 0.67 3.83 ± 1.00 
Silver-elastomer 0.16 ± 0.03 1.17 ± 0.16 6.27 ± 1.67 
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The Young’s modulus (MPa), yield strength (N/mm2) and yield strain (%) for each platform are 
tabulated in Table 3.1. The Young’s modulus is also known as the modulus of elasticity and is 
used to describe the elasticity of the material. The Young’s modulus of the epidermis is quite broad 
and can be between approx. 0.14 – 0.6 MPa [5]. It was observed that both silver and silver-
elastomer DC mode platforms moduli lie within this broad range of the Young’s modulus of the 
epidermis as seen in Table 3.1. However in this case, the silver-elastomer DC mode platform was 
almost half the Young’s modulus of the silver DC mode platform. This suggests that the silver-
elastomer DC mode platform is more elastic than the silver DC mode platform demonstrating the 
positive impact of the elastomeric properties present in the ink formulation. The yield strength of 
the different materials were assessed to determine at which point the elastic properties of the 
material have been exceeded and plastic deformation occurs. In this case, the yield strength for the 
silver DC mode platform was higher than the silver-elastomer DC mode platform indicating that 
the silver DC mode platform can withstand higher levels of stress before fracturing compared to 
that of the silver-elastomer DC mode platform. The yield strain gives an indication of how much 
the electrode material can be stretched prior to failure. In this case, the yield strain shows almost a 
two-fold increase for the silver-elastomer DC mode platform indicating that this was capable of 
withstanding higher strain than its silver DC mode counterpart. This suggests that the silver-
elastomer DC mode platform is more pliable and so could withstand more stretching on the skin 
compared to the stiffer material. Overall these results indicate that the silver DC mode platform 
can withstand higher levels of stress however it can only withstand minimal strain and as such it 
fractures and delaminates from skin under mechanical stress. The results for the silver-elastomer 
DC mode platform show that despite it not handling high levels of stress, it is capable of greater 
strain demonstrating the positive impact of the elastomeric properties of the ink formulation. This 
suggests that the silver-elastomer DC mode platform has properties that would be suitable for an 
epidermal wearable. However, buckling effects observed earlier on skin remained an issue. Greater 
adherence to the skin is needed to overcome the buckling issue in order to reliably interface the 
platform to skin. An adherence strategy using a conductive adhesive (CA) to improve the 
adherence will be further discussed in the next sections. 
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3.3.2 Incorporation of CA into the tattoo platform 
From the previous section, screen-printed silver and silver-elastomer platforms were characterised 
for their electrical and mechanical properties. From the investigation, the silver-elastomer platform 
showed improved mechanical properties that could potentially be used in this wearable platform 
for longer-term wear. However, consistent and stronger adherence to skin using the silver-
elastomer platform is still an issue. In order to address the issue of adherence, a Conducting 
Adhesive (CA) was integrated with the silver-elastomer DC mode platform according to the 
method described in Section 3.2.3. The conductive nature of this adhesive was exploited here to 
allow propagation of the electrical signal between the electrodes and skin. In the next sections, the 
effect of this CA layer as a form of enhancing adherence with the skin is investigated.  
 
3.3.2.1 Physical characterisation of CA contact mode (CAC) 
The silver-elastomer ink was selected as the ink of choice for this study, whereby the DC and CAC 
modes were compared in order to assess the impact of the CA on the physical and mechanical 
properties of the tattoo platform. Two-point probe resistances were reported earlier for the DC 
mode as 0.15 ± 0.01 Ω/mm (n=5). The CA had a measured resistance of 1.53 ± 0.13 Ω/mm (n=5) 
which was an order of magnitude higher than the silver film.  
The thickness of the DC mode platform was also compared to the thickness of the CA. As 
previously discussed the DC mode had a thickness of 11.20 ± 1.63 µm and the thickness of the CA 
on its own was measured to be 99.18 ± 1.32 µm, thus there was a 10-fold increase in platform 
thickness after integrating the CA into the silver-elastomer DC mode platform. The significant 
increase in overall thickness of the CAC mode had an effect on the overall conformability of the 
platform when adhered to a rough surface (Fig. 3.8). The DC mode had good conformability to 
the rough surface as observed previously, while the CAC mode had a reduced conformability when 
adhered to the PVC (Fig. 3.8b), due to the addition of the CA layer. Despite being a thicker 
platform, the use of the CA was investigated to enhance the mechanical properties of the platform 
due to its adhesive properties.  
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Figure 3.8 Images of the (a) silver-elastomer DC mode (as previously shown in Figure 3.2) and 
(b) silver-elastomer CAC mode adhered onto a PVC substrate and  were imaged using a Keyence 
Microscope (Mag x30). 
 
3.3.2.2 Investigation of the electrical properties of DC and CAC modes 
The DC and CAC modes were then tested impedimetrically on both hydrogel and skin. These two 
platforms were initially applied to a hydrogel surface to investigate the impact of the CA on the 
electrical properties of the platform. The resulting Nyquist spectra in Fig. 3.9a shows two well-
defined regions for the DC mode as before attributed to the bulk hydrogel (high frequency) and 
the electrode-hydrogel interface (low frequency). Interestingly, the Nyquist plot for the CAC mode 
shows three distinct regions comprising the openings of two semi-circles at high and mid 
frequency and a capacitive feature extending into low frequency region (Fig. 3.9a and b). The 
presence of this second semi-circle in the mid frequency region has been attributed to the CA. The 
CA material on its own was fabricated into the same configuration as the concentric electrodes. It 
was adhered onto the hydrogel surface and an impedance measurement was taken, results in 
Appendix Fig. A3.B. The results indicate that the CA material on its own has a high resistance and 
capacitance associated with it, which is not ideal. However, it may still be viable to use once its 
contribution to the impedance spectrum can be identified and isolated from that of the hydrogel. 
Rgel values from the circuit model attributed to the bulk hydrogel measurement were extracted to 
be 6856 ± 553 Ω, 8 % (n=3) for the DC mode platform while for the CAC mode platform it was 
measured to be 10283 ± 1646 Ω, 16 % (n=3). This indicated that the Z View software had difficulty 
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estimating the diameter attributed to the bulk hydrogel. This was likely due to the merging 
impedance contributions between the bulk hydrogel and CA layer (Fig. 3.9b). It was noted that the 
CAC mode platform had a higher variability compared to the DC mode platform, which can 
potentially be due to the electrical contribution of the CA layer merging with both the electrical 
contributions of the bulk hydrogel and electrode interface which makes it challenging to fully 
distinguish the CA layers electrical signal on its own. 
The raw Z’ values for both DC and CAC platforms were further investigated to deconvolute the 
contributions of the bulk hydrogel measurement for each platform. It was estimated that the DC 
mode platform had Z’ values that measured 6737 ± 552 Ω, 8 % (n=3), while the CAC mode 
platform had Z’ values of 6307 ± 724 Ω, 11 % (n=3). The results indicate that it is possible to 
resolve the different contributions on a hydrogel using the CAC mode platform. It is important to 
be able to resolve the different contributions, so the contribution associated with the CA does not 
interfere with the measurement of Rvt when the CAC mode platform is used on skin. 
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Figure 3.9 Representative (a) Nyquist plots comparing the silver-elastomer DC and CAC modes 
on a hydrogel, (b) magnification of higher frequency region of the Nyquist spectra attributed to 
bulk hydrogel and the corresponding (c) Impedance and (d) phase plots. 
 
The DC and CAC modes were then applied onto human skin, on the inner forearm of a single 
participant, in order to assess the impact of the CA on the measured skin impedance. The Nyquist 
plots show single semi-circles in both instances (Fig. 3.10a) and it was observed that the CAC 
mode showed a higher overall impedance compared to the DC mode. It was also observed that the 
contribution associated with the CA was not fully resolved from other contributions for this skin 
measurement as was the case for the measurement on the hydrogel. This indicates that the 
additional resistance and capacitance contributed by the CA could have a significant impact on the 
skin measurement. The high frequency region is attributed to measurements of the deeper tissue, 
Rvt values modelled from the opening of the semi-circle at the high frequency were used to 
compare the DC and CAC modes measurements on human skin. The Rvt value from a single 
participant indicate that the silver-elastomer DC measured lower resistance values (432 ± 100 Ω, 
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23 % (n=3)) compared to the silver-elastomer CAC (688 ± 82 Ω, 12 % (n=4)). This suggests that 
the CA layer influenced the measured resistance, likely as a direct result of its high resistance 
which is not resolved from the time constant of skin, under the conditions tested. 
 
 
Figure 3.10 Representative (a) Nyquist plots of the inner forearm as measured by the silver-
elastomer DC and CAC modes, (b) magnification of the higher frequency region of the Nyquist 
plots and corresponding (c) Impedance and (d) phase plots. 
 
3.3.2.3 Mechanical comparison of DC and CAC modes 
The tensile strength of the DC and CAC modes were measured. The stress-strain curves comparing 
the mechanical properties of the DC and CAC modes (using the silver-elastomer ink) are shown 
in Fig. 3.11. Using the stress-strain curve in Fig. 3.11, the data was processed and the Young’s 
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modulus (MPa), yield strength (N/mm2) and yield strain (%) for each platform and is tabulated 
below in Table 3.2  
 
Figure 3.11 Stress-strain responses of the silver-elastomer DC and CAC modes.  
 
Table 3.2 Mechanical properties of the silver-elastomer DC and silver-elastomer CAC (n=7). 
Platform 
(Silver-elastomer) 
Young’s 
Modulus (MPa) 
Yield Strength 
(N/mm2) 
Yield Strain 
(%) 
Direct Contact (DC) 0.16 ± 0.03 1.17 ± 0.16 6.27 ± 1.67 
Conducting Adhesive Contact (CAC) 0.34 ± 0.08 2.72 ± 0.69 8.12 ± 0.16 
 
From Table 3.2, the Young’s modulus of the CAC mode was greater than that of the DC mode. 
This suggests that the incorporation of the CA has made the overall platform less elastic, however 
it still broadly lies within the range of the Young’s Modulus of the epidermis as previously 
discussed in Section 3.3.1.2. The yield strength indicates that the CAC mode is capable of 
withstanding stress two times more than its DC mode counterpart, suggesting that this CAC mode 
platform is more mechanically robust. While the yield strain suggests that the addition of the CA 
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has contributed to a 2 % increase in the strain the CAC mode can withstand. This indicates that it 
can stretch more than the DC mode before failure. Based on the results, the incorporation of the 
CA layer into the wearable platform has reduced its elasticity. However it can withstand higher 
levels of stress and strain suggesting it can withstand more mechanical stress compared to the DC 
mode. 
The adherence and mechanical stability of the CAC mode was investigated during flexion and 
extension on the forearm of a single participant. This was also compared to the flexion and 
extension movements of the DC mode, previously observed in Fig. 3.4. The CAC mode was 
applied to the forearm in its relaxed position and the forearm was flexed and extended. This 
movement was repeated 10 times in order to assess the stability of the platforms under mechanical 
stress. From Fig. 3.12, both DC and CAC modes adhered well to the skin. However, buckling 
effects were observed with the DC mode after movement. The CAC mode did not show any visible 
buckling or fracturing, indicating that it had a robust adherence to skin after movement. As 
expected, the CA layer enhanced adherence of the overall tattoo platform to skin over the course 
of several flexion-extension movements. This shows that the CA layer had a positive impact on 
the CAC mode’s adherence and mechanical properties. 
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Figure 3.12 Images comparing the silver-elastomer DC (previously shown in Fig.3.4) and silver-
elastomer CAC mode on skin before and after flexion-extension movements of the forearm (tattoo 
electrode diameter 20 mm). Images taken using a Nikon D3300 camera. 
 
3.3.2.4 Tracking skin barrier properties upon exposure to topical treatments 
A preliminary skin barrier disruption study was carried out on a single participant in order to test 
if the CAC mode was capable of tracking electrical changes after altering the skin barrier 
chemically. The skin barrier was exposed to DI water and 0.5% SDS in water for fixed periods of 
time in order to see if the tattoo could detect changes in the skins electrical properties after these 
treatments. Sodium dodecyl sulfate (SDS) has also been commonly used as an irritant in 
dermatological studies [28], [29] and skin exposure to SDS can lead to various degrees of skin 
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barrier damage. The CAC mode was used to track electrical changes of skin after these topical 
treatments. A narrow frequency range was used to mitigate the influence of noise as well as shorten 
the measurement (Fig. 3.13). A skin probe measurement was also taken to understand if it would 
be able to detect tissue dielectric constant changes in skin. The Nyquist plot shows a lower 
capacitive feature after exposure to 0.5 % SDS compared to water suggesting that the interface 
between the skin and electrode have been altered (Fig. 3.13). The corresponding Bode plots 
indicate that water applied on skin had a higher overall impedance while 0.5 % SDS on skin had a 
lower overall impedance, data shown in Appendix, Fig. A3.C. The Z’ values at 1 MHz were 
collected before and after each type of exposure to investigate its effect on the viable tissue. The 
difference (delta values (Δ)) between the before and after measurements were calculated for the 
CAC mode and skin probe measurements (Table 3.4). The impedance was reduced after exposure 
to both topical treatments, which correlated to the increase in skin probe values measured tabulated 
in Table 3.3. It is interesting that the Δ values measured by the CAC mode platform for both 
exposures did not substantially differ. This suggests that the topical treatments had an effect on the 
skin surface, but it did not substantially affect the viable tissue associated to the high frequency 
measurement (Fig. 3.13b). However, the skin probe values indicate that the tissue dielectric 
constant after exposure to 0.5 % SDS was slightly higher compared to water. This suggests that 
the probe may be more sensitive to changes in tissue dielectric compared to the CAC mode 
platform. The difference after exposure to 0.5% SDS observed by the skin probe may likely be 
due to the partial disruption of the skin lipids [30]. Soltanipoor et al. has demonstrated on a small 
population that skin barrier impairment and the inflammatory response are specific to the irritants 
exposed to the skin [31]. They observed that the capacitance of the skin decreases 24 hours after 
exposure to 0.5% SDS [31], which was observed at the lower frequency region using the CAC 
mode platform after application of 0.5% SDS on skin. However another research group measured 
skin capacitance and observed that there was no statistical difference before and after immediate 
application of SDS [32]. The differences in results between the two research groups suggest that 
the effect ionic surfactant on human skin is still not fully understood and requires a standardized 
method of testing. Overall this study has shown that the CAC mode was capable of measuring a 
relative change before and after the different topical treatments. The data suggests that 
measurements from the CAC mode platform attributed to the deeper tissue layers after exposure 
to the two topical treatments could not be differentiated from each other. However, it was observed 
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that there was a decrease in capacitance at the lower frequency range after topical treatment of 
SDS indicating that the electrical properties have changed. Although it is difficult to know whether 
this was due to the addition of ions after treating the skin with SDS or the degradation of the lipids 
within the skin that has changed at the interfacial contact between the electrodes and skin. Further 
investigation using various topical treatments and concentrations would help towards 
understanding how the electrical properties of the skin surface and viable tissue can change and be 
affected by different types of chemical exposure. 
Figure 3.13 Representative (a) Nyquist plots of inner forearm after topical treatments of water 
and 0.5 % SDS in water collected using the silver-elastomer CAC platform and (b) magnification 
of the higher frequency region of the Nyquist plots. Corresponding Bode plots in Appendix Fig. 
A3.C. 
 
Table 3.3 Comparison of measurements taken using the silver CAC mode and skin probe after 
different topical treatments (n=3). 
Silver-elastomer CAC mode 
Topical treatment Before treatment 
Z/Ω 
After treatment 
Z/Ω 
Δ Z/Ω 
Water only 747 ± 27 572 ± 30 -175 
0.5 % SDS 731 ± 39 540 ± 36 -190 
Skin probe 
Topical treatment Before treatment After treatment Δ a.u. 
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a.u. a.u. 
Water only 25.6 ± 1.2 30.1 ± 1.6 -4.5 
0.5 % SDS 28.8 ± 0.7 35.9 ± 2.3 -7.1 
 
3.3.2.5 Participant study using CAC mode 
The CAC mode was applied onto the inner forearms of 8 healthy participants and impedance 
spectra were taken. As before, due to the presence of noise at frequencies below 100 Hz, modelling 
was carried out with data collected between 1 MHz and 100 Hz using the circuit model for skin 
described in Section 3.3.2. The measurements from the CAC mode were compared to skin probe 
measurements for the same participants using the Delfin skin probe (before pre-treatment of the 
skin). The Delfin skin probe used operates at a 300 MHz and can detect free and bound water in 
the tissue within the effective measurement depth of the probe [33], [34]. The skin probe used was 
had an effective depth measurement of 0.5 mm. Skin probe values (TDC) were compared to the 
Rvt values measured by the CAC mode by plotting them against each other and performing a 
regression analysis. A Pearson’s correlation of 0.2533 was obtained indicating poor correlation 
between the Rvt and skin probe measurements in this participant study (Fig. 3.14).  
 
 
Figure 3.14 Regression analysis comparing the participant data from the tattoo platform (Rvt 
values) to that from the skin probe. 
y = -7.3531x + 844.55
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Further analysis of both Z’/Ohm values and Rvt from the wider frequency sweep (1 MHz to 0.1 
Hz) were also compared to the skin probe measurements before and after pre-treatment, but these 
also showed poor correlation. This poor correlation between the silver-elastomer CAC mode 
measurements and skin probe measurements were likely as a result of not being able to 
deconvolute the Rvt measurement from that of the resistance of the CA. A reason for this could be 
the high resistance and capacitance contribution of the CA material on its own which makes it 
challenging to reliably differentiate the electrical contributions of the viable skin layer. Despite 
showing promising mechanical properties, the CAC mode was found not to be suitable for 
measuring the resistance values of viable tissue in a population. Future studies using this CAC 
mode might require the removal of the highly resistive SC barrier to reduce the contact impedance 
between the CA layer and the skin. Alternatively a thinner and more conducting adhesive could 
be used to adhere the electrodes onto the skin. 
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3.4 Conclusion 
Initially, this chapter investigated the impact of elastomer in a silver ink formulation in relation to 
the wearability of a screen-printed tattoo platform. It was shown that the silver and silver-elastomer 
platforms had reasonably comparable physical and electrical characteristics. The silver-elastomer 
platform had a positive impact on the mechanical stability of the wearable platform as it did not 
fracture upon stretching and has improved the stretchability of the overall platform from 3.83 % 
to 6.27 %. However, delamination and buckling of both silver and silver-elastomer platforms on 
skin remained an issue. Therefore to further improve adherence to skin, a CA layer was 
incorporated into the silver-elastomer platform. The results from tensile testing indicated that the 
Young’s modulus increased from 0.16 MPa to 0.34 MPa, while the yield stress increased from 
1.17 N/mm2 to 2.72 N/mm2 suggesting that the CAC mode was more mechanically robust 
compared to the DC mode, which made it a promising platform for long-term monitoring. The 
impedance measurements indicated that the CA material had a high resistance and capacitance 
associated with it, which affected the impedance measurements of skin. This high impedance made 
it difficult to differentiate the electrical contributions of the viable skin from the CA, which was 
shown in the participant study. The participant study showed that the measurements from the CAC 
and TDC measurements from a skin probe poorly correlated (R2 = 0.2533) with each other 
suggesting that values measured by this tattoo platform were not comparable to the TDC values 
measured across a large population. Nevertheless, the materials used to fabricate the CAC platform 
could potentially be used to measure relative changes in skin electrical properties as observed in 
the study for tracking barrier properties upon exposure to topical treatment. This would require 
further investigation into how the electrical properties of the skin surface and viable tissue can 
change and be affected by different types of chemical exposure. Future studies can also focus on 
alternative adhesive materials that are potentially more conducting than the CA material or another 
possible route could be developing a conductive ink formulation that has adhesive properties. 
However, this would require extensive knowledge in ink formulations in order to develop a 
formulation with adhesive properties that doesn’t significantly affect the electrical performance of 
the electrodes. 
Overall this chapter demonstrates that selection of ink formulations and adherence methodologies 
are important considerations in the fabrication and implementation of wearable based sensors. This 
work also demonstrates that a compromise between mechanical stability and acquisition of reliable 
131 
 
electrical measurements is required for wearable epidermal sensors of this type for long-term 
monitoring.  
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Chapter 4 
Porous Tattoo Platform For Skin Physiology Monitoring 
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4.1 Introduction  
The development of wearable sensors aimed at personalised healthcare management has grown 
in recent years due to their potential value in continuous on-body monitoring [1]. Wearable 
sensing devices are growing in their capability around collecting real-time physical, chemical 
and even biochemical data [2]–[4]. The driver for the development of these devices is directly 
related to the big opportunity in healthcare whereby wearables have the potential to allow users 
or patients monitor their own health status aswell as disease progression, and inform on 
treatment compliance and efficacy outside the healthcare setting.  
Skin-based wearable devices are an important subset of wearables, as directly adhering the 
sensor onto skin has clear advantages in terms of close proximity for accessing and monitoring 
skin physiology [5]–[7]. Skin-based wearable sensors have been applied recently in detecting 
physiological parameters such as skin temperature [8], transcutaneous oxygen pressure [9], and 
electromyography (EMG) [10]. The growing interest in this field has opened up opportunities 
for new developments in material engineering to meet the challenge of mechanical compliance 
and adherence of transducers on skin. Skin-based impedance measurements are used to measure 
electrophysiological properties including electrical activity of the heart and brain, and the 
electrical properties of skin tissue. When monitoring electrical activity in the body via the skin, 
understanding the electrode-skin interface is crucial as this can determine the quality of the 
signal. For example, in an electroencephalography (EEG) application, electrode formats were 
tested on scalp skin under different conditions in order to establish a stable and conductive 
pathway through the skin [11], [12]. The holy grail is to develop a wholly dry electrode system 
for this application, given the deletrious drying effects over time for wet electrodes [11], [13]. 
In the case of directly characterising the electrical properties of the skin tissue itself, dry 
electrodes are sufficient once electronic circuitry has the capability to measure the high 
impedances associated with the outer skin barrier. Dry electrodes have been used to track 
alterations in skin tissue, such as changes in water content [13], [14] and differentiating normal 
and cancerous tissue [15].  
Human skin is a heterogeneous, anisotropic and non-linear visco-elastic material. Skin-based 
wearable sensors should ideally comprise materials that can conform to the topology of skin. 
Research groups such as that of Rogers have induced mechanical stability into epidermal 
devices through the design of stretchable periodic serpentine or fractal geometries for 
conducting tracks that can accommodate enhanced mechanical strain [16]. Another approach 
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reported by this group involves pre-stretching the substrate to produce buckling in the attached 
conductor [17]. 
Many other research groups have also been publishing methods and device prototypes for 
flexible and stretchable epidermal sensors that can acquire real-time, electrical measurements 
of skin using new materials and fabrication methods to also achieve mechanical compliance on 
skin [14], [18], [19]. For instance, Ameri et al reported a graphene-electronic tattoo using a ‘wet 
transfer, dry patterning’ method which resulted in a total thickness of just 463 ± 30 nm and a 
stretchability of more than 40% [18]. These resulting thin materials adhere well to the skin via 
just van der Waals forces. Adhesion could be further improved with liquid bandage coverage. 
Screen-printing is a well-established technique for the fabrication of electrodes and has recently 
been used to fabricate epidermal sensing platforms. For instance, Wang’s research group have 
shown the versatility of the screen-printing methodology by fabricating wearable 
electrochemical biosensors that can monitor ethanol [20] and sodium [21] via skin sweat using 
this technique. Screen-printing, as a thick film fabrication technology typically produces films 
with thicknesses between 0.1–100 mm. Temporary tattoo paper substrates can be used as 
substrate to print desired materials onto, which can be released and applied to skin via release 
liner. For example, Bandodkar et al reported a wearable solid state ion selective electrode (ISE) 
for the detection of sodium ions in sweat [21]. In this case, the sensing interface sits above the 
skin on adhesive and a fluidic channel was used to deliver induced sweat from the skin to the 
sensor. This platform was shown to withstand high strains without compromising its sensing 
properties. Imani et al also use a screen-printed electrochemical cell, this time for enzyme-based 
lactate detection. In this case, the sensing interface was separated from skin via a drop-coated 
polyvinyl chloride (PVC) membrane which the sweat-derived lactate could directly permeate 
[2].  
Good resilience against the mechanical deformations of the epidermis is critical in all these types 
of devices. There is a need to improve the mechanical properties of these platforms above what 
can be realised using traditional formulations of screen-printable flexible inks for these 
epidermal applications. For example, the addition of carbon nanofibres into traditional screen-
printable flexible inks has been used as a strategy to increase tensile strength [6]. Stretchability, 
a critical mechanical property for epidermal sensing, was induced into films by screen-printing 
a flexible silver particulate-based ink onto a thin polyurethane substrate. After curing, the ink-
139 
 
based silver flakes became embedded in the substrate to form stretchable silver-polymer 
interconnects [22]. 
It should be noted that it can be difficult to compare platforms and approaches reported in the 
literature based on mechanical characterisations carried out since geometry, thickness, materials 
used etc. will all vary. Furthermore, tensile testing methods used will be different in many cases. 
However, what is important is that each platform should be optimised for its specific application 
and wearability requirements, e.g. retain the required contact with skin under the strain and 
tension needs for the given application, and be fit for purpose.  
In many of the cases described above relating to screen-printed wearable and epidermal 
materials, adhesives among other approaches are used to mount electrodes onto skin. Adhesives 
serve primarily to induce strong adhesion between the sensor and the skin but can also have the 
consequence of isolating the sensing interface from the skin, which in many cases is required. 
Chapter 3 demonstrated that selection of ink formulations and adherence methodologies are 
important considerations in the fabrication and implimentation of skin-based wearable 
platforms. In this previous chapter, a conducting adhesive (CA) layer was incorporated into the 
screen-printed platform to improve adherence. Despite having robust mechanical properties, this 
CAC platform did not have the ideal electrical properties for a wearable hydration sensor 
because it was difficult to fully deconvolute the contributions from the viable tissue and CA 
layer. This chapter presents a new way to adhere screen-printed electrode materials that are both 
flexible and stretchable onto skin. This strategy incorporates the use of a porous adhesive layer 
between the screen-printed stretchable electrodes and the skin. The pores were machined into a 
thin non-conducting adhesive layer and the impact of these pores were investigated electrically 
on hydrogel and skin. The most promising porous adhesive layer platform was assessed for its 
mechanical robustness using tensile strength testing. Its potential as a wearable hydration sensor 
was investigated through a participant study and topical treament study.  
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4.2 Materials and methods  
4.2.1 Materials 
AG520 EI silver ink was purchased from Chimet® S.p.A. (Tuscany, Italy), referred to as silver-
elastomer ink here. Temporary transfer tattoo paper and acrylic adhesive film substrates were 
purchased from Sports Ink™ (Dublin, Ireland). Strip boards were purchased from Maplin 
Electronics. Mill Max spring loaded contacts (Part. No. 0906-4-15-20-75-14-11-0) were 
purchased from Farnell Components (Ireland). 2.0 mm thick Poly(methyl methacrylate) 
(PMMA) sheetswere purchased from Radionics Ltd. (Ireland). Poly (ethylene glycol) diglycidyl 
ether (Avg. Mn 500) was purchased from Sigma-Aldrich (475696-500ML). Acetone and 
Ethanol were purchased from Brenntag UK Ltd. Jeffamine® EDR-148 polyetheramine (CAS 
No. 929-59-9) was donated from Huntsman Chemical Company. Silcocks Base and Vaseline® 
Intensive Care™ Advanced repair were bought from a local pharmacy. Porcine skin used for 
testing electrodes was bought from a local butcher. Polyvinyl chloride (PVC) cloth was 
purchased from Home Focus, Hickey & Co Ltd. (Ireland).  
 
4.2.2 Tattoo platform design, fabrication and application 
The tattoo platform design, fabrication and application to a substrate has been described 
previously in Chapter 2, Section 2.2.2. This platform is referred to as the Direct Contact (DC) 
mode in this chapter (Fig. 4.1a). 
 
4.2.3 Assembly of adhesive layer: Adhesive Contact (AC) mode 
A Graphtec CE 6000 knife cutter was used to cut arrays of defined pores (Table 4.1) into 
adhesive films. These porous adhesive layers were placed on top of the printed silver electrodes 
(Fig. 4.1b). When the tattoo was applied to substrate, the adhesive layer was sandwiched 
between the electrodes and the substrate surface. Various porous array designs were cut into the 
adhesive films (Fig. 4.2), all comprising a fixed centre pore surrounded by a set of outer pores 
whose pattern varied. These porous adhesives were applied onto the tattoo electrodes where the 
centre pore aligned with the centre of the inner electrode and the outer pores then overlaid the 
outer electrode. The number of outer pores varied in each design (Table 4.1). The pore diameter 
was maintained constant at 1.2 mm. The electrode areas reported in Table 4.1 and are based on 
geometrical surface areas. 
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Figure 4.1 Schematic diagram of tattoo electrode platform on skin in (a) Direct Contact and (b) 
Adhesive Contact (Adhesive (27 pore)). 
 
Table 4.1. Tattoo platform specifications with and without adhesive layers. 
Tattoo design  Inner  pores Exposed area 
of inner 
electrode 
(mm2) 
Outer pores Exposed area 
of 
 outer electrode 
(mm2) 
Direct contact - 7.07 - 250.54 
Full adhesive 0 0 0 0 
Adhesive (7 pore) 1 1.13 6 6.78 
Adhesive (27 pore) 1 1.13 26 29.38 
Adhesive (31 pore) 1 1.13 30 33.90 
Adhesive (46 pore) 1 1.13 45 50.85 
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Figure 4.2 Image of the various porous adhesive film platforms. 
 
4.2.4 Physical characterisation of DC and AC mode platforms 
The electrode films were characterised by measuring resistance, thickness and imaging using 
the methods previously described in Section 3.2.4.2. 
 
4.2.5 Hydrogel preparation  
The hydrogels were prepared according to Section 2.2.5. Before impedimetric analysis the 
hydrogels were removed from the fridge and left to acclimatize to room temperature for 1 h. 
Tattoo platforms were applied to the surface of the hydrogels and an impedance spectra were 
recorded using the conditions in Section 3.2.4.4. 
 
4.2.6 Mechanical characterisation  
Tattoo platforms were assessed under tensile load using the method described in Section 3.2.4.3. 
For the screen printed silver-elastomer platforms, two different platforms were compared: 
Direct Contact and Adhesive (27 pore (referring to the number of pores in the platform). The 
tattoo platforms were adhered to the plastic plates with a 2 mm starting displacement. The 
adhesive layer when assembled onto the electrodes, introduces a change in thickness and cross 
sectional area to the platforms. The thickness used for the cross sectional area was 11.6 µm for 
the Direct Contact platform and 39.3 µm was used for the Adhesive (27 pore) platform. 
 
143 
 
4.2.7 Electrical characterisation  
4.2.7.1 Impedance spectroscopy 
Impedance spectroscopy was performed using an Autolab PGSTAT128N workstation. The 
frequency range scanned was 1 MHz to 0.1 Hz, unless stated otherwise. Spectra collected on 
the hydrogels were recorded at 0 V set potential and 0.01 V amplitude, while a set potential of 
0.1 V and amplitude 0.03 V was used for skin. Unless stated otherwise, the skin was pre-treated 
with cotton wool soaked in deionised water for 1 min prior to application of tattoo electrodes. 
Spring loaded pins soldered to a strip board were used to contact the inner and outer electrodes 
of the platform in order to contact with the potentiostat (Fig. 4.3).   
 
 
Figure 4.3 Schematic diagram of the experimental set-up when the tattoo electrodes are applied 
to skin and connected to the potentiostat. 
 
4.2.7.2 Hydrogel study 
Before impedimetric analysis, the hydrogels were removed from the fridge and left to 
acclimatize to room temperature for 1 hr. Tattoo electrodes were applied to the surface of the 
hydrogels and an impedance spectrum was recorded by contacting two spring loaded pins to the 
inner and outer electrodes of the platform. 
 
4.2.7.3 Flexion-extension study 
Flexion-extension of the arm was performed by a single participant when wearing the tattoos in 
both DC and Adhesive (27 pore) contact modes. These were applied to the forearm of the 
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participant and images of the platforms were taken with the arm extended and then again after 
flexing. This was repeated ten times in order to assess the mechanical stability and adherence of 
the platforms on the body. To assess the electrical performance of the different tattoo platforms 
before and after flexion-extension, the tattoo electrodes were applied onto the skin of a single 
participant (after pre-treatment) and an impedance spectrum was recorded using the parameters 
described in 4.2.7.1. An impedance measurement was recorded before flexion-extension and 
after each subsequent flexion-extension. A small frequency range (10,000 - 1,000 Hz) was used 
to reduce measurement time between flexion-extension.  
 
4.2.7.4 Topical treatment study 
DI water, water-based and oil-based moisturisers were applied to three adjacent sites on the 
inner forearm of a single participant. These topical treatments were applied and left on skin for 
1 min. To monitor the change in electrical impedance of skin over time after application of a 
topical treatment, the tattoo platform (Adhesive (27 pore)) was applied to the inner forearm 
before any pre-treatment and the impedance was measured using a single frequency (100,000 
Hz) and the parameters described in 4.2.7.1. Additional measurements were then taken at 
defined intervals over the following 30 min.  
 
4.2.7.5 Participant study 
Participants (3 males and 7 females, aged 19-32) were recruited and instructed not to apply 
perfumes or cosmetics on their arms on the days of sample collection. Participants were 
informed on the aim and purpose of the study and asked to provide written informed consent. 
An example of the Plain language statement, Informed consent form and Questionnaire can be 
found in the Appendix, Section A3.A. The local ethics committee (Dublin City University 
Research Ethics Committee) approved the study. Before application of the electrodes, tissue 
dielectric constants (TDC) measurements were taken on the inner forearm using a handheld 
Delfin MoistureMeterD (MMD) probe (Deflin Technologies, Finland) which had an effective 
measurement depth of 0.5 mm. Before impedance measurements, the inner forearm of the 
participant was pre-treated with cotton wool soaked in DI water for 1 min prior to application 
of tattoo electrodes. After application of the electrodes, an impedance spectra was collected 
using the conditions in Section 4.2.7.1. 
145 
 
4.3 Results and discussion 
Chapter 3 has shown the use of a thick conductive adhesive as a means to adhere to the skin to 
improve skin-electrode adherence. The incorporation of the conducting adhesive material 
demonstrated robust mechanical properties for the potential of long-term monitoring. However, 
the electrical signal generated by conducting adhesive contact platform indicated that could not 
fully deconvolute the contributions from the viable tissue from the conducting adhesive layer. 
To enhance the wearability and improve the electrical contact of the platform, a screen-printed 
elastomeric silver ink formulation and non-conducting adhesive layer were used to improve skin 
adherence, whereby pores were designed into this layer to facilitate electrical contact between 
the electrodes and the skin as described in Section 4.2.3. Thus, the chapter reports the impact of 
these changes on the platform in order to demonstrate the applicability of our platform for 
wearable, continuous monitoring applications.  
 
4.3.1 Physical characterisation of DC and AC tattoo modes 
The conformability and adherence of the silver-elastomer Direct Contact (DC) and Adhesive 
Contact (AC) to skin were compared via imaging of the materials when applied to textured 
surfaces and using on-body flexion-extension movements. To assess the conformability of the 
screen printed platforms, the DC and AC mode platforms were applied to a PVC cloth substrate 
and imaged. The PVC cloth was used to emulate the non-planar surface of the skin [23]. From 
Fig. 4.4, it can be seen that both tattoos adhere well to the rough PVC surface. The electrodes 
comprising the silver-elastomer DC mode conform to the surface topology (Fig. 4.4a). An 
adhesive layer (film thickness: 25.82 ± 2.17 µm) was incorporated into this silver-elastomer 
platform to improve the electrodes adherence to skin. When this AC mode was adhered onto the 
PVC substrate it still maintains good conformability despite the additional thickness from the 
adhesive layer (Fig. 4.4b).  
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Figure 4.4 Screen-printed silver-elastomer tattoo electrodes in (a) DC mode (as previously 
shown in Figure 3.2) and (b) AC mode (Adhesive (27 pore)) applied to PVC substrate and were 
imaged using a Keyence microscope (Mag x30). 
 
The platforms were applied to the skin of the forearm on a single participant to assess adherence 
to skin. The platforms were gently stretched to assess their durability under mechanical stress 
(Fig 4.5). It was observed that both DC and AC platforms adhere well to skin. However when 
mechanical stress in the form of stretching was applied, it was observed that the DC mode did 
not fracture upon stretching but partial buckling did occur which was likely due to weak 
adherence (Fig. 4.5, top right). In contrast, the AC mode remained adhered to skin to after 
stretching (4.5, bottom right). This indicates that the adherence of the platform has been 
enhanced after incorporation of this thin adhesive layer by minimising delamination and 
buckling during skin stretching. This indicates that the AC mode has potential in remaining 
adhered on skin during movement. The functionality and mechanical stability of these electrode 
platforms will be further investigated in Section 4.3.3.  
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Figure 4.5 Images of the silver-elastomer based electrodes using DC (as previously shown in 
Figure 3.3) and AC (Adhesive (27 pore)) modes on skin before and after stretching (tattoo 
electrode diameter: 20 mm). Images were taken using a Nikon D3300 camera.  
 
4.3.2 Impedance characterisation of DC and AC tattoo modes 
In Chapter 3, thick conducting adhesive layer was used to adhere the electrodes to skin. However 
electrical measurements using this platform indicated that it was difficult to fully deconvolute 
the contributions from viable tissue and conducting adhesive layer. This section investigates the 
impact of using a thinner non-conducting adhesive layer to adhere the electrodes on to skin. The 
thinner adhesive would allow for closer skin-electrode contact while the porous arrays allowed 
propagation of the electrical signal between the electrodes. This porous adhesive, when 
assembled on top of the electrodes (Fig. 4.1b), served to decrease the surface area of electrode 
interfaced with the substrate (hydrogel or skin), compared to that without the adhesive. The 
number of outer pores, which refers to the number of pores on the outer electrode were varied. 
While a single inner pore, which refers to the pore on the inner electrode, remained fixed. The 
impact of the pore configuration on the impedimetric response was studied.  
The DC and AC modes were initially assessed on a hydrogel to characterise the impact of the 
adhesive layer on the impedance response. The resulting Nyquist plots can be seen in Fig. 4.6a. 
Two well-defined regions attributed to the bulk hydrogel and electrode interface were observed 
for both platforms (Fig. 4.6b).  
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Figure 4.6 Representative (a) Nyquist plots for the PEDGE:Jeffamine hydrogel measured using 
the direct contact and adhesive contact platforms. (b) Magnification of the higher frequency 
region attributed to the bulk hydrogel. Corresponding (c) Impedance and (d) phase plots. 
 
It was observed in the high frequency region of the Nyquist plots (Fig. 4.6b) a significant change 
in the diameter of the semi-circle for platforms with the porous adhesive. This region is the area 
of interest for the tattoo platform because the diameter of the semi-circle at the higher frequency 
has been attributed to the bulk hydrogel (Rgel) measurement. This region was modelled with a 
resistor and CPE in parallel seen in Fig. A4.A in the Appendix. The Rgel value of the DC platform 
was 5573 ± 495 Ω, 9 % (n=3) and increased when the porous adhesive layer was incorporated 
into the platform. The increase in diameter was likely due to the decrease in surface area of the 
electrodes in contact with the hydrogel. Therefore, the effect of the incorporation of the porous 
adhesive increased the total impedance of the system. It was noted that the number of pores on 
the outer electrode did not substantially change the Rgel measured: 7 pore (16887 ± 3074 Ω, 18 
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%), 27 pore (13944 ± 369 Ω, 3 %), 31 pore (14482 ± 2126 Ω, 15 %) and 46 pore (17301 ± 4430 
Ω, 26 %) (n=3). This was likely due to the fact that the inner electrode pore was kept constant, 
and this limited the response. It is interesting to note that the 27 pore had the lowest %RSD 
compared to all the porous adhesive platforms. This indicates that the 27 pore platforms 
adherence and contact to the hydrogel was more repeatable compared to the other porous 
adhesive platforms. It was also observed that for some of the platforms with more pores on the 
outer electrode would be more fragile when adhered on to the hydrogel due to the smaller 
distances between the pores (i.e. pores would merge into one large pore). The lower frequency 
range attributed to the electrode-interface also had high variability and noise for the platforms 
with more pores on the outer electrode, indicating that the adherence of the electrodes to the 
hydrogel has been affected.  
 
In order to assess the impact of the porous adhesive on the measurement of skin, the tattoo 
platform was applied to the inner forearm of a single participant after pre-treatment of the skin 
and the impedimetric response recorded. The resulting Nyquist plot of skin is shown in Fig. 4.7 
and shows one semi-circle. This semi-circle has been understood as contributions from the skin 
and the electrode-skin interface. The Rvt values were extracted using the circuit model displayed 
in Fig. 4.7a. The corresponding Bode plots for the Direct Contact and Adhesive 27 pore are in 
Appendix, Fig. A4.B where it can be observed that the lower frequency range for the Adhesive 
27 pore showed interfacial noise. This circuit element has been attributed to the resistance of 
the viable tissue at high frequency (Fig. 4.7b). Due to the presence of interfacial noise at 
frequencies below 100 Hz, circuit modelling was performed between 1 MHz and 100 Hz. A 
similar trend was observed for measurements on skin, where the DC contact platform had the 
lowest measured Rvt (518 ± 33 Ω, 6 %, n=5) while platforms with the porous adhesive layer had 
an increased impedance: 7 pore (641 ± 116 Ω, n=2), 27 pore (656 ± 63 Ω, 10 %, n=5), 31 pore 
(688 ± 60 Ω, 9 %, n=4) and 46 pore (687 ± 58 Ω, 8 %, n=4). This difference was attributed to 
the differences in exposed electrode surface areas as discussed above. It was noted that the 
platform with the lowest number of pores (7 pores) had the most noise and had the lowest 
repeatability (n=2), which was perhaps due to the difficulty of current passing through the 
resistive skin barrier and the reduced number of electrodes in contact with the skin. The impact 
of the number of pores on the structural integrity of the platform was also a significant 
consideration for choosing an appropriate adhesive contact platform for epidermal sensing. As 
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the number of pores increased in the adhesive layer, the reduced surface area of adhesive 
between the electrodes and the substrate results in a weakening of adhesion strength which 
would not be ideal for the epidermal sensor. Therefore, the platform chosen for the impedimetric 
studies in the next sections was the AC mode that utilised 27 pores on the outer electrode. It 
should be noted that the precision for the adhesive contact mode was lower than that for the 
direct contact mode. This was attributed to the presence of the porous adhesive, the thickness of 
which results in a more variable skin-electrode interfacial contact. For the next studies, Adhesive 
contact mode will be referred to as Adhesive (27 pore) mode. 
 
 
Figure 4.7 Representative (a) Nyquist plot of human skin (single participant) measured by DC 
and AC mode platforms and circuit model for skin (Left inset) and (b) magnification of the high 
frequency region. Corresponding Bode plots in Appendix, Fig. A4.B. 
 
4.3.3 Mechanical characterisation of DC and AC tattoo modes 
As discussed in Section 4.3.1, incorporation of the adhesive layer improves adherence and 
prevents delamination of the electrodes. The adherence and mechanical stability of the DC and 
Adhesive (27 pore) modes during flexion and extension of the forearm of a single participant 
were studied. The Adhesive (27 pore) mode was applied on to the forearm in its relaxed position 
and the forearm was flexed and extended and compared to the previous DC and Conducting 
Adhesive Contact (CAC) platform. This movement was repeated ten times in order to assess the 
stability of the platforms under this mechanical stress (Fig. 4.8).  It can be observed that the 
platform that utilises DC resulted in poor skin contact causing delamination and buckling of the 
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platform even after a single flexion. However, the delamination effect was significantly lower 
in the cases of the CAC and Adhesive (27 pore) mode. Incorporation of an adhesive layer, 
whether it was conducting or non-conducting dramatically enhances adherence to the skin, even 
after a number of flexion and extensions.  
 
Figure 4.8 Images of the silver-elastomer electrodes comparing Direct Contact (previously 
shown in Fig.3.4), Conducting Adhesive Contact (previously shown in Fig.3.12) and Adhesive 
(27 pore) Contact on skin before and after different numbers of forearm flexion/extension 
movements (tattoo electrode diameter 20 mm). Images taken using a Nikon D3300 camera. 
 
These platforms were subjected to further mechanical and electrical testing to investigate the 
functionality of these platforms after flexion-extension movements. In this study, the impedance 
response of skin was measured with the DC and Adhesive (27 pore) modes after each flexion-
extension movement. The % change in the impedance response after each flex was measured 
using a short frequency range (Fig 4.9) and was repeated three times (n=3) for each platform. It 
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can be seen that the impedance response using the DC mode had large and inconsistent % 
changes after each flex (black dots and lines), due to inconsistent contact between the electrode 
and the SC, with the highest % change in response at 414 % in between flexes. The Adhesive 
(27 pore) mode (green dots and lines) response was < 105 % and under 8 % after 5 flexes. This 
demonstrates that the Adhesive (27 pore) mode, not only improves the mechanical properties of 
the tattoo, but also potentially improves the reliability of the electrical signal on the skin during 
movement. The use of the porous adhesive layer shows promising results towards a more 
mechanically stable skin-electrode interface. However further understanding of this porous 
adhesive skin-electrode interface such as other mechanical movements on different anatomical 
sites or during angular movements would be required to understand the mechanical and 
electrical capabilities or limitations of this adherence method.  
 
 
Figure 4.9. Percentage change in impedance response between flexes comparing DC and 
Adhesive (27 pore) modes (n=3). The DC platform (black dots and lines) show inconsistent % 
changes while the Adhesive (27 pore) mode (green dots and lines) shows the largest % change 
in impedance after the initial flex but becomes consistent after the subsequent flexes. 
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The DC and Adhesive (27 pore) modes were further subjected to mechanical tensile testing and 
the results shown in Fig. 4.10. The Young’s modulus (MPa), yield strength (N/mm2) and yield 
strain (%) for each of the platforms were tabulated in Table 4.2. It was observed that the Young’s 
modulus of the Adhesive (27 pore) was five times lower than that of the DC mode. This suggests 
that the incorporation of a thinner porous adhesive has made the overall platform more elastic. 
The yield strength indicates that the DC mode is capable of withstanding higher stress compared 
to the Adhesive (27 pore) mode, suggesting that the pores were a point of weakness in the 
platform. While the yield strain suggests that incorporation of the porous adhesive layer has 
contributed to a 2% increase in the strain it can withstand. This indicates that the Adhesive (27 
pore) can stretch more than the DC mode before failure because the porous adhesive layer is 
acting as a support. Based on the results, the incorporation of the porous adhesive layer in to the 
platform has reduced the amount of stress it can endure before fracture. However, the thinner 
adhesive shows enhanced elasticity and strain indicating that the platform is stretchable which 
would be promising for wearable sensing. 
 
 
Figure 4.10 Stress-strain curves comparing the DC and Adhesive (27 pore) modes. 
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This Adhesive (27 pore) mode platform has a measured moduli smaller than that of the 
epidermis, whose modulus is taken broadly to be between 0.14 MPa – 0.6 MPa [24] but is known 
to be highly variable [25]. Roger’s research group reports a very different electrophysiological 
epidermal platform. In this case, it incorporates Cu serpentine interconnects and chip 
components encapsulated in an elastomeric core. It was reported to have an effective moduli of 
0.0318 MPa (x-direction) and 0.0311 MPa (y-direction) were reported for this device [26] which 
were comparable to the stiffness values of the Adhesive (27 pore) mode platform reported. The 
yield strength and strain values were determined using the 0.2% offset from the stress-strain 
curves (Table 4.2). This Adhesive (27 pore) mode platform was capable of withstanding 8% 
strain. However, other devices with greater yield strain values have been reported [26], [27], 
where these devices were typically based on serpentine designs of conductive thin films. For 
instance, other screen printed electrodes utilise chopped carbon fibers dispersed into the carbon 
and silver ink in order to add mechanical robustness into their platform, allowing the platforms 
to be stable under 10 % [28] and 26 % [21] strain. It should be noted that it is difficult to compare 
platforms based on these values since electrode configuration, device/sensor thickness, 
materials used and tensile testing method will be very different in all instances. However, what 
is important is that each platform should be optimised for its specific application and wearability 
requirements, e.g., retain the required contact with the skin under the strain and tension needs 
for the given application 
Compared to all previous iterations from the previous chapter, the Adhesive (27 pore) mode 
platform shows promise towards a low-modulus flexible wearable sensor. Although this 
Adhesive (27 pore) mode platform shows excellent mechanical properties in relation to normal 
extension-flexion movements (Fig. 4.10), there is still opportunity to further improve the strain 
capability in future platforms. 
 
Table 4.2. Summary of the mechanical properties comparing the DC and Adhesive (27 pore) 
modes (n=7). 
Platform 
(Silver-elastomer) 
Young’s Modulus 
(MPa) 
Yield Strength 
(N/mm2) 
Yield Strain 
(%) 
Direct contact (DC) mode 0.16 ± 0.03 1.17 ± 0.16 6.27 ± 1.67 
Adhesive (27 pore) contact mode 0.034 ± 0.005 0.32 ± 0.03 7.99 ± 1.07 
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4.3.4 Validation study  
The Adhesive (27 pore) mode platform was applied onto the inner forearms of 11 healthy 
participants (between 19-32) and an impedance spectra taken according to Section 4.2.7.1. Rvt 
values obtained from the Adhesive (27 pore) mode platform were compared to TDC values 
measured by a skin probe (before pre-treatment). Data for one of the participants was classified 
as an outlier based on a regression analysis of the standardised residuals and so was omitted 
from further analysis. In order to compare the Rvt participant values with the TDC values, a 
regression analysis was performed (Fig. 4.11). Strong correlation (Pearson’s correlation 
coefficient (R2): 0.93) was observed in participants where the water content of the skin tissue 
was measured to be high (TDC > 27.5) (Fig. 4.13, closed circles). When the tissue dielectric 
constant for skin was measured to be low (TDC < 27.5), Rvt values no longer correlated with 
TDC (Fig. 4.11, open circles). This is likely due to the higher resistances of the SC in these 
cases, which prevented reliable Rvt measurements being taken with the Adhesive (27 pore) mode 
platform.  Nonetheless, this data shows that when skin TDC values were greater than a critical 
value, Rvt correlated strongly to skin TDC. 
 
Figure 4.11 Regression analysis comparing the participant data from the tattoo platform (Rvt 
values) to that from the skin probe (black dots). Data points with TDC values <27.5 were 
excluded from the regression analysis (open circles). 
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Other works [13],[29],[30] reporting wearable skin hydration sensors, have also used skin probes 
to compare with their sensor responses. The group of Rogers for example, demonstrate strong 
correlation of their epidermal sensing approach with commercial skin probes [30]. However, to 
our knowledge, this is the first report of a wearable hydration sensor showing direct correlation 
of the individual participant responses with a TDC measurement related to the combination of 
skin and the deeper tissue. The result demonstrates the potential of the tattoo platform for 
monitoring differences in the viable tissue impedance across individuals in a population using 
an epidermal wearable sensing approach. Future work can potentially use the tattoo platform to 
measure the viable tissue water content and understand its relationship with gender, skin 
condition, lifestyle or age. This can potentially help with further understanding of skin 
physiology and its link to human health. 
 
4.3.5 Tracking hydration uptake in skin  
A study investigating the diffusion of moisturisers through skin was carried out on a single 
participant in order to test if the Adhesive (27 pore) mode was capable of tracking electrical 
changes after application of various topical treatments.  The skin was exposed to three different 
topical treatments: DI water, water-based moisturiser and oil-based moisturiser and this was 
applied to three adjacent sites on the forearm. The Adhesive (27 pore) mode platform was used 
for tracking changes in the electrical properties of skin over time after application of different 
topical treatments: DI water, water based moisturiser and oil based moisturiser. After 
application of the treatment, the Adhesive (27 pore) mode was applied to the skin and single 
frequency measurements (100,000 Hz) and were taken regularly for 30 min. This data was 
plotted and used to track the uptake of the different topical treatments into skin over time (Fig. 
4.12). After application of topical treatment, the measured impedance increased over time, 
indicating absorption of the topical treatment into the skin. The rate of change in the impedance 
response for the water treatment is greatest, indicating that the water was absorbed/diffused 
away into the deeper layers of the skin most rapidly. Both the water- and oil based moisturisers 
were taken up more slowly by the skin as indicated by the slower rate of increase in the 
impedance response.  
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Figure 4.12 Graph showing the impedance response of Adhesive (27 pore) mode on the inner 
forearm after application of water, water based and oil based moisturiser overtime using single 
frequency measurements (100,000 Hz) (n=3). 
 
While the skin probe was able to track the hydration changes overtime, however it did not 
differentiate between the different topical treatments, data shown in Appendix Fig. A4.C. It 
could be due to the various components present in the moisturiser formulation and the probe is 
only selective to changes in water content. Similar trends were also observed for other wearable 
skin hydration sensors reported [13], [29], [31], i.e. high impedance measured by the wearable 
sensor, low hydration measured by the commercial probe and vice versa. The results indicate 
that the Adhesive (27 pore) mode platform was capable of tracking the uptake of the water and 
moisturisers over time. It also demonstrates the potential use of isolating a single frequency in 
order to reduce measurement time of skin. This would prove advantageous for rapid analysis or 
measurement of skin using a wearable platform in a larger clinical setting in future. Another 
potential study could look at individuals with and without a known skin condition and 
understand the changes in electrical properties over a few days or months as an initial 
investigation towards understanding the differences in individuals with and without skin barrier 
integrity. Future work using this platform could also investigate the diffusion rate of burn gels 
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on skin overtime to determine the occlusive properties of such a gel and its impact on preserving 
skin barrier integrity.  
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4.4 Conclusion  
This chapter presents a new way to adhere screen-printed flexible and stretchable conducting 
materials onto skin using an elastomeric ink formulation with a thin non-conducting adhesive 
material. The use of elastomeric inks give the advantage of enhanced strain while the 
incorporation of a thinner porous adhesive reduces stiffness and improves adherance and 
importantly, permits electrical field propagation into the skin. Mechanical testing indictes that 
this porous adhesive platform had the lowest Young’s Modulus (0.03 MPa) compared to all the 
previous iterations, making it an ideal epidermal platform. Its mechanical and electrical stability 
during movment was enhanced because the highest measured change in impedance between 
flexes was 103 % for the porous adhesive platfrom compared to its direct contact counterpart 
without adhesive which had the highest change at 414 %. This indicates that the porous adhesive 
layer has reduced the effect of buckling and delamination of the tattoo platform on skin without 
substantially changing the measured electrical signal. The viable tissue resistances measured by 
the tattoo platform were validated against TDC measurements taken by a commercial skin probe 
in a participant study and has shown promsing correlation that indicates that the porous adhesive 
platform can function reliably when individuals have high water content (> 27.5). This indicates 
that the porous adhesive plaform can function reliably in an analytical window and it has also 
shown promising results tracking the rate of change in impedance overtime after application of 
different topical treatments. Overall this work has culminated in an epidermal sensing platform 
that will be potentially advantageous for long-term monitoring.  
Future research could potentially focus on assessing mechanical and electrical properties across 
larger numbers of participants to further validate the platform. Another potential population 
study could look at individuals with and without a known skin conditions over a long period of 
time to start developing an understanding of the electrical properties of individuals with a 
healthy and disrupted skin barrier. Perhaps a thinner adhesive material could potentially be 
assessed and compared to this platform in order to mitigate the noise observed at the frequency 
range attributed to the electrode interface. This could potentially help further understand the 
electrode interface and contact impedance of the tattoo platform. The integration of responsive 
materials into the wearable platform for tracking chemical- and bio-chemical changes in skin 
will also be explored. 
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The results between Chapters 2-4 indicate that the selection of conducting ink formulation and 
adherence methodologies are important considerations in the fabrication and implementation of 
wearable skin-based sensors. Acquiring high fidelity electrical measurement in conjunction with 
obtaining good mechanical stability is indeed challenging and requires continued innovations in 
materials science aswell as a comprehensive understanding of the mechanics and conformability 
needs of wearable sensors on the highly textured surface of skin. Addressing these challenges 
using our approaches as described allows us to move towards the successful realization of a 
skin-based wearable device capable of collecting electrophysiological data in the skin.  
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Chapter 5 
Towards Using Chemically Responsive Hydrogels 
in Epidermal Sensing  
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5.1 Introduction 
In the previous chapters, an epidermal tattoo platform has been developed and has demonstrated 
great potential as a wearable sensing platform for monitoring electrical changes in skin. In this 
chapter, a strategy towards developing a chemical sensing interface using this platform was 
investigated. As previously discussed, the skin and its associated matrices offer a rich 
biochemistry where specific analytes such as glucose [1], [2] and lactate [3], [4] can be targeted 
and monitored. For example, glucose would be a target of interest as this analyte is a marker for 
diabetes and can potentially be monitored in sweat [2] and interstitial fluid (ISF) [1]. Its 
concentration range is between 10 µM – 1 mM [2] in sweat, while glucose ISF has a 
concentration range of 10 - 100 µM [1].  Blood glucose levels can vary between 3 - 8 mM 
healthy people and 2 – 40 mM in diabetics [5]. Given the low concentration of glucose present 
in these matrices, highly sensitive sensing materials and approaches are required.  
Lactate is known to be part of the skins natural moisturising factors (NMF) and it is known that 
individuals that suffer from mild atopic dermatitis have reduced levels of lactate, indicating that 
this analyte could potentially be used to track skin barrier changes [6]. Sweat constitutes several 
natural moisturising factors (NMF) such as lactate and urea as well as amino acids and their 
derivatives such as urocanic acid [7], [8]. By absorbing atmospheric water, hygroscopic NMF 
components act as humectants which help preserve the hydration state of the SC layer [7] and it 
has been used in emollient formulations to reduce the severity of dry skin [6], [9]. Lactate levels 
in sweat are also commonly used to evaluate anaerobic/aerobic status and assess physical fitness 
[4], where concentration levels can vary between 1 and 60 mM [2], [10], [11]. However, a 
limitation of using sweat as a sampling matrix would be generating a sweat volume output large 
enough to be able to analyse.  
AA is another analyte also present in skin and has been widely used in cosmetic formulations 
due to its antioxidant properties and ability to increase collagen synthesis [12]. UV radiation 
damages skin through the production of reactive oxygen species, which can damage the 
extracellular matrix components and affect both the structure and function of cells. AA is a 
potent antioxidant that can donate electrons and neutralize free radicals present in the intra and 
extracellular matrix, repairing the damage caused by oxidative stress [12], [13]. There is a wide 
range of reported skin AA levels indicating that the concentration of this particular analyte is 
highly variable. Pullar and co-workers have published a review on the other potential roles of 
AA in skin health and summarises the in vitro and in vivo research to date [14]. In terms of skin 
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sensing, AA could be an analyte of interest for monitoring UV damage of skin. Modifying the 
tattoo platform with responsive chemistries that potentially target analytes such as these by way 
of soft responsive hydrogel materials is an exciting prospect. 
Hydrogels are 3D crosslinked hydrophilic polymer networks that are capable of swelling and 
retaining large quantities of water whilst maintaining structural stability. Hydrogels are 
commonly synthesised with functional groups that respond to a variety physical and chemical 
stimuli such as temperature and pH [15]. They can be formed by physical or chemical crosslinks 
of homo-polymer or co-polymers which can be used to tune 3D hydrogel structures with the 
desired mechanical and chemical characteristics required for a specific application [16]. They 
can be classified into different groups based on their: physical structure (amorphous or 
semicrystalline), electric charge (ionic or neutral), crosslinking (physically or chemically 
crosslinked), their responses to external stimuli and their source (synthetic or natural) [16]. 
Throughout the last few years, research has shown the potential applications of hydrogel 
materials in biomedical research such as tissue engineering [17], [18], wound dressings [19] and 
biochemical sensing [20], [21]. Due to their unique properties such as high hydrophobicity, 
softness and biocompatibility, they have been used to resemble living tissue both 
compositionally and mechanically for biomedical applications [22], [23]. Hydrogels can be 
rendered as sensing materials that can be tailored to respond to specific targets, as well as be 
designed to have tissue-like mechanical properties that are necessary to aid with mechanical 
stability and adherence on the body for epidermal sensing applications.  
The progress in hydrogel development has enabled researchers to develop these soft materials 
for applications such as controlled drug release applications and targeting biomarkers relevant 
to human health. Therefore these hydrogels could potentially be used in wearable [24] or even 
implantable [25] sensors. One of the interesting applications for hydrogels is drug delivery; 
where the hydrogels act as a drug carrier, retaining and releasing the loaded drug based on the 
environmental stimuli. For example, Ma et al. reported the characterisation and modification of 
a hybrid hydrogel composed of poly(N-isopropyl acrylamide) (PNIPAm) and 
polyethyleneimine (PEI) for controlled drug release [26]. PNIPAm is a thermoresponsive 
hydrogel that is limited by poor mechanical character and lack of ability for sustained release. 
PEI was incorporated to modify the structure and pore size within the hydrogel but also to enable 
tunable release of a drug wrapped in the hydrogel network [26]. The chemical integration of PEI 
transforms the neutral PNIPAm hydrogel to ionized PNIPAm realizing the feasibility of tuning 
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its swelling ratio for controlled drug release. To demonstrate this interaction, negatively charged 
folic acid was used as a drug model to investigate its controlled release property as it undergoes 
electrostatic attraction with PEI. It was observed that the release rate from this hydrogel is 
dependent on the interactions between the loaded drug and the PEI, including electrostatic 
repulsion or attraction, i.e. when the amount of PEI is increased, the water retaining effect 
dramatically slows down the rate of release [26].  
Hydrogels have also been tailored for biosensing applications also. These hydrogels typically 
require a recognition element that initiates its responsive behaviour by introducing selective 
enzymes such as glucose oxidase (GOx) into the hydrogel matrix [27] or by tailoring the 
hydrogel chemistry to selectively respond to a target analyte [28]. For example, Brahim et al. 
reported the development of a hydrogel matrix composed of poly(2-hydroxyethyl methacrylate, 
(pHEMA) combined with polypyrrole (PPy) and GOx for glucose biosensing [27]. They 
observed that addition of the polypyrrole had an effect on the diffusion properties of the 
hydrogel, therefore they could tailor the monomer formulation using hydroxyethylmethacrylate 
(HEMA), tetraethyleneglycol diacrylate (TEGDA) as a crosslinker and pyrrole (Py) in order to 
get the desired response needed for this glucose sensor. For example, a monomer formulation 
ratio of 85:10:05 vol% (HEMA:TEGDA:PPy) as this had response time of 70 s. This enzyme-
based working electrode was fabricated using platinum foil where the hydrogel mixture 
containing the GOx was applied to the surface of the platinum electrode and then irradiated with 
UV light under argon to polymerise the hydrogel [27]. The optimised sensor was used in a 3-
electrode electrochemical cell where platinum was used as a counter electrode and Ag/AgCl 
was used as a reference electrode.  This set-up was capable of amperometrically detecting 
glucose over the range of 5.0 × 10-5 - 2.0 × 10-2 M [27] which is within range for glucose 
concentration in sweat [2] and also ocular fluid [29]. However, there was a 30 % decline in 
hydrogel response after several months of storage indicating that long term storage of this 
biosensor would be challenging. An alternative hydrogel-based approach for glucose sensing is 
through the introduction of a boronic acid (BA) functionality into the polymer chain to induce 
diol sensitivity. BA can form esters, most frequently with 1,2- and 1,3-diols, allowing boronate 
ester formation with a number of biological species such as saccharides, glycoproteins, and 
dopamine opening up the applicability of BA to a wide range of biomedical sensing applications 
[30]–[32]. Phenyl boronic acid (PBA) moieties are commonly used for both electrochemical 
and optical sensing [30]. Various substituents can be attached to the phenyl ring of the BA, 
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altering the pKa of the BA allowing it to be used over a specific pH range depending on its 
application [30], [33]. For example, Daikuzono et al. have demonstrated the fabrication of a 
paper-based carbon interdigitated electrode modified with a PBA polymer for sugar sensing 
[28]. This hydrogel system consisted of acrylamide co-polymerised with 3-(acrylamido)phenyl 
boronic acid cured using UV light [28]. This PBA-modified paper electrode was capable of 
impedimetrically responding to both fructose and glucose, where the impedance measured at a 
specified frequency decreased with increasing sugar concentration. The interaction between the 
sugar and the PBA induces capacitive changes in the hydrogel film, whereby the different 
concentrations of sugar in solution induced hydrogel swelling, leading to increased diffusion of 
ion species and thus increased current flow that can be measured through impedance changes 
[28]. The modified paper electrode responded to sugar concentrations of up to 5 mM [28]. Lin 
et al. as a proof of concept have presented a 3-aminophenyl boronic acid based hydroxyethyl 
methacrylate (HEMA) contact lens sensor for diabetes patients [34]. The PBA-based HEMA 
contact lens could function as a sensitive glucose sensor changing thickness in the presence of 
different glucose concentrations [34]. These changes were monitored with images taken using 
a smartphone. These images were captured by a photosensitive sensor that uses a light emitting 
diode (LED) to focus on red light emission. The observed difference from a designated red 
reference point (edge of the contact lens) was compared to the red light area from the centre of 
the lens which changes based on the lens either converging or diverging light that changes the 
thickness of the contact lens due to a change in glucose concentration [34]. This group has 
shown the potential of using a PBA-based contact lens for glucose sensing. However in-vivo 
testing is still required to fully understand the capabilities and limitations of this sensor. Another 
example of a BA-based contact lens was by Badugu and co-workers, however in this case a 
fluorescent component was attached to the BA [35]. The use of a fluorescence component allows 
the response of glucose to be monitored using a simple approach of excitation and emission 
detection and in this case the change in the electronic properties and geometry at the boron atom 
induces the fluorescence changes [35]. With this fluorescence-based BA contact lens, a decrease 
in the fluorescence intensity was observed with increasing sugar concentration. The sensing 
mechanism of this fluorescence-based BA contact lens was based on fluorescence quenching 
via a charge neutralisation-stabilisation mechanism where the anionic boronate ester formed on 
glucose binding was stabilised by a positively charged nitrogen atom in the quinoline structure, 
which consequently quenched the fluorescence of the BA sensor [35]. Continued innovations 
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of these PBA functionalized hydrogels to serve as smart responsive materials for detecting 
specific biomarkers shows promise towards the development of chemically selective sensors for 
health monitoring.  
This chapter investigates the use of PBA-based hydrogels for chemical sensing. The previous 
examples of polymeric BA hydrogels, based on neutral PBA monomers with short tethers, the 
two PBA hydrogels used in this study contain a quaternised nitrogen atom along the monomer 
chain attached to the phenyl group. The viability of these PBA based hydrogels as a chemical 
sensing interface were investigated by integrating these hydrogels into two different sensor 
platforms: a 3-electrode Au-paper based platform and a 2-electrode planar epidermal tattoo 
platform. Impedance spectroscopy was used to characterise and track the electrical response of 
these hydrogel systems. The electrical responses of these hydrogel systems were investigated 
under different pH conditions and its applicability for detecting different analytes such as 
glucose, lactate and ascorbic acid was also examined to understand its potential as an epidermal 
chemical sensing interface.  
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5.2 Materials and methods 
5.2.1 Materials 
AG520 EI silver elastomer ink was purchased from Chimet® S.p.A. (Tuscany, Italy). Temporary 
transfer tattoo paper and acrylic adhesive film substrates were purchased from Sports Ink™ 
(Dublin, Ireland). Strip boards were purchased from Maplin Electronics. Mill Max spring loaded 
contacts (Part. No. 0906-4-15-20-75-14-11-0) were purchased from Farnell Components 
(Ireland). Polyethylene terephthalate (PET, 175 µm) sheets purchased from HiFi Industrial 
Film®. Poly(methyl methacrylate) (PMMA) sheets were purchased from Radionics Ltd. 
(Ireland). VWR 413 filter paper was purchased from VWR International Ltd. (Ireland). 2-
bromomethyl phenyl boronic acid (2B-PBA) and 4-bromomethylphenyl boronic acid (4B-PBA) 
were purchased from Fluorochem Ltd. (UK). N-[3-(dimethylamino)propyl] methacrylamide, N-
N’-methylenebisacrylamide and hydroxyl-2-methylpropiophenone, dichloromethane (DCM), 
dimethyl sulfoxide (DMSO), potassium dihydrogen phosphate, sodium hydroxide, sodium 
bicarbonate, acetic acid, sodium acetate, methanol, D-(+)-glucose, sodium lactate and ascorbic 
acid were purchased from Sigma Aldrich. Filter pads (3 cm diameter and 1 mm thickness) 
composed of rubber, viscose polyester and silicone were obtained from EnviroDerm Service 
UK Ltd. The dimethyl(amino)propyl-2-boronic acid (DMAP-2BA) monomer was provided by 
Prof. D. Diamond’s research group. 
 
5.2.2 Synthesis of dimethyl(amino)propyl-2-boronic acid (DMAP-2BA) 
For the Au-paper working electrode, the dimethylamino propyl-2-boronic acid monomer 
(DMAP-2BA) was synthesized and donated by Prof. D. Diamond research group. 
Quaternization reactions with PBA have been described in literature [36], [37]. 1 g of 2-
bromomethyl phenyl boronic acid (2B-PBA) was dissolved in 30 mL DCM. To this, a solution 
of N-[3-dimethyl(amino)propyl]methacrylamide (1.58 g, 9.3 mmol) in 10 mL DCM was added 
dropwise, and the reaction mixture stirred vigorously at room temperature overnight. Solvent 
was then decanted off and the solvent was dried under vacuum. Structure of the 2B-PBA starting 
material and DMAP-2BA monomer can be seen in Fig. 5.1a and b. 
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Figure 5.1 Chemical structures of (a) 2-bromomethyl phenyl boronic acid (2B-PBA) starting 
material and (b) its corresponding monomer (DMAP-2BA). 
 
5.2.3 Fabrication of Au-paper working electrode & its modification with DMAP-2BA 
The Au-working electrodes were fabricated by the research group using a similar technique 
described in a paper by A. Murphy et al [38]. Briefly, hydrophobic wax frames were printed on 
VWR413 filter paper (18 x 18 mm). A mask containing the design for the conducting track was 
positioned on top of the wax barrier and secured with tape. This mask was placed into a gold 
sputter coater (Quorum Q150T S, current 45 mA, time 60 s) with the design facing up to produce 
a gold track (35 x 8 mm) (Fig. 5.2a). The hydrophobic wax was melted at 110 °C for 10 min 
until the wax had visibly permeated through the filter paper.  
The drop casting and curing method used was similar to Daikuzono et al. [28]. To prepare the 
monomer for deposition and curing, 0.3 g of the prepared 2B-PBA monomer was dissolved in 
250 µL 50:50 DMSO/DI water mixture. To this, 1.2 mg N,N′-methylenebisacrylamide and 1 µL 
2-hydroxy-2-methylpropiophenone photoinitiator were added. 4 µL DMAP-2BA monomer was 
drop cast on a designated area of the conducting gold track (9 x 8 mm) surrounded by the 
hydrophobic wax barrier (Fig. 5.2b). The monomer solution was allowed to absorb into the 
surface for approx. 30s and polymerized under UV light (CL-1000 Ultraviolet Crosslinker) for 
15 min. 
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Figure 5.2 (a) Dimensions of the sputter coated gold track (in blue) and hydrophobic wax 
barriers (in green) (b) Image of the Au-paper working electrode and deposition area of the 
monomer mixture. 
 
5.2.4 Synthesis of dimethyl(amino)propyl-4-boronic acid (DMAP-4BA) 
500 mg of 4-bromomethyl phenyl boronic acid (4B-PBA) was dissolved in 1 mL methanol and 
1 mL N-[3-(dimethylamino)propyl] methacrylamide in a 25 mL round bottom flask and was left 
to stir overnight. 20 mL of diethyl ether was used to wash the mixture and was left to stir for 10 
min. The excess solvent was decanted from the round bottom flask and the washing step was 
repeated with another 20 mL of diethyl ether. After washing, the solution had a honey like 
consistency and was placed under vacuum overnight to remove as much excess solvent as 
possible. Structure of the 4B-PBA starting material and corresponding monomer can be seen in 
Fig. 5.3a and b. 
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Figure 5.3 Chemical structures of (a) 4-bromomethyl phenyl boronic acid (4B-PBA) starting 
material and (b) its corresponding monomer (DMAP-4BA). 
 
5.2.5 Fabrication of the tattoo & its modification with DMAP-4BA hydrogel 
The tattoo sensor design and fabrication has been described in Chapter 2, Section 2.2.2. This 
platform was further modified with DMAP-4BA monomer using the following method. The 
screen printed platform was modified using double-sided adhesive material were adhered 
together as a spacer (approx. 0.2 mm thick). These spacers (Fig. 5.4a) were placed on either side 
of the electrodes and a piece of PMMA (approx. 40 x 25 mm) (Fig. 5.4b) was placed onto the 
spacers over the tattoo to define the depth of the space above the electrodes to be approx. 0.2 
mm in depth. 270 mg of DMAP-4BA monomer solution was fully dissolved in 460 µL 50:50 
DMSO/DI water. 2 mg N-N’-mmethylenebisacrylamide and 2 µL 2- hydroxyl-2-
methylpropiophenone, were added into the solution and was placed onto a vortex to 
homogenise. The DMAP-4BA monomer solution was dispensed adjacent to the gap between 
the PMMA and the substrate allowing the solution to fill the void gap over the electrodes via 
capillary action (Fig. 5.4c). Once the gap was fully covered with the DMAP-4BA solution, it 
was cured under UV light for 30 min and the PMMA sheet gently removed to reveal the DMAP-
4BA modified hydrogel tattoo (Fig. 5.4d). These modified electrodes were then applied to the 
desired substrate (PET disc) by placing the cured DMAP-4BA modified side face down on the 
substrate and wetting the tattoo backing paper with DI water for approx. 1 min, which was gently 
removed to expose the silver electrodes.  
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Figure 5.4 Schematic diagram of DMAP-4BA modified tattoo platform: (a) Adhesive spacers 
on either side of the electrodes, (b) PMMA sheet overlaying the electrodes (c) deposition of 
monomer solution on the side opening of the substrate near the electrodes (d) cured hydrogel 
layer on the tattoo and (e) image of the DMAP-4BA modified tattoo adhered on to a filter pad 
(tattoo electrode diameter: 20 mm). 
 
5.2.6 Buffer preparation 
For studies carried out on the hydrogel modified electrodes, the following pH buffers were 
prepared: pH 3 (0.1 M sodium acetate and 0.1 M acetic acid), pH 7.4 (0.1 M potassium 
dihydrogen phosphate and 0.1 M sodium hydroxide) and pH 12 (0.05 M sodium hydrogen 
phosphate dibasic and 0.1 M sodium hydroxide).   
 
5.2.7 Impedance study of DMAP modified electrodes 
5.2.7.1 Impedance characterisation of DMAP-2BA Au-paper working electrodes 
Electrical impedance spectroscopy of the DMAP-2BA modified Au-paper working electrode 
was performed using a 3-electrode set-up in buffer (pH 3, 7.4 and 12) using a CHI 660C 
impedance analyser. A 0 V set potential and 0.01 V amplitude was used and the frequency range 
scanned was 100,000 Hz to 0.1 Hz, unless stated otherwise. An Ag/AgCl electrode was used as 
a reference electrode and a platinum wire mesh electrode was used as a counter electrode.  
To investigate the glucose response of the DMAP-2BA modified Au-paper working electrode, 
1 M glucose solution in DI water and was added in aliquots into the 3-electrode cell containing 
20 mL of buffer. After glucose aliquot additions, the solution was allowed to stir for 10 min at 
which point an impedance measurement was taken. 
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5.2.7.2 Impedance characterisation of DMAP-4BA tattoo electrodes 
Electrical impedance spectroscopy of the DMAP-4BA modified tattoo was performed using an 
Autolab PGSTAT128N workstation. Spectra collected on the hydrogels were recorded at 0 V 
set potential and 0.01 V amplitude and the frequency range scanned was 1 MHz to 0.1 Hz, unless 
stated otherwise.  
For the studies carried out to determine the stability in buffer only, the DMAP-4BA modified 
tattoo were adhered to PET disc (25 mm diameter, Fig. 5.5a) and an impedance measurement 
recorded before being fully immersed in buffer. The PET immobilised DMAP-4BA modified 
tattoo were then fully immersed in buffer for 10 min (Fig. 5.5b). It was subsequently removed 
from solution, excess solution was wiped away and a second impedance measurement was again 
recorded 
For studies to investigate the response of the DMAP-4BA modified tattoo electrodes, the 
platform was exposed to a range of analytes: glucose, lactate, ascorbic acid and sodium chloride 
in buffer (pH 7.4) at different concentrations (10, 30, 50, 75 and 100 mM). The DMAP-4BA 
modified tattoo were immersed in buffer for 30 min and then measured using impedance. This 
step was repeated at 60 and 90 min to ensure the hydrogel system reached equilibrium. The 
DMAP-4BA modified tattoo was then fully submerged into the lowest analyte concentration 
(10 mM) for 1 hr. It was then removed from solution and any excess solution was removed 
before an impedance spectra was recorded. This procedure was repeated for subsequent 
concentrations for each analyte investigated. 
 
 
Figure 5.5 (a) Schematic diagram of DMAP-4BA modified tattoo (diameter: 20 mm) with PET 
disc for support and (b) image of DMAP-4BA modified tattoo submerged in buffer (pH 7.4). 
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5.3 Results and discussion 
Boronic acids (BA) bind favourably to diols and polysaccharides containing diols such as 
glucose, fructose and mannose. This reversible covalent interaction of BA with a diol group 
forms five- or six- membered cyclic esters [39]. BA can either form neutral or anionic esters 
depending on the pH (Fig. 5.6). Stable BA-diol binding is favoured at basic pH, while these 
boronate esters are completely cleaved under acidic pH ranges [40]. In DMAP-2BA, there is an 
electron deficient boron atom and two hydroxyl groups (Fig. 5.6, (1)) at high pH, it forms an 
anionic tetrahedral boronate (Fig. 5.6, (2)) [5], [41]. Both forms may covalently bind to diols 
Fig. 5.6 ((3) and (4)). With phenyl boronic acid (PBA), functional groups present on the phenyl 
ring can alter the pKa of the molecule (range between 4.2 – 9.0). For example, 2-fluoro-5-
nitrophenyl boronic acid has a pKa of 6 and its optimal pH for stable BA-diol binding occurs at 
pH 5, while 2-methoxyphenyl boronic acid has a pKa of 9 and its optimal pH for BA-diol 
binding occurs at pH 7.5 [33]. Therefore depending on the type of functional group present on 
the PBA, the formation of the anionic tetrahedral boronate is pH dependent. This study looks to 
characterise the BA-based hydrogel materials, a DMAP-2BA and DMAP-4BA based on the 
hypothesis that the generation of charged boronate species may change the electrical properties 
of the modified hydrogels. DMAP-2BA contains a quaternised nitrogen in close proximity to 
the BA unit, where the BA is at the ortho position on the phenyl ring. It has been postulated that 
electron withdrawing groups could potentially lower the pKa of the BA because an electron 
withdrawing group decreases the electron density on the boron atom and renders the boron to 
be more acidic [42]–[44].  
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Figure 5.6 Schematic of the DMAP-2BA binding to glucose under different pH conditions. 
Similar diol exchange with phenylboronic acid [40]. 
 
5.3.1 pH dependence of the electrical response of DMAP-2BA Au-paper working 
electrodes 
In this study, a Au-paper working electrode was constructed from gold-sputtered filter paper. It 
was modified with the hydrogel and then characterised impedimetrically under various pH 
conditions. This was used as the working electrode in a 3-electrode cell for non-faradaic 
impedance measurements. The Nyquist plots of the DMAP-2BA Au-paper electrode at different 
pH condition are shown in Fig. 5.7. It was observed that the impedance measured at pH 3 using 
the Au-paper electrode had a higher resistance compared to the impedance measured at pH 7.4 
and 12, this trend can be clearly seen in the Nyquist plots below and Bode plots in the Appendix, 
Fig. A5.A. 
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Figure 5.7 Representative Nyquist plots of DMAP-2BA on Au-paper working electrode in buffer 
(pH 3, 7.4 and 12). Inset: magnification of the high frequency range for the Nyquist plots. 
Corresponding Bode plots in Appendix Fig. A5.A. 
 
The high frequency regions of the Nyquist plots comprises of partially formed semi-circular 
arcs that are attributed to the time constant of the bulk hydrogel. The diameter of this semi-circle 
was taken as the point at which it intersected with the x-axis which was attributed to bulk 
hydrogel resistance, which will be referred to as Rgel. The capacitive feature at lower frequencies 
was attributed to the hydrogel-paper electrode interface. It was observed that in the high 
frequency region, the highest Rgel value observed for the hydrogel modified Au-paper electrode 
was at pH 3 (approx. 900 Ω), while Rgel values were significantly lower at pH 7.4 and 12 
(approx. between 205-217 Ω). The increased resistance observed at pH 3 could potentially be 
due to the neutral charge on the boron groups along the polymer chains under acidic conditions 
reducing the conductivity of the hydrogel, while at basic pH Rgel decreased potentially due to 
the generation of the negatively charged boron. At pH 3, it has been expected that BA would 
exist mostly in its neutral trigonal form, while at pH 7.4, an equilibrium exists between the 
anionic tetrahedral and neutral trigonal form and at pH 12, BA would exist solely in its anionic 
form.  
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In order to further understand the electrical response of the DMAP-2BA modified Au-paper 
electrode, the electrode stability under each pH condition was studied over time. Impedance 
spectra were taken at 5 min intervals for 35 min. Rgel values were extracted and plotted against 
time (Fig. 5.8) linear regression was applied and the slope values were compared. The slopes 
were -1.4847 (pH 3), 0.018 (pH 7.4) and -0.0062 Ω/min (pH 12). At pH 3, the large slope of the 
regression line indicates that in acidic conditions, there is a process causing significant reduction 
in resistance over time, which may be due to a degradation process of the Au-paper electrode in 
this acidic pH although no visual degradation was observed on the surface of the Au-paper 
electrode in the cell. It was observed that at pH 7.4 and 12 the DMAP-2BA modified Au-paper 
electrode was stable on due to their low slope values 
 
 
Figure 5.8 Time-base study of DMAP-2BA Au-paper electrodes at different pH conditions pH 
3 (n=4) pH 7.4 (n=3) and 12 (n=3) over time.  
 
5.3.2 Glucose dependence of DMAP-2BA Au-paper working electrodes  
The electrical response of the DMAP-2BA Au-paper electrode after exposure to glucose was 
studied. Increasing glucose concentrations were introduced to the electrochemical cell at pH 7.4 
(Fig. 5.9a). Initially, the DMAP-2BA Au-paper electrode was placed into buffer (pH 7.4) and 
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an impedance spectrum collected. Upon increasing glucose concentrations, a decrease in Rgel 
was observed as seen in the Nyquist plots (Fig. 5.9b). This indicates that the glucose introduced 
into the solution diffuses into the hydrogel and likely binds with DMAP-2BA resulting in the 
negative shift in pKa of the BA and consequently a shift in the equilibrium between the charged 
and uncharged boron states. This binding interaction may induce change in the electrical state 
of the hydrogel which can be attributed to the increased anionic boronates. However, no visible 
swelling was observed when glucose was introduced into the cell indicating that the electrostatic 
repulsive interactions between the charged borons was not strong. In order to fully understand 
if swelling occurs, a gravimetric study of the DMAP-2BA hydrogel in response to buffer only 
compared to glucose should be considered for future investigations. 
 
 
Figure 5.9 Representative (a) Nyquist plots of DMAP-2BA Au-paper electrode in buffer (pH 
7.4) and its response to glucose additions (b) magnification of the higher frequency attributed 
to the bulk hydrogel and corresponding (c) Impedance and (d) phase plots.  
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In order to study the impact of pH on this response, Rgel values were extracted after each glucose 
addition at the different pH conditions. Aliquots of glucose added to the cell were allowed to 
stir for 10 min in order for the system to reach equilibrium, before the impedance measurement 
was taken. Measured Rgel values were normalised to the Rgel value in buffer. Normalised 
resistance values were then plotted against glucose concentration (Fig. 5.10). From the results, 
it was observed that responses in both pH 7.4 (n=3) and 12 (n=2) buffers had low sensitivities 
compared to the responses in pH 3 buffer (n=4). It was also observed that from 50 mM onwards, 
Rgel values obtained at both pH 7.4 and pH 12 start to plateau, which implies that diffusion may 
become inhibited as the amount of glucose increases inside the DMAP-2BA. A linear regression 
was performed and slope values based on Rgel before and after glucose was plotted and 
compared. 
 
 
Figure 5.10 Normalised resistance values of DMAP-2BA Au-paper electrodes upon increasing 
glucose in buffer (pH 3, 7.4 and 12). 
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with linear regression lines (plateau in the glucose data was excluded). The slope values for each 
pH condition (no glucose) was compared to a matched set of timed glucose additions taken 
under the same conditions which have been tabulated in Table 5.1. 
 
 
Figure 5.11 Normalised resistance values plotted against time (min) (a) before and (b) after 
glucose additions at pH 3, 7.4 and 12 using the DMAP-2BA Au-paper electrode. 
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Table 5.1 Comparison of slope values in the absence and presence of glucose measured using 
the DMAP-2BA Au-paper electrode. 
  Buffer Conditions Buffer only 
(Ω/ min) 
Buffer/Glucose  
(Ω /min) 
pH 3 (n=3) -0.00217 ± 0.00074 -0.00157 ± 0.00032 
pH 7.4 (n=2) +0.00020 -0.00045 
pH 12 (n=2) +0.00105 -0.00040 
 
At pH 3, the slope shows a decrease in Rgel in the absence and presence of glucose in the 
electrochemical cell. It was also observed that the slope after glucose at pH 3 (Table 5.1) had 
reduced but was still negative indicating that the electrical response of the DMAP-2BA Au-
paper electrode at this pH would be challenging to differentiate between the absence and 
presence of glucose. It may have been that the DMAP-2BA modified Au-paper electrode 
becomes degraded in acidic conditions as observed earlier. It is expected for binding would 
occur to form a neutral trigonal boronate ester at this acidic pH but it has been suggested that 
the boronate ester could also be cleaved under strong acidic conditions [40]. Therefore, the 
significant decrease in Rgel could be due to instability arising from both binding and cleaving of 
glucose from BA as well as potential degradation of the paper electrode over time. The BA-diol 
binding interaction in acidic pH has been studied by Chen and co-workers and they have 
observed that acidic conditions (pH 4.0) can be used to remove the diol from BA [45], [46].  
At pHs 7.4 and 12, it was observed that there was a small change in slope values after glucose 
additions suggesting that glucose binding to DMAP-2BA Au-paper electrode could potentially 
be detected electrically based on the change in slope in the presence of glucose (Fig. 5.11b). At 
pH 7.4, there should be an equilibrium between the boronic acid in its anionic tetrahedral form 
and neutral trigonal form. Binding of glucose to BA is preferential when the boron is in its 
anionic tetrahedral form and once bound to glucose, the pKa of the BA is lowered and the 
anionic form becomes stable again [39]. At pH 12, it has been postulated that BA would exist 
solely in its anionic form, therefore glucose binding should not result in a change in charge. 
However, the data from the study indicates that there was a change in Rgel after glucose 
additions. The Rgel data from both pH 7.4 and pH 12 suggests that there is potential binding 
occurring between glucose and PBA. It may be that there is some binding occurring but it is 
limited due to the substituent present on the phenyl ring and its position relative to the BA 
 185 
 
moiety. The BA moiety is in the ortho position relative to the quaternised nitrogen atom of the 
polymer backbone which could possibly be limiting the availability of BA for binding (Fig. 
5.1b). It has been previously discussed that the presence of a quaternised nitrogen atom can 
lower pKa of the BA, which could be likely due to its electron withdrawing nature [47]. The BA 
group in the ortho position is adjacent to the N+ on the polymer chain, which allows for N+-B- 
interaction. This close proximity of the BA moiety to the N+ moiety enhances the charge 
neutralization stabilization in the BA and glucose binding can also be limited by steric 
hinderance of the methyl groups attached to the adjacent N+ moiety [37]. Therefore, the low 
electrical responses of BA glucose binding (0 - 50 mM) with the DMAP-2BA could potentially 
be due to steric and electrostatic hindrance. This is supported by  Brooks et al., where they 
observed that BA with functional groups directly attached or adjacent to boron would have 
binding constants were much lower, likely due to steric hindrance at the boron centre compared 
to BA with functional groups in the meta- or para- position [48]. Further investigation would be 
required to fully understand the electrical response of the DMAP-2BA modified Au-paper 
electrode to glucose as there was potential degradation occurring in acidic pH, low sensitivity 
detecting glucose and a limited number of replicates, which limits the conclusions that can be 
drawn. Future studies could potentially look at smaller pH increments to fully understand the 
impact of pH on the electrical signals generated by the BA binding with the hydrogel. This 
would help potentially narrow down an optimised pH range where the Au-paper electrode 
platform can function reliably.  
 
5.3.3 Study on the electrical response of DMAP-4BA tattoo electrodes 
The electrical response of a DMAP-4BA modified in a different set-up was also investigated. 
This structure has a BA moiety in para-position from the polymer backbone as opposed to the 
ortho-position (Fig. 5.3b) and has been referred to as DMAP-4BA. In this case, the BA moiety 
is in the para-position from the polymer backbone which could potentially reduce the effect of 
steric and electrostatic hindrance in contrast to the ortho-position of the BA in DMAP-2BA in 
the previous studies. In the following studies, the DMAP-4BA polymer was used as a 
modification layer of the 2-electrode tattoo platform. This approach was used to investigate if 
impedance changes could be observed for the DMAP4BA in this format for the hydrogel 
material in the presence of the analytes glucose, lactate and ascorbic acid (AA).  
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The 2-electrode tattoo platform was used to investigate the potential of DMAP-4BA as a more 
appropriate set-up for skin sensing in place of the 3-electrode cell. In this format, the polymer 
could interface directly with the SC and the concentric electrodes overlay the polymer for 
tracking impedance changes in the polymer as a result of a chemical response. In order to 
perform the studies, the DMAP-4BA modified tattoo was released onto the desired substrate, in 
this case a PET disc. Once released on to the PET disc, an impedance measurement was taken. 
Following this, it was immersed in buffer (pH 7.4) and subsequently measured. The initial 
Nyquist plot of the DMAP-4BA modified tattoo showed two distinct regions (Fig. 5.12). The 
high frequency range shows a semi-circle that was attributed to the bulk hydrogel which will be 
referred to as Rgel, while the capacitive feature seen at the lower frequency range has been 
attributed to the electrode interface. It was noted that prior to immersion in buffer there was high 
variability in the impedance spectra, which can be clearly seen in the Nyquist plots below and 
the Bode plots in the Appendix, Fig. A5.B. This is likely linked to differences in the water 
content of these DMAP-4BA hydrogels as they were stored for different lengths of time before 
being tested. A significant reduction in Rgel was observed after immersion in buffer which is 
likely as a result of the uptake of water and ions to increase the osmotic pressure of the gel 
resulting in swelling. The swelling of this mentioned platform was also noted by the observation 
of folding on the edges of the film on the outer electrodes after being imbibed with buffer.  
 
Figure 5.12 Nyquist plots of DMAP-4BA modified tattoo before and after being immersed in 
buffer (pH 7.4) (n=3). Corresponding Bode plots in Fig. A5.2. 
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A stability study was then performed on the DMAP-4BA modified tattoo to investigate electrical 
changes over time to establish the time required for the hydrogel to reach equilibrium in buffer. 
For this study, the DMAP-4BA modified tattoo was submerged in buffer (pH 7.4) and an 
impedance measurement was taken at 10 min intervals over 1 h. The Nyquist plots (Fig. 5.13a) 
show a significant reduction in Rgel after the initial 10 min and a more gradual decrease was then 
observed up to 1 hr. These Rgel values were plotted against time (Fig. 5.13b). The results indicate 
that the DMAP-4BA decreased over time and suggests at 60 min the DMAP-4BA modified 
tattoo was at equilibrium. The corresponding Bode plots are shown in the Appendix, Fig. A5.C 
which shows the same trend of decreasing impedance. 
 
 
Figure 5.13 Representative (a) Nyquist plots of DMAP-4BA modified tattoo over time in buffer 
(pH 7.4), magnification of the high frequency region inset top right and (b) extracted Rgel values 
plotted against time (n=3). Corresponding Bode plots in Fig. A5.3. 
 
To further study the DMAP-4BA modified tattoo behaviour, different concentrations of NaCl 
was used for uptake into the DMAP-4BA to study the impact of changing ionic strength on the 
electrical characteristics of the hydrogel. The DMAP-4BA modified tattoo was initially 
immersed in buffer and was monitored to establish equilibrium. The DMAP-4BA was in buffer 
for a total of 90 min before it was immersed in the lowest concentration of the NaCl (10 mM) 
for 1 h before an impedance measurement was taken. The DMAP-4BA was immersed in 
increasing NaCl concentrations and impedance spectra was taken (Fig. 5.14a). Fig. 5.14b shows 
a decrease in Rgel values as the concentration of NaCl increased. This decrease can be explained 
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by a resulting increase in ionic conductivity due to an influx of ions into the hydrogel. It was 
also observed that there was no further decrease in Rgel after 50 mM, which suggests that the 
hydrogel has reached a maximum resistance at this point. 
 
 
Figure 5.14 Representative (a) Nyquist plots of DMAP-4BA modified tattoo in increasing ionic 
strength of buffer (pH 7.4) and magnification of high frequency region inset top right and (b) 
extracted  Rgel values plotted against NaCl concentration (n=3). 
 
5.3.4 Investigation of the electrical response of DMAP-4BA tattoo to diols and α-hydroxy 
acid functional groups 
As previously discussed, PBA has an affinity to diols such as glucose and AA as well as the α-
hydroxy acid, lactate [39], [49]. These analytes were selected based on their diol functional 
groups, α-hydroxy acid and their relevance to skin physiology. As previously discussed earlier 
in the chapter, glucose has been a common target of interest as this analyte is a marker for 
diabetes and has a glucose concentration range of 10 µM – 1mM in sweat [2]. However this 
concentration range is low and thus challenging to obtain. Lactate is another potential analyte 
of interest as it is present in the skin NMF and could potentially be used to track skin barrier 
changes that could be related to atopic dermatitis. This analyte has also been used to monitor 
anaerobic levels for fitness applications for its concentration range can vary between 1 and 60 
mM in sweat [2], [10], [11] which makes it a promising analyte to detect in sweat in contrast to 
glucose. AA is another analyte present in skin. 
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In this initial study, the impedance response of the DMAP-4BA modified tattoo in the presence 
of glucose, AA and lactate were investigated. The DMAP-4BA platforms were exposed to 
increasing concentrations of the analyte and the impedimetric response for each analyte 
concentration was recorded (Section 5.2.7.2). Initially, increasing glucose and AA 
concentrations were monitored. Impedance spectra were taken and the Rgel values attributed to 
the bulk hydrogel were extracted and plotted against time. When the DMAP-4BA modified 
tattoo was exposed to increasing glucose concentrations a gradual increase in Rgel was observed 
(Fig. 5.15a and b).  
 
 
Figure 5.15 Representative (a) Nyquist plots of DMAP-4BA modified tattoo in buffer (pH 7.4) 
in the presence of glucose (0-100 mM) with magnification of the high frequency range inset (top 
right), (b) corresponding calibration data, (c) Nyquist plots of ascorbic acid (0-100 mM) and 
magnification of the high frequency region inset (top right) and (d) corresponding calibration 
data. (n=3). 
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Interestingly, this was the opposite of what was expected based on the experiments using 
DMAP-2BA in the 3-electrode system, where a decrease in resistance was observed as glucose 
concentration increased. The difference in response could be attributed to the different set-ups 
or to the positions of the polymer chain on the phenyl ring relative to the boron. When the 
polymer chain was in the ortho-position, small responses were observed. In this case, with the 
polymer chain in the para-position, larger shifts in Rgel values were observed. Glucose is distinct 
from other sugars because it has two sets of planar diols within its structure that are available to 
bind with BA. Therefore, a single glucose molecule can bind with BA moieties on separate 
polymer chains, forming inter-functional group bridges [42], [49], [50], which could induce 
additional crosslinking within the hydrogel matrix. This could potentially be a consequence of 
altering the position of the boron on the phenyl ring from ortho-position to para-position, 
allowing these glucose bridges to form more readily, condensing the hydrogel network which 
could account for the increase in resistance. The same trend was observed with AA, which also 
binds with PBA through its diols (Fig. 5.15b and d) [51]. AA also contains two sets of diols, 
where one is a planar enediol [52]. It is possible for one molecule of AA to also form these 
bridges between different PBA moieties on separate polymer chains, again condensing the 
hydrogel network and so resulting in an increasing Rgel. It is important to note that no significant 
swelling and deswelling of these electrode films was observed in these experiments implying 
that there were no significant repulsive interactions occurring across the network on account of 
binding. However, further research would be required, such as performing gravimetric studies 
to confirm this hypothesis.  
Lactic acid is an α-hydroxyl acid which can also to bind to BA through its α-hydroxyl and 
carboxyl anion [51], [53] to form boronate esters. In a similar manner to before, the DMAP-
4BA modified tattoo was studied in the presence of lactate (Fig. 5.16a). When increasing 
amounts of lactate were introduced to the DMAP-4BA modified matrix, a negative shift in 
resistance was observed (Fig. 5.16b). This is in contrast to the negative shift observed for 
glucose and AA. Interestingly it was noted that there was swelling of the hydrogel in the 
presence of lactate (not shown). It is known that glucose preferably binds to the anionic 
tetrahedral form at alkaline pH, however lactate is believed to generate a stronger complex with 
the neutral trigonal form at weakly acidic pH [54].  
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Figure 5.16 Representative (a) Nyquist plots of DMAP-4BA modified tattoo (pH 7.4) in the 
presence of lactate (0-100 mM) and magnification of the high frequency range inset (top right) 
(b) corresponding calibration data. (n=3). 
 
In aqueous conditions, an equilibrium between the trigonal and tetrahedral BA species is 
established [51]. It was proposed that the trigonal boron was attacked by the carboxylic anion 
and converted into the tetrahedral configuration, followed by binding of the α-hydroxyl group 
forms an ester bond [54]. Lactate generates a complex with the trigonal form of the boronate 
and a reaction with the tetrahedral form occurs at a slower rate, however it is not possible to 
determine which step takes place first, but both are necessary for the complex formation [51], 
[54] (Fig. 5.17). This complexation generates charge on the boron which leads to an influx of 
ions in the presence of lactate which potentially could cause the decrease observed in Rgel.  
 
Lactate (mM)
0 20 40 60 80 100 120
N
o
r m
a
lis
e
d
 R
g
e
l 
(O
h
m
)
0.2
0.4
0.6
0.8
1.0
1.2
Z' / Ohm
0 2e+4 4e+4 6e+4 8e+4 1e+5
-Z
'' 
/ 
O
h
m
0
2e+4
4e+4
6e+4
8e+4
1e+5
0 mM
10 mM
30 mM
50 mM
75 mM
100 mM
(a) (b)
Z' / Ohm
500 1000 1500 2000 2500 3000 3500
-Z
'' 
/ 
O
h
m
0
1000
2000
3000
OH
O
-
O
 192 
 
 
Figure 5.17 The equilibrium between a boronic acid and its boronate ester on reaction with α-
hydroxy acid [51]. 
 
Overall these experiments demonstrate initial evidence to support the integration of chemically 
responsive material interfaces into the tattoo platform. The DMAP-4BA modified tattoo can 
respond electrically to the presence of glucose, AA and lactate between 10 – 100 mM at pH 7.4. 
The results also show that glucose, AA and lactate were within similar Rgel value ranges when 
exposed to the same concentrations, therefore the issue of interference between all three analytes 
is a possibility which would not be ideal when applied to a complex matrix such as skin. The 
studies carried out using the DMAP-4BA modified tattoo and its exposure to various analytes 
were carried out in solution, therefore the real challenge would be translating the DMAP-4BA 
modified tattoo into an epidermal sensing platform on skin to date, it has shown promising 
adherence and mechanical stability on human skin (Fig. 5.18) however its sensing response 
remains to be studied. This platform shows an exciting approach to epidermal sensing and could 
potentially be tailored to selectively detect analytes in skin because these results have shown 
that the material is capable of responding across a physiologically relevant range, in particular 
to lactate. 
 
 193 
 
 
Figure 5.18 Images of DMAP-4BA modified tattoo on the back of (a) open fist and (b) closed 
fist to show adherence and conformability of the DMAP-4BA modified tattoo on skin (tattoo 
electrode diameter: 20 mm). 
 
Overall the studies have shown that the PBA-based hydrogels used as a chemical interface show 
great potential in detecting analytes such as glucose, lactate and AA. Further investigation is 
required to fully understand the electrical response of the DMAP-4BA modified tattoo to these 
analytes at different pHs and outside of buffered conditions because sweat pH can vary between 
pH 5-7 [55], while SC barrier pH is acidic and can be between pH 4-5 [56]. Addressing the issue 
of selectivity towards one analyte can be challenging because factors such as pH and molecular 
geometry play a role in PBA binding affinity as observed in the results. However, the main 
challenge of using the DMAP-4BA as an epidermal sensing platform would be applying this 
material to skin and detecting analytes in a complex matrix such as skin. This would require 
further optimisation of the hydrogel matrix in order for the material to respond in an efficient 
manner in this dynamic environment. Gravimetric swelling experiments should be considered 
to validate and quantify swelling responses upon exposure to target diols or α-hydroxy acid. 
Mechanical studies of the DMAP-4BA modified tattoo should also be considered to determine 
its mechanical stability under drying effects when worn for long periods of time as drying effects 
would have an impact on the overall adherence and performance of the platform. Therefore, 
thorough understanding of these parameters are key steps for developing a BA-based selective 
hydrogel that can ultimately be integrated into an epidermal platform in the future.  
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5.4 Conclusions  
This chapter demonstrates the concept of utilising PBA-based hydrogels as a smart chemically 
responsive material for the potential of chemical epidermal sensing. The tracked impedance 
changes of the hydrogel systems investigated shows promising results in detecting analytes such 
as glucose, lactate, and AA using particular formats and materials. The initial results from the 
Au-paper electrode indicate that pH and the position of the BA moiety and the charged polymer 
backbone have an effect on the binding of BA with glucose. The pH studies indicate that the 
Au-paper electrode seems to suffer from a degradation effect at pH 3 suggesting that the 
electrode might not function reliably in acidic conditions. While at pH 7.4 and 12, indicate 
minimal binding suggesting that binding of the BA with glucose has been limited due to the 
position of the BA from the charged N+ on the polymer backbone. This indicates that further 
studies such as investigating smaller pH increments are required to understand the impact of pH 
on binding on the electrical properties of the hydrogel. While another investigation on the effect 
of changing the relative position of the BA moiety from the charged polymer backbone can 
potentially help understand its impact on optimal binding with target analytes.  
The DMAP-4BA modified tattoo has shown promising initial results indicating that it can 
potentially be used to track between 10 – 100 mM concentrations of glucose, lactate and AA at 
pH 7.4. This platform represents a novel conformable epidermal sensor that can potentially be 
used on skin to respond electrically to glucose, AA and lactate. However other challenges need 
to be addressed such as investigating an optimal pH range for this epidermal platform because 
sweat pH can vary between pH 5-7 [55], while SC barrier pH is acidic and can be between pH 
4-5 [56]. Interestingly, all these analytes are hydrophilic, low molecular compounds that 
depending on the porosity and diffusion properties of the hydrogel, these analytes could diffuse 
from the SC directly into the adhered hydrogel material. However, this would require the 
concentration of the analytes can be high enough to be detected. The next real challenge is on-
body testing of the hydrogel material to determine its viability as an epidermal sensor. In the 
first instance, hydrogel chemistry may need to be further optimised to tailor the hydrogel matrix 
for selective binding because other constituents present in skin may interfere with 
measurements. A selective hydrogel could serve as a sensor to quantify glucose, lactate or AA 
in the skin. Therefore the next step would be understanding analyte diffusion from the SC into 
the hydrogel material since diffusion of analytes into the hydrogel governs the response. 
However, extraction of analytes from skin into the hydrogel may be challenging and depend on 
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the concentration of analyte present in the matrix. If these concentrations are too low for 
detection, techniques such as reverse iontophoresis or pilocarpine delivery could be considered 
to generate high volumes of skin fluids so that access to analytes maybe more facile. The 
mechanical properties of the hydrogel material also require testing in order to understand the 
mechanical stability and adherence on skin as drying effects could potentially restrict the long-
term wearablity of these types of epidermal sensor. Once these factors are thoroughly 
understood and addressed, the rational design of a selective PBA-based hydrogel platform can 
be achieved. Overall, these PBA-based hydrogels and their integration in to a tattoo platform 
has shown initial promise towards introducing a chemical sensing interface into this epidermal 
sensor. 
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6.1 Conclusions and Future Work 
As reviewed in Chapter 1, there has been a substantial growth in the field of epidermal sensors 
which is partly due to the skins accessibility and role in human physiology. Researchers have 
demonstrated the potential of these epidermal sensors for sampling and detecting analytes from 
matrices, such as sweat and interstitial fluid (ISF). As a result of monitoring specific analytes 
from these matrices, researchers can potentially gain insight into metabolic processes within the 
body. Challenges such as extracting the analytes from skin as well as electrical and mechanical 
suitability of these epidermal sensors has limited these sensors from reaching their full potential. 
However, on-going research towards innovative materials and sensor designs will open up new 
avenues towards the realization of greater numbers of successful epidermal sensors for health 
diagnostics.  
This thesis shows the evolution of a screen-printed epidermal sensor for monitoring 
physiological activity related to skin barrier function to biomarker analysis. The thesis proposed 
a planar concentric electrode design based on soft and flexible materials that can be adhered 
directly onto skin as the epidermal sensor. The transduction method of choice was non-faradaic 
impedance spectroscopy in order to interrogate the skin. In this work, the first iterations of the 
epidermal sensor focused on enhancing electrical and mechanical stability from its first iteration 
as a single-use flexible sensor to an improved stretchable sensor with robust adherence to skin 
and enhanced mechanical durability. The final aspect focused on strategies to modify the sensor 
with responsive hydrogel materials to enable chemical sensing of analytes relevant to skin. 
The main conclusions of each chapter have been outlined in the bullet points below: 
 Chapter 2 demonstrated the fabrication and development of the first iteration of the 
screen-printed silver tattoo platform. With this first iteration, water content changes were 
tracked in a hydrogel, porcine skin as well as human skin using impedance, which 
demonstrated the potential of the sensor for monitoring stratum corneum (SC) hydration. 
However, this iteration did not fully conform or adhere to skin for a long period of time 
and was more suited for single measurement.  
 Chapter 3 presented the investigation of ink formulations and has demonstrated the 
positive impact of using an elastomeric silver ink formulation to enhance mechanical 
properties. It also explored the use of a conducting adhesive (CA) layer to enhance 
adherence to skin. This CAC platform showed robust mechanical properties compared 
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to the previous platform. However, its electrical properties were not fully ideal for an 
epidermal sensor. 
 Chapter 4 considered an alternative adherence approach in an effort towards improving 
the electrical interface with skin. A thinner, non-conducting adhesive with pores were 
incorporated into the platform. It showed enhanced electrical and mechanical properties 
of the sensor compared to the previous platforms. Overall, these chapters demonstrated 
that selection of ink formulations and adherence methodologies were important 
considerations in the fabrication and implementation of epidermal sensors.  
 Chapter 5 investigated the use of phenyl boronic acid (PBA) functionalized hydrogels 
for chemical sensing ultimately for application in chemical epidermal sensing. The 
initial results indicate that PBA functionalized hydrogels are a promising smart material 
for the detection of monosaccharides and α-hydroxyls, glucose, lactate and ascorbic acid. 
Further modifications are required to fabricate an analyte selective sensor that can target 
specific analytes related to skin or health conditions.  
Overall the Chapters 2-4 has demonstrated that a compromise between mechanical stability and 
acquisition of reliable electrical measurements were important considerations for fabricating 
epidermal sensors. While the work from Chapter 5 showed promising results towards integrating 
a chemical interface that can potentially target analytes specific to skin or health conditions. 
However, there are still electrical and mechanical challenges that still need to be addressed 
before realizing their full potential. One of the major challenges that was addressed was 
establishing a robust platform that can reliably measure the skin. The approach investigated in 
Chapter 4 was a step in the direction towards the realization of an epidermal sensor that was 
mechanically robust as well as being capable of collecting good electrical signal from the SC.  
The following sections outline possible areas of improvement that could be made to the work 
described in Chapters 2-5. Future work can look at further understanding the capabilities of this 
platform would prove advantageous towards optimising the overall epidermal platform, such as 
a larger population study that look at the impedance signals generated by healthy and diseased 
skin states on various anatomical sites. This type of investigation can improve the understanding 
of the electrical properties of healthy and diseased individuals as well as the impact of 
anatomical site. Another potential route for future work could investigate the electrical signals 
generated at skin-electrode interface during motion. Motion artefacts arise from the interface 
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due to relative motion of electrodes on skin which in turn can affect signal quality [1]. This can 
be potentially reduced by exploring other robust and reliable adherence methods between the 
skin and electrodes. Further understanding of the noise generated at skin-electrode interface 
could potentially help improve data processing or circuit modelling to reduce the effect of noise 
as well as improve reproducibility of the epidermal sensor. 
To optimise the sensing methodology using the epidermal sensor, a single frequency 
measurement or isolation of a small frequency range dominated by the target skin layer would 
simplify the method and reduce sampling time. Miniaturisation of the electronics should also be 
considered to lower costs and incorporate portability by moving away from bench top settings. 
An impedance chip such as an AD5933 chip (Analog Devices, Ireland) can be used as a portable 
impedance unit that can potentially be used for single frequency measurements as seen in Fig. 
6.1a and b. Initial steps towards moving from a bench top potentiostat to a portable system with 
impedance chip has indicated a promising correlation between as seen in Fig. 6.1c. Due to the 
human skin barriers highly resistive nature and variability between individuals, the next step 
would be on extensive calibration studies on a large population. This would also require further 
electronic modifications of the device. Once these technological challenges have been 
addressed, a low-cost portable impedance system coupled with the epidermal sensor could 
potentially be used in clinical studies in a hospital setting to investigate and understand skin 
barrier properties of healthy and damaged skin across a large population. Technological 
advances using the impedance chip would also help towards the next step of integrating wireless 
data transmission into the epidermal sensor to enable individuals to receive data to their mobile 
phones or computer for real-time monitoring.  
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Figure 6.1 An example of (a) the integrated impedance chip in a portable housing unit with 
measuring software on the laptop, (b) wristband used to connect the epidermal sensor to the 
portable impedance unit and (c) regression analysis comparing data measured on a hydrogel 
skin mimic by the epidermal sensor using a standard potentiostat versus an impedance chip. 
 
The skin adherence approach relating to the use of a CA in Chapter 3 was limited by the 
difficulty of differentiating the electrical signals from viable skin and the CA layer. This was 
due to the combination of the high resistance and capacitance associated with the CA layer as 
well as measuring a highly resistive SC barrier. However, there is potential for this adhesive 
approach to be used in a different application where the tissue investigated is more conducting 
and doesn’t have a resistive barrier. Based on this, the sensor can potentially be used as a 
platform to measure intrinsic resistance of knee ligaments for a surgical application to gauge 
ligament tautness. The knee, is a complex joint where its mobility and stability are supported by 
the surrounding ligament system. A torn or damaged ligament due to high impact physical 
activity or illness (i.e. osteoarthritis) affects an individuals’ mobility [2], [3] and require surgical 
operation to repair the damage, therefore a method to quantify tautness of knee ligaments during 
surgery would be advantageous. A potential electrode platform can be comprised of two CA-
silver electrodes as seen in Fig. 6.2a where the electrodes are small enough it can be applied to 
a porcine knee ligament. These electrodes can potentially monitor the changes in impedance due 
to changes in ligament tension as seen in Fig. 6.2b. Future work using this electrode platform to 
monitor ligament tension can potentially look at performing tests on excised human ligament 
tissue. The impact of drying effects on ligament-electrode adherence should also need to be 
(a) (b)
y = 1.0739x + 3.212
R² = 0.9787
5000
5500
6000
6500
7000
7500
5000 5500 6000 6500
Im
p
e
d
a
n
c
e
 c
h
ip
 (
Z
/O
h
m
 @
 1
0
,0
0
0
 H
z
)
Standard potentiostat (Z/Ohm @ 10,000 Hz) 
(c)
206 
 
considered as these effects could potentially have an effect on the reliability of the electrical 
signals measured. 
 
 
Figure 6.2 (a) Schematic diagram and image of the CA-silver electrodes (2 x 5 mm diameter 
electrodes) and (b) Graphs comparing the impedance measured by the electrodes with the 
change in electrode distance (mm) during stretching and relaxation of a ligament. Inset (top 
left) is the image of the electrode platform on a porcine ligament. 
 
The initial experimental results for the PBA-modified electrodes in Chapter 5 have shown that 
PBA-based hydrogels integrated into an epidermal sensor as a chemical interface show great 
potential in detecting biomarkers. These results suggested that the electrical response of these 
hydrogels to analytes were influenced by pH and the relative position of the boronic acid (BA) 
moiety with regards to the charged polymer chain. Further investigation is required to fully 
understand the specific electrical responses that was observed by this modified sensor to 
analytes such as glucose and lactate. This can be done by investigating the effect of changing 
the position of the BA relative to the N+ moiety on the polymer chain in order to understand the 
charge neutralisation effect and BA binding. Another consideration would be investigating a 
broader pH range because this would help tailor the PBA-modified electrodes to work at a pH 
range relevant to skin. The next challenge for the hydrogel modified epidermal sensors will be 
in applying them to skin for detecting analytes. This will require further optimisation of the 
hydrogel matrix in order for the material to respond in an efficient manner in this dynamic 
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environment. Hydrogel chemistry could also be further optimised to tailor greater binding 
selectivity. Ideally, a selective hydrogel could serve as a sensor to quantify glucose or lactate in 
skin (Fig. 6.3). Mechanical studies of the hydrogel modified epidermal sensor also need to be 
considered to determine mechanical and chemical stability when worn for long periods of time 
as factors such as drying effects would have an impact on the adherence and performance of the 
platform. Addressing these challenges are key towards developing a PBA-based selective 
hydrogel that can ultimately be integrated into an epidermal platform in the future. 
 
 
Figure. 6.3 Schematic diagram of a smart responsive hydrogel for selective lactate sensing in 
skin using the tattoo platform. 
 
An alternative approach for chemical sensing using hydrogel chemistry would be the 
development of a biocompatible pH sensitive hydrogel that can be coupled with the epidermal 
platform. Healthy skin has an acidic pH between 4-5 in healthy adults [4]. In contrast, 
individuals who suffer from skin conditions have elevated skin pH (pH  > 6) where an alkaline 
environment may impair healing by allowing invasive bacteria or fungi to thrive [5], [6]. This 
pH difference could be exploited by tailoring the swelling properties of pH sensitive hydrogels. 
Hydrogels based on hydroxyethyl cellulose/hyaluronic acid have shown desirable 
biocompatibility and pH sensitivity [7] and could potentially be tailored into an epidermal 
sensor. Swelling properties in response to analytes would need to be understood and 
characterised electrically as the swelling rate is primarily diffusion controlled, reducing the 
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diffusion path by producing thinner films could be a simple method of controlling swelling rate 
to prevent the electrodes from fracturing due to over swelling.  
The continued research into developing smart chemically responsive materials for epidermal 
sensing will help towards improving its electrical, mechanical and chemical modalities. These 
developments can lead towards the realization of successful epidermal devices that can 
potentially fuse chemical, physical and electrophysiological sensors into one epidermal platform 
for health diagnostics. Innovative wearable point-of-care devices for health diagnostics such as 
these proposed here hold great potential to comprehensively and continuously monitor an 
individuals’ health. The development of these epidermal sensors still face multiple challenges 
as outlined in this thesis. However, the continued progress in the fabrication of soft conformable 
materials and development of innovative responsive chemistries coupled with technological 
advancements such as wireless transmission of data, presents exciting opportunities for 
epidermal sensors to collect vital real-time health information bringing us a step closer towards 
realising personalised healthcare. 
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Appendix Figures for Chapter 2 
 
Figure. A2.A Example of (a) Impedance and (b) phase plots with corresponding fitted data of 
the screen printed electrode (PF410 silver ink) on a hydrogel using ZView. (Data points are in 
blue, interconnected with a red line, and the fits are shown in green). 
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Figure A2.B Example of (a) Impedance and (b) phase plots with corresponding fitted data of 
the screen printed electrode (PF410 silver ink) on porcine skin using ZView. (Data points are 
in blue, interconnected with a red line, and the fits are shown in green). 
 
 
Figure A2.C (a) Impedance and (b) phase plots comparing the electrical signals from a human 
skin equivalent and human skin. 
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Figure A2.D (a) Impedance and (b) phase plots of the screen printed electrodes on human skin 
during dehydration. 
The skin was soaked with water by a topical application (according to Section 2.7) and a tattoo 
electrode was applied. Impedance measurements were taken at 6 min intervals. After 42 min, 
the tattoo was removed and a topical application of water was done again to rehydrate the skin. 
A fresh tattoo was applied and measurements were taken for a further 32 min. Impedance values 
(Z) were isolated at 1 kHz and plotted over time. This was then validated by the MMD probe. 
The impedance measurements with the TDC measurements show that the tattoo electrodes were 
able to track changes in hydration levels of skin, suggesting that the tattoo electrodes are a 
promising means to assess the hydration state of the skin but addressing adherence to the skin 
would be an important issue to address. 
 
 
Figure A2.E Response of (a) tattoo electrodes on human skin during dehydration and 
rehydration (b) corresponding TDC measurements using the MMD probe. 
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Appendix Figures for Chapter 3 
 
Section A3.A Example of Plain Language Statement, Informed Consent form and Questionnaire  
 
 
DUBLIN CITY UNIVERSITY 
 
Plain Language Statement 
I.  Understanding Skin Barrier Function to aid the Development of Skin Electrodes for Healthcare is a 
Science Foundation Ireland (SFI) funded research study led by Dr Aoife Morrin within the National 
Centre for Sensor Research and the School of Chemical Sciences at Dublin City University. Ms 
Keana De Guzman is the researcher investigating the development of wearable skin electrodes for 
healthcare and diagnostics. The group needs to collect data on skin that will be vital to the 
development of these skin electrodes. 
II. We ask that you do not wear perfumes/cosmetics on your arm on the day you participate in this 
Research Study, as they could interfere with the outcome. Upon meeting the researcher, you will be 
shown the hand held commercial skin hydration probe and skin electrodes to be used in the study.  
      The first non-invasive measurement will measure the hydration levels of your skin before and after 
washing the arm using the commercial skin hydration probe (Delfin MoistureMeterD). This will be 
done by placing the flat bottom probe on the surface of the inner forearm for 15 seconds. These 
measurements will be repeated 3 times to make sure the data is reliable.  
      The second measurement will measure hydration of skin using a temporary press-on tattoo 
approach. This approach uses skin electrodes which are applied in a similar manner to that of 
temporary press-on tattoos where upon application the skin electrodes sit on the skin surface. The 
skin electrodes are comprised of 2 electrodes in a format that is 2 cm in diameter overall. These skin 
electrodes are supplied on backing paper and has an adhesive on top that is used to adhere the skin 
electrodes to the skin surface. The electrodes are based on a flexible silver thin films. The skin 
electrodes will be applied to the skin in the same manner as temporary press-on tattoos where the 
electrodes sit on the skin surface. It will be applied onto the skin surface by placing the adhesive 
side-down onto the skin and then wetting the backing paper with water. The backing paper then 
releases the adhesive and skin electrodes onto the surface of the skin. After application to the skin, 
the skin electrodes will be electrically connected with a custom armband in order to generate an 
electric field in the skin using the skin electrodes. This electrical measurement will take a maximum 
of 10 minutes. Once the measurement is done, the researcher will carefully remove the armband 
and you can remove the skin electrodes by peeling it off the skin and washing your arm with water 
and soap to remove any residue. The skin electrodes can then be disposed. 
      After all measurements are taken, you will be asked to complete a questionnaire about your skin 
care habits/lifestyle which should take 5-10 minutes. After completion of the questionnaire, you 
should seal it in the envelope provided and submit them before you leave. The researchers will not 
open the envelope until all data collection for the Research study has been completed. 
 
III. There is a risk that the skin electrodes with adhesive can cause itching and irritation, and if this 
occurs you should discontinue your participation in the study. The skin electrodes generates an 
electric field across a small 3 mm region of skin on your inner forearm. The current level that will 
pass through the skin during the measurement is very low that no sensation should be felt during 
this time. In the event that you do experience a slight tingling sensation under the skin electrodes, 
you should discontinue your participation in the study. There is a risk that you may feel uncomfortable 
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providing information on skin care habits or lifestyle. If this occurs, you may discontinue participating 
in the study. 
 
IV. Potential benefits of participating in this research study include increased awareness of skincare and 
the effects of lifestyle on the skin’s condition. You will have the opportunity to learn about the role of 
science and technology in skin care and skin research during the measurement of your skin’s 
properties using new sensor technology. 
       There are also some indirect benefits from your involvement in the study. The data collected from 
the study will help advance the development of non-invasive diagnostics in human healthcare. This 
technology has the potential to provide a safer and more comfortable experience for patients by 
reducing the need for blood tests and skin biopsies, which could speed up hospital workflows and 
personalize healthcare. 
 
V. All data collected in this study will remain anonymous and will be treated with the highest standards 
of security and confidentiality. It will not be linked to your identity. The measurements made on your 
skin will be assigned a random 8-digit number for the purpose of this research study. Data generated 
will be encrypted and stored securely stored at DCU until the end of the research project in 2019, 
which time it will be destroyed. At this time, all digital data will be deleted with subsequent hard drive 
secure deletion to ensure the files can’t be recovered. The confidentiality of information provided by 
this study is subjected to legal limitations, i.e. data collected during this study can be subject to 
subpoena, freedom of information claim or mandated reporting.  
 
VI. Data collected from this study will be analysed and compared within the group of participants. It is 
important for the research team to understand what similarities and differences exist between 
different skin and its links with lifestyle or environmental factors. This data is important in establishing 
a baseline profile for the development of skin electrodes to allow us to distinguish between normal 
and other skin types.  
 
VII. Your involvement in the research study is voluntary. You may change your mind and withdraw from 
the study at any point in time without providing any reason for doing so. I am aware that once the 
research study is completed, the data will be anonymised and it will no longer be possible to withdraw 
from the study. 
 
VIII. If you would like to receive an update on the progress and outcomes of this study please send your 
request via e-mail to dcuskinstudy@gmail.com.  
Contact Details for further information: 
You can contact the research team for further information by e-mailing dcuskinstudy@gmail.com or 
phoning 01-700-5791. 
 
If participants have concerns about this study and wish to contact an independent person, 
please contact: 
The Secretary, Dublin City University Research Ethics Committee, c/o Research and Innovation Support, 
Dublin City University, Dublin 9.  Tel 01-7008000, e-mail rec@dcu.ie 
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DUBLIN CITY UNIVERSITY 
Informed Consent Form  
 
 
I.       Understanding Skin Barrier Function to aid the Development of Skin Electrodes for 
Healthcare 
This Science Foundation Ireland funded research is led by Dr Aoife Morrin and is currently underway 
within the National Centre of Sensor Research and the School of Chemical Sciences, DCU. Ms Keana 
De Guzman will be collecting important data that will advance the development of skin electrodes in 
healthcare and diagnostics 
 
II.        Why is this research being carried out? 
Our research group is developing non-invasive skin electrodes that could be used to gain important 
information about a person’s health in place of using more invasive approaches like taking a blood 
sample or a biopsy. We first need to understand human skin in the general population to ensure the 
successful development of the skin electrodes. In this Research Study, we hope to find out how the 
properties of different skin can vary and if lifestyle and environmental factors play a role in these 
differences. We are interested in studying the hydration/electrical properties of the skin. The data 
collected will help us establish baseline trends for the skin to ensure that the skin electrodes developed 
can distinguish between different skin types. 
III.        What do I have to do? 
I will be asked to attend one meeting with the research team, on the day of which I should not apply 
perfume or cosmetics to my arms/hands as this could interfere with the outcome of the study. Upon 
meeting the researchers and discussing the research carried out and signing this Informed Consent 
Form, the researcher will collect the form and the measurements will be taken.  
A hydration measurement using a commercial hydration probe (Delfin MoistureMeterD, MMD) will be the 
first non-invasive measurement taken from my skin before and after washing my skin with water. I am 
aware the measurements are non-invasive will be repeated 3 times.  
The second measurement will measure hydration of skin using a temporary press-on tattoo approach. 
This approach uses skin electrodes which are applied in a similar manner to that of temporary press-on 
tattoos where upon application the skin electrodes sit on the skin surface. These skin electrodes are 
comprised of 2 electrodes in a format that is 2 cm in diameter overall. These skin electrodes are supplied 
on backing paper and has an adhesive on top that is used to adhere the skin electrodes to the skin 
surface. The skin electrodes are based on a flexible silver thin film. The skin electrodes will be applied 
to the skin in the same manner as temporary press-on tattoos. It will be applied onto skin by placing the 
adhesive side-down onto the skin and then wetting the backing paper with water. The backing paper 
then releases the adhesive and electrodes onto the surface of the skin. After application to the skin, the 
skin electrodes will be electrically connected with a custom armband in order to generate an electric field 
in the skin. The maximum voltage used for this is 0.1 volts. This electrical measurement will take a 
maximum of 10 minutes. Once the measurement is done, the researcher will carefully remove the 
armband and I can remove the skin electrodes by peeling it off the skin and washing my arm with water 
and soap to remove any residue. After this time I will spend 5-10 minutes completing the questionnaire. 
I will seal my questionnaire in the envelope provided and submit it to the researcher before leaving. I am 
aware that the researcher will not open this envelope immediately afterwards, but that it will be opened 
when all data collection for the study has been completed.  
When the measurements and questionnaire have been collected, I am finished participating in the 
Research study. 
 
Participant – please complete the following (Circle Yes or No for each question) 
I have read the Plain Language Statement (or had it read to me)   Yes/No 
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I understand the information provided      Yes/No 
I have had an opportunity to ask questions and discuss this study    Yes/No 
I have received satisfactory answers to all my questions     Yes/No 
IV. I am aware that my participation in the Research Study is voluntary and that I may withdraw from 
the study at any time without having to provide any reason for doing so. I am aware that when I have 
finished participating in the research study, the data will be anonymised and it will no longer be 
possible to withdraw from the study. 
 
V. I am aware that my identity will not be linked to any data collected during this study, and that the 
confidentiality of information provided during the study can only be protected within the limitations of 
the law. I am aware that it is possible for the information to be subjected to subpoena, freedom of 
information claim or mandated reporting. 
VI. If I have any contact allergies or very sensitive skin it may be best to discontinue my participation in 
the study as there is the potential for the skin electrodes with adhesive to irritate my skin. If I proceed 
with the study and encounter skin irritation or discomfort (i.e. tingling sensation) while wearing the 
skin electrodes, I should discontinue my participation in the study. If this occurs, I will remove the 
skin electrodes and wash my skin with water and soap. I understand that contact can be made on 
my behalf or a phone can be provided to me to make contact with Student Health Services (In CG13, 
Ph: 01 700 5143) or the Healthy Living Centre (School of Nursing & Human Sciences, Ph: 01 700 
7171) to seek medical attention if necessary. 
VII. If I would like to receive any update on the findings or outcomes of this Research Study I should 
send an email requesting this information to dcuskinstudy@gmail.com. 
VIII. I have read and understood the information in this form. My questions and concerns have been 
answered by the researchers, and I have a copy of this consent form. Therefore, I consent to take 
part in this research project. 
 Participants Signature:         
 Name in Block Capitals:         
 Witness:            
 
 Date:              
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Age: _____________ 
Gender:                   Male                         Female 
How would you classify your skin type? 
 Very Dry 
 Dry 
 Normal 
 Oily 
 Very oily 
 Not sure 
 Other (please specify below) 
__________________________________________________________________________ 
Do you have an existing skin condition? 
 Yes                            
 No 
 If YES, can you specify what the skin condition is? 
___________________________________ 
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Do you moisturise your skin (specifically arms) regularly? 
 Yes                            
 No 
If YES, how often do you moisturise? 
 Daily 
 Weekly 
 Monthly 
 Other (please specify below) 
___________________________________________________________________________ 
 
 
Figure A3.A Representative (a) Impedance and (b) phase plots as measured by the silver and 
silver-elastomer DC modes of the inner forearm. 
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Figure A3.B (a) Nyquist and (b) Bode plots of the conducting adhesive material only on a 
hydrogel.  
 
Figure A3.C (a) Impedance and (b) phase plots of the inner forearm as measured by the silver-
elastomer CAC mode after altering the barrier properties with different topical treatments. 
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 Figure A3.D Example of fitted impedance spectra of human skin during a short frequency 
measurement (1 MHz to 100 Hz) using the DC platform. 
 
Appendix Figures for Chapter 4 
 
Figure A4.A Example of fitted impedance spectra at the high frequency region of a hydrogel 
using ZView. (Data points are in blue, interconnected with a red line, and the fits are shown in 
green). 
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Figure A4.B (a) Impedance and (b) phase plots of human skin (single participant) measured by 
the Direct contact and adhesive contact (Adhesive (27 pore)) platforms. 
 
A Delfin MoistureMeterD (MMD) probe was used for validation of the moisturisers on skin. 
Based on the Tissue Dielectric Constants measured by the probe, a decrease in hydration 
properties were seen overtime which indicates the uptake of the different types of moisturisers.  
 
Figure A4.C Tracking water, water-based and oil-based moisturiser uptake through the skin 
(single participant) using the Delfin MoistureMeter D probe. (one day, three measurements on 
the forearm). 
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Appendix Figures for Chapter 5 
 
Figure A5.A (a) Impedance and (b) phase plots of the DMAP-2BA hydrogel Au-paper working 
electrode at different pH conditions. 
 
 
Figure A5.B (a) Impedance and (b) phase plots of the DMAP-4BA hydrogel tattoo electrodes 
before and after submerging in pH 7.4 buffer. 
 
Log Freq. (Hz)
-1 0 1 2 3 4 5
L
o
g
 Z
 (
O
h
m
)
2.0
2.5
3.0
3.5
4.0
4.5
pH 3
pH 7.4
pH 12
Log Freq. (Hz)
-1 0 1 2 3 4 5
-P
h
a
s
e
 (
d
e
g
re
e
s
)
0
20
40
60
80
100
pH 3
pH 7.4
pH 12
(a) (b)
Log Freq. (Hz)
0 2 4 6
-P
h
a
s
e
 (
d
e
g
re
e
s
)
0
20
40
60
80
Before submerging in buffer
After submerging in buffer
Log Freq. (Hz)
0 2 4 6
L
o
g
 Z
 (
O
h
m
)
3.0
3.2
3.4
3.6
3.8
4.0
4.2
4.4
4.6
4.8
5.0
Before submerging in buffer
After submerging in buffer
(a) (b)
224 
 
 
Figure A5.C (a) Impedance and (b) phase plots of the DMAP-4BA hydrogel tattoo electrodes 
over time to monitor stability. 
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